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Foreword 


The  reports  of  The  International  Commission  on  Radiological  Units  and 
Measurements  for  a  number  of  years  have  been  published  by  the  National 
Bureau  of  Standards  in  the  Handbook  series.  In  the  past,  each  of  the  tri¬ 
ennial  reports  of  the  ICRU  represented  a  complete  restatement  of  the  recom¬ 
mendations  of  the  Commission.  Because  of  the  increasing  scope  of  its  ac¬ 
tivities,  however,  the  Commission  in  1962  decided  to  modify  the  previous 
practice.  It  will  issue  a  series  of  reports  presenting  the  current  recommenda¬ 
tions  of  the  Commission.  Each  report  will  cover  a  particular  portion  of  the 
area  of  interest  to  the  ICRU.  This  procedure  will  facilitate  revision  of  ICRU 
recommendations  and  also  spread  out  in  time  the  workload  of  the  Commis¬ 
sion.  This  Handbook  is  one  of  the  new  series  presenting  the  recommenda¬ 
tions  of  the  Commission  on  one  aspect  of  the  field  with  which  the  Commission 
is  concerned.  It  presents  recommendations  agreed  upon  at  the  meeting  of 
the  Commission  held  in  Montreux,  Switzerland,  in  April  1962. 

The  National  Bureau  of  Standards  is  pleased  with  its  continuing  oppor¬ 
tunity  of  increasing  the  usefulness  of  these  important  reports  by  providing 
the  publication  outlet. 

A.  V.  Astin,  Director. 
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Preface 


A.  Scope 

The  International  Commission  on  Radiological 
Units  and  Measurements  (ICRU),  since  its  incep¬ 
tion  in  1925,  has  had  as  its  principal  objective  the 
development  of  internationally  acceptable  recom¬ 
mendations  regarding: 

(1)  Quantities  and  units  of  radiation  and  radio¬ 
activity, 

(2)  Procedures  suitable  for  the  measurement 
and  application  of  these  quantities  in  clinical 
radiology  and  radiobiology, 

(3)  Physical  data  needed  in  the  application  of 
these  procedures,  the  use  of  which  tends  to  assure 
uniformity  in  reporting. 

The  Commission  also  considers  and  makes 
recommendations  on  radiation  quantities,  units 
and  measurements  in  the  field  of  radiation  protec¬ 
tion.  In  this  connection,  its  work  is  carried  out 
in  close  cooperation  with  the  International  Com¬ 
mission  on  Radiological  Protection. 

B.  Policy 

The  ICRU  endeavors  to  collect  and  evaluate 
the  latest  data  and  information  pertinent  to  the 
problems  of  radiation  measurement  and  dosimetry 
and  to  recommend  the  most  acceptable  values  for 
current  use. 

Recognizing  the  confusion  that  exists  in  the 
evaluation  of  different  radiological  equipment  and 
materials,  the  ICRU  is  studying  standard  methods 
of  determination  of  characteristic  data  for  the 
equipment  and  materials  used  in  diagnostic  and 
therapeutic  radiology.  This  activity  is  confined  to 
methods  of  measurement  and  does  not  include  the 
standardization  of  radiological  equipment  or  parts 
thereof. 

The  Commission’s  recommendations  are  kept 
under  continual  review  in  order  to  keep  abreast  of 
the  rapidly  expanding  uses  of  radiation. 

The  ICRU  feels  it  is  the  responsibility  of  na¬ 
tional  organizations  to  introduce  their  own  detailed 
technical  procedures  for  the  development  and 
maintenance  of  standards.  However,  it  urges  that 
all  countries  adhere  as  closely  as  possible  to  the 
internationally  recommended  basic  concepts  of 
radiation  quantities  and  units. 

The  Commission  feels  its  responsibility  lies  in 
developing  a  system  of  quantities  and  units  having 
the  widest  possible  range  of  applicability.  Situa¬ 
tions  may  arise  from  time  to  time  when  an  ex¬ 
pedient  solution  of  a  current  problem  may  seem 
advisable.  Generally  speaking,  however,  the 
Commission  feels  that  action  based  on  expediency 
is  inadvisable  from  a  long-term  viewpoint;  it  en¬ 
deavors  to  base  its  decisions  on  the  long-range 
advantages  to  be  expected. 

In  1955  the  Commission  entered  into  an  official 
relationship  with  the  World  Health  Organization 
(WHO).  In  this  relationship,  the  ICRU  will  be 


looked  to  for  primary  guidance  in  matters  of  radi¬ 
ation  units  and  measurements,  and  in  turn  WHO 
will  undertake  the  worldwide  dissemination  of  the 
Commission’s  recommendations.  In  1960  the 
ICRU  entered  into  consultative  status  with  the 
International  Atomic  Energy  Agency  (IAEA). 

The  above  relations  with  other  international 
bodies  do  not  affect  the  basic  affiliation  of  the 
Commission  with  the  International  Society  of 
Radiology. 

The  ICRU  invites  and  welcomes  constructive 
comments  and  suggestions  regarding  its  recom¬ 
mendations  and  reports.  These  may  be  trans¬ 
mitted  to  the  Chairman. 

C.  Current  Program 

A  2-week  meeting  of  the  ICRU  was  held  in 
Montreux,  Switzerland,  April  2d  to  April  14,  1962. 
This  meeting  included  the  Main  Commission  and 
all  of  the  Committees  that  had  reports  prepared 
for  final  approval.  Some  70  persons  attended. 
An  additional  meeting  of  the  Commission  and 
Committee  Officers  was  held  in  Ottawa  from 
August  21  to  August  23,  1962,  for  the  principal 
purposes  of  the  preparation  of  the  status  report 
for  the  Xth  International  Congress  of  Radiology 
and  the  outlining  of  program  objectives  for  the 
next  several  years. 

Several  meetings  of  committees  or  committee 
task  groups  have  been  held  during  the  past  3 
years.  There  were  meetings  of  various  task 
groups  of  the  Committee  on  Standards  and  Meas¬ 
urement  of  Radiological  Exposure — Paris  in  Jan¬ 
uary  1961  and  London  in  April  and  September 
1961 .  The  Committee  on  Radiobiological  Dosim¬ 
etry  also  held  a  meeting  in  April  1961.  The 
ICRU  was  also  represented  at  a  meeting  of  the 
Consultative  Committee  on  Ionizing  Radiation  of 
the  International  Committee  of  Weights  and 
Measures  at  Sevres  in  October  1961. 

As  noted  in  the  last  report,  two  joint  committees 
had  been  established  between  the  ICRU  and  the 
ICRP.  The  Joint  Committee  on  RBE  has  met 
twice  with  ICRU  participation.  The  Committee 
on  Methods  and  Instruments  for  Radiation 
Protection  has  not  met. 

Upon  the  request  from  the  United  Nations 
Scientific  Committee  on  the  Effects  of  Atomic 
Radiations,  the  ICRU  and  the  ICRP  agreed  to 
undertake  a  second  study  dealing  with  the  Medical 
and  Physical  Parameters  in  Clinical  Dosimetry. 
This  committee  met  in  New  York  for  one  week  in 
September  1959  and  for  a  week  in  Stockholm  in 
June  1960.  A  report  of  this  study  entitled 
“Exposure  of  Man  to  Ionizing  Radiation  Arising 
from  Medical  Procedures  with  Special  Reference 
to  Radiation  Induced  Diseases,  An  Inquiry  into 
Methods  of  Evaluation,”  was  published  in  Physics 
in  Medicine  and  Biology,  6,  No.  2,  199  (Taylor 
&  Francis,  Ltd.,  London,  England,  Oct.  1961). 


Reports  and  recommendations  of  the  ICRU, 
originally  designed  for  medical  applications,  have 
come  into  common  use  in  other  fields  of  science, 
particularly  where  “dosimetric”  considerations  are 
involved.  For  this  reason  the  committees  have 
included  in  their  membership  some  scientists 
having  competence  outside  of  the  medical  radiol¬ 
ogy  field.  Material  in  the  report  is  designed  to 
meet  physical,  biological,  and  medical  require¬ 
ments  wherever  possible. 

This  has  introduced  a  small  problem  in  termi¬ 
nology.  The  name  of  the  Commission  includes 
the  term  “radiological”.  In  many  European  coun¬ 
tries  the  term  “radiological”  is  taken  as  inclusive 
of  both  the  physical  and  biological  sciences.  In 
other  countries,  the  United  States  for  example, 
“radiological”  appears  to  carry  the  primary  con¬ 
notation  of  relationship  to  medicine.  It  therefore 
may  be  desirable  to  change  the  name  of  the  Com¬ 
mission  from  “Radiological”  to  “Radiation.”  It 
is  believed  that  this  would  be  properly  understood 
by  all  concerned.  The  question  has  been  debated 
by  the  Commission,  but  final  action  is  being  de¬ 
layed  for  future  consideration. 

D.  The  Current  Series  of  Reports 

Hitherto,  the  triennial  reports  of  the  ICRU  have 
been  published  in  single  volumes.  However,  the 
reports  are  now  becoming  too  extensive,  and  in 
some  cases  too  specialized,  to  make  a  single  pub¬ 
lication  practicable.  Beginning  with  this  1962 
series,  the  ICRU  reports  will  be  issued  in  smaller 
entities,  each  dealing  with  a  limited  range  of 
topics.  The  1962  series  supersedes  the  1959  re¬ 
port.  Revisions  of  the  1962  series  will  be  under¬ 
taken  individually  as  circumstances  warrant.  A 
full  listing  of  ICRU  recommendations,  including 
the  present  series,  is  given  on  page  iii  of  the  cover 
of  this  report. 

The  current  report  series  include  revision  of 
much  of  the  material  that  appeared  in  the  1959 
report  in  addition  to  a  number  of  new  topics.  The 
following  summary  indicates  some  of  the  highlights 
of  the  current  report  series. 

Radiation  Quantities  and  Units  (Report  10a)  — 
One  of  the  most  important  changes  is  the  revision 
of  the  section  on  quantities  and  units.  This  revi¬ 
sion  resulted  from  the  thorough  study  by  an  Ad 
Hoc  Committee  on  Quantities  and  Units.  It  in¬ 
cludes  new  names  for  certain  quantities  and  clari¬ 
fied  definitions  for  others.  It  presents  a  system  of 
concepts  and  a  set  of  definitions  which  is  internally 
consistent  and  yet  of  sufficient  generality  to  cover 
present  requirements  and  such  future  requirements 
as  can  be  foreseen. 

Physical  Aspects  of  Irradiation  (Report  1  Ob) — 
This  report  deals  broadly  with  the  physical  aspects 
of  irradiation  with  a  considerable  amount  of  new 
material  added  since  the  1959  report.  It  includes 
an  extensive  discussion  of  the  various  techniques 
for  the  measurement  of  absorbed  dose  as  well  as 


exposure.  Characteristics  of  radiation  instrumen¬ 
tation  are  covered  in  some  detail  including  the 
more  sophisticated  work  on  standards.  The  sec¬ 
tion  on  spectra  has  been  up-dated  and  a  new 
section  added  on  neutron  measurements  and  stand¬ 
ards.  Available  data  for  stopping  power  ratios 
and  the  average  energy  (W)  required  to  produce 
an  ion  pair  in  a  gas  have  been  reviewed.  On  the 
basis  of  this  review  it  has  been  necessary  to  modify 
the  previous  ICRU  tables  for  these  factors.  This 
modification  amounts  to  about  1  or  2  percent 
change  in  stopping  power  ratios  and  up  to  1 
percent  in  W. 

Radioactivity  (Report  10c) — The  portions  of  the 
report  dealing  with  direct  and  relative  measure¬ 
ments  of  radioactivity  and  the  availability  and 
requirements  for  radioactivity  standards,  and  the 
parts  dealing  with  the  techniques  and  measure¬ 
ments  of  radioactivity  in  hospitals  and  biological 
laboratories  are  revisions  of  the  1959  report,  em¬ 
bracing  a  review  of  the  developments  that  have  j 
occurred  since  that  report  and  bringing  up  to  date 
the  material  included.  In  addition,  a  new  section 
on  low  level  radioactivity  in  materials  as  related 
to  the  problems  of  radiological  measurements  has 
been  added.  This  topic  is  important  because  of 
the  problems  arising  from  the  contamination,  or 
possible  contamination,  in  the  last  decade  of  a 
great  many  of  the  materials  used  in  the  construe-  [ 
tion  of  counting  equipment,  shields,  and  in  the 
reagent  chemicals  employed  in  radioactivity 
measurements. 

Radiobiological  Dosimetry  (Report  lOe) — This 
report  deals  primarily  with  radiobiological  dosime¬ 
try,  and  considers  methods  of  improving  the 
accuracy  and  intercomparability  of  absorbed  dose 
measurements  in  radiobiology.  It  is  in  effect  a  : 
handbook  for  the  experimental  radiobiologist. 
It  emphasizes  the  great  importance  of  planning 
the  experimental  work  in  a  way  which  makes  the 
dosimetry  easier  and  more  accurate  and  it  illus- 
trates  how  this  can  be  done. 

Methods  of  Evaluating  Radiological  Equipment  ' 
and  Materials  (Report  lOf) — This  is  the  first  of  a  J 
new  group  of  ICRU  reports  dealing  with  methods 
of  evaluating  radiological  equipment  and  mate- 
rials.  It  includes  a  revised  discussion  on  the 
measurement  of  focal  spots  and  new  sections 
on  grids,  image  intensifies,  and  body  section 
equipment. 

E.  Operating  Funds 

Throughout,  most  of  its  existence,  the  ICRU 
has  operated  essentially  on  a  voluntary  basis, 
with  the  travel  and  operating  cost  being  borne  by 
the  parent  organizations  of  the  participants. 
(Only  token  assistance  was  available  from  the 
ISR.)  Recognizing  the  impracticality  of  con- 1 
tinning  this  mode  of  operation  on  an  indefinite 
basis,  operating  funds  were  sought  from  various 
sources  in  addition  to  those  supplied  by  the 
International  Society  of  Radiology. 


VI 


Prior  to  1959,  the  principal  financial  assistance 
to  the  ICRU  had  been  provided  by  the  Rocke¬ 
feller  Foundation  which  supplied  some  $11,000 
to  make  possible  various  meetings.  In  1959  the 
International  Society  of  Radiology  increased  its 
contribution  to  the  Commission  to  $3,000  to 
cover  the  period  until  the  Xth  Congress.  In  1960 
the  Rockefeller  Foundation  supplied  an  additional 
sum  of  some  $4,000  making  possible  a  meeting 
of  the  Quantity  and  Units  Committee  in  1960. 

In  1960  and  1961  the  World  Health  Organiza¬ 
tion  contributed  the  sum  of  $3,000  each  year  to 
the  Commission  for  carrying  forward  its  work. 
This  was  increased  to  $4,000  in  1962.  It  is 
expected  that  this  sum  will  be  allocated  annually, 
at  least  for  the  next  several  years.  In  addition, 
the  WHO  has  provided  substantial  assistance 
to  the  Commission  in  providing  meeting  space, 
secretarial  services,  etc.,  for  the  meetings  held 
in  Geneva  and  Montreux. 

In  connection  with  the  Commission’s  Joint 
Study  with  the  ICRP,  the  United  Nations  allo¬ 
cated  the  sum  of  $10,000  for  the  joint  use  of  the 
two  Commissions  for  the  purpose  of  carrying 
out  their  second  study.  This  fund  has  been 
administered  by  the  ICRP. 

The  most  substantial  contribution  to  the  work 
of  the  ICRU  has  come  from  the  Ford  Foundation 
through  the  particular  efforts  of  Dr.  Paul  Pearson. 
Effective  in  December  1960,  the  Ford  Foundation 
made  available  to  the  Commission  the  sum  of 
$37,000  per  year  for  a  period  of  5  years.  This 
money  is  to  be  used  for  such  things  as  travel 
expenses  to  meetings,  for  secretarial  services,  and 
other  operating  expenses.  To  a  large  extent,  it 
is  because  of  this  grant  that  the  Commission  lias 
been  able  to  hold  the  several  meetings  considered 
to  be  necessary  to  move  forward  actively  with 
its  program. 

The  International  Atomic  Energy  Agency  has 
allocated  the  sum  of  $6,000  per  year  for  use  by 
the  ICRU.  It  is  expected  that  this  sum  will 
be  allocated  annually  at  least  for  the  next  several 
years. 

A  valuable  indirect  contribution  has  been 
made  by  the  U.S.  National  Bureau  of  Standards 
where  the  Secretariat  has  resided.  The  Bureau 
has  provided  substantial  secretarial  services,  re¬ 
production  services  and  traveling  costs  in  the 
amount  of  several  thousands  of  dollars. 

The  Commission  wishes  to  express  its  deep 
appreciation  to  all  of  these  and  other  organiza¬ 
tions  that  have  contributed  so  importantly  to 
its  work. 

F.  Composition  of  the  ICRU 

(a)  It  is  of  interest  to  note  that  the  membership 
of  the  Commission  and  its  committees  for  the 
period  1959-62  totals  139  persons  drawn  from  18 
countries.  This  gives  some  indication  of  the 
extent  to  which  the  ICRU  has  achieved  inter¬ 
national  breadth  of  membership  within  its  basic 
selection  requirement  of  high  technical  competence 


of  individual  members. 

(b)  The  membership  of  the  Main  Commission 
during  the  preparation  of  this  report  was  as 


follows: 

Lauriston  S.  Taylor,  Chairman..  United  States 

L.  H.  Gray,  Vice-chairman _ United  Kingdom 

H.  O.  Wyckoff,  Secretary _  United  States 

K.  K.  Aglintsev _  U.S.S.R. 

A.  Allisy _  France 

R.  H.  Chamberlain _ United  States 

F.  Ellis _  United  Kingdom 

FI.  Franz _  Federal  Republic 

of  Germany 

H.  E.  Johns _  Canada 

W.  J.  Oosterkamp _  Netherlands 

B.  Rajewsky _  Federal  Republic 

of  Germany 

H.  H.  Rossi _  United  States 

M.  Tubiana _  France 


G.  Composition  of  Committee  Prepar¬ 
ing  Initial  Draft  of  Present  Report 

J.  W.  Boag,  Chairman,  ICRU  Committee  III,  “Meas¬ 
urement  of  Absorbed  Dose  and  Clinical  Dosimetry”. 
M.  Tubiana,  Chairman,  Committee  III-B,  “Clinical 
Dosimetry” 

R.  H.  Chamberlain 
F.  Ellis 
H.  E. Johns 
W.  J.  Meredith 
R.  Robbins 

Consultants 

M.  Lindgren 
M.  D.  Schulz 

H.  The  Present  Report 

Much  of  the  present  report  is  addressed  prin¬ 
cipally  to  the  clinician  engaged  in  radiotherapy 
although  it  is  hoped  that  it  may  also  serve  as  a 
useful  guide  to  physicists  entering  the  field.  The 
report  attempts  to  explain  the  principles  under¬ 
lying  good  racliotherapeutic  techniques  in  words 
rather  than  in  formula,  and  to  make  recommenda¬ 
tions  based  on  these  principles. 

It  is  realized  that  the  present  survey  is  far  from 
complete.  Thus,  practically  no  mention  is  made 
of  superficial  X-ray  therapy,  of  interstitial  and 
intracavitary  techniques,  of  therapy  with  isotopes 
(except  in  appendix  IV),  or  of  the  use  of  electron 
beams.  There  are  doubtless  other  important 
matters  which  have  been  overlooked,  and  perhaps 
some  which  have  been  treated  at  too  great  length. 
Comments  from  the  readers  would  assist  the 
Commission  when  the  time  comes  to  issue  a 
revised  edition  of  the  Report. 

The  Reports  of  the  ICRU  have  in  the  past  been 
concerned  chiefly  with  the  definition  and  measure¬ 
ment  of  the  various  physical  quantities  which  are 
needed  in  any  quantitative  use  of  radiation  in 
medicine  or  biology.  These  quantities  have 
evolved  considerably  in  the  last  two  decades,  and 
the  variety  and  precision  of  the  methods  of 
measuring  them  have  also  increased.  During 
the  last  three  years,  a  special  sub-committee  set 
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up  by  the  Commission  has  been  studying  the  more 
practical  questions  which  arise  in  the  specification, 
delivery,  and  recording  of  radiation  dose  in  clinical 
work.  The  present  report  summarizes  the  findings 
and  recommendations  of  that  Committee. 

One  of  its  first  tasks  was  to  undertake  a  critical 
survey  of  published  data  on  dose  distributions, 
methods  of  calculation,  and  the  like.  To  facilitate 
this  and  to  draw  upon  critical  and  constructive 
assistance  from  as  wide  a  circle  of  experts  as 
possible,  a  special  study  group  was  set  up,  under 
the  joint  auspices  of  the  WHO,  the  IAEA, 
and  the  ICRU.  This  group  met  in  Geneva  in 


April  1961  and  prepared  papers  which  have  been 
used  as  the  basis  for  much  of  the  present  report. 
In  addition  to  the  members  of  Committee  11I-B 
of  the  ICRU,  the  following  persons  took  part  in 
that  meeting,  the  expenses  of  which  were  shared 
equally  between  the  three  sponsoring  organiza¬ 
tions: 

C.  B.  Braestrup  D.  E.  A.  Jones 

M.  Cohen  J.  S.  Laughlin 

M.  J.  Day  B.  Markus 

R.  L.  Dobson  V.  A.  Petrov 

A.  Dutreix  K.  C.  Tsien 
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Clinical  Dosimetry 

International  Commission  on  Radiological  Units  andMeasurements  (ICRU)  Report  lOd  1962 


I.  Introduction 

The  effects  of  ionizing  radiations  on  a  patient 
are  largely  determined  by  the  magnitude  of  the 
absorbed  dose  and  its  distribution  in  both  space 
and  time.  They  are,  undoubtedly,  also  con¬ 
siderably  influenced  by  such  factors  as  the  chemical 
environment  of  the  irradiated  cells  (oxygen  ten¬ 
sion,  pH  etc.),  and  by  the  microscopical  distribu¬ 
tion  of  the  absorbed  energy  (LET),  which  depends 
on  the  nature  and  quality  of  the  radiation.  The 
systematic  study  of  these  latter  effects  is,  at 
present,  mainly  the  concern  of  the  radiobiologist, 
and  no  attempt  can  be  made  to  take  account  of 
them  in  this  report  which  is  largely  concerned 
with  the  magnitude  and  the  pattern  of  the  ab¬ 
sorbed  dose  within  the  patient.  For  good  radio¬ 
therapy  it  is  essential  to  have  adequate  knowledge 
of  these  parameters,  and  methods  of  varying 
complexity  have  been  used  to  estimate  them. 
Generally  speaking,  the  more  complex  the  methods 
the  greater  the  accuracy  achieved.  For  palliative 
treatments  simple  calculations  may  suffice;  for 
radical  treatments  much  greater  accuracy  is 
desirable. 

The  simplest  approach  is  to  regard  the  patient 
as  equivalent  to  a  cube  of  unit  density  material, 
and  to  determine  only  doses  along  the  central 
rays  of  the  treatment  beams.  For  this,  some 
method  of  determining  the  radiation  output  has 
to  be  used,  along  with  tables  of  central  percentage 
depth  dose  values.  In  this  way  doses  at  only  a 
few  points  in  the  treatment  scheme  can  be  deter¬ 
mined.  More  information  may  be  obtained  by 
the  use  of  isodose  charts  instead  of  merely  central 
ray  data. 

It  must  be  recognized,  however,  that  the  patient 
is  neither  cubic  nor  homogeneous  and  that  the 
doses  arrived  at.  on  such  assumptions  are  only 
approximations  to  the  dose  within  the  patient. 
Corrections  may,  however,  be  applied  for  extra 
absorption  in  bone,  or  extra  transmission  through 
the  lung,  for  the  curvature  of  the  surfaces  through 
which  beams  enter  the  patient,  or  for  the  fact  that 
the  part  of  the  body  being  treated  is  much  smaller 
than  the  phantom  in  which  the  basic  data  was 
measured. 

Unfortunately,  there  are  considerable  differences 
between  different  centers  in  the  methods  used 
for  estimating  dose,  and  often  a  striking  lack  of 
agreement  between  the  basic  data  employed.  As 
a  result  two  departments  using  identical  treatment 
techniques  and  radiation,  may  report  quite  dif¬ 
ferent.  doses  for  the  same  effect,  simply  because 
of  their  different  methods  of  dose  computation. 
Further  confusion  is  often  added  by  attaching 
different  meanings  to  commonly  used  technical 


terms.  This  report  endeavours  to  bring  some 
uniformity  into  the  methods  of  assessing  dose  by 
suggesting  standard  procedures  and  sources  of 
data,  the  use  of  which  will  not.  only  increase  the 
accuracy  of  any  dose  statement,  but  will  increase 
comparability  of  work  in  different  centers 

Happily,  there  is  reasonable  agreement  on  the 
general  concepts  of  dose  quantities  and  units  and 
these  are  outlined  in  our  first  section.  This  is 
followed  by  some  definitions  of  frequently  used 
terms.  Then  a  technique  for  output  calibration 
is  described  which  eliminates  much  of  the  dif¬ 
ference  between  published  values  of  central  per¬ 
centage  depth  doses.  Depth  dose  data  and  isodose 
curves  which  can  be  used  with  confidence  are 
listed  and  methods  of  obtaining  this  type  of  in¬ 
formation  by  measurement  or  calculation,  should 
it  not  be  available  in  published  form,  are  discussed. 
Considerable  attention  is  given  to  methods  by 
which  allowances  can  be  made  for  differences 
between  the  body  and  a  homogeneous  phantom, 
and  the  confidence  that  may  be  placed  in  both 
the  basic  data  and  the  corrections  is  indicated. 

All  too  often  the  value  of  published  articles  is 
largely  lost  because  of  failure  to  provide  enough 
information  to  allow  others  to  reproduce  the 
methods  discussed,  or  to  evaluate  them  critically. 
Proposals  are,  therefore,  put  forward  about  the 
detailed  information  necessary  when  radiation 
treatments  are  recorded  or  reported.  The  most 
common  errors  in  clinical  dosimetry  are  listed 
and  brief  comments  and  recommendations  are 
made. 

II.  Fundamental  Concepts,  Quantities  and 
Units 

The  physical  properties  of  a  beam  of  x  or 
gamma  rays  are  often  summarized  in  the  two 
concepts  intensity  and  quality.  The  intensity 
(which  is  defined  precisely  in  the  ICRU  Report 
10a  (1962)  may  be  loosely  described  here  as  the 
rate  of  flow  of  X-ray  energy  along  the  radiation 
beam  per  unit  of  its  cross  sectional  area.  This 
concept  is  of  importance  in  theoretical  physics, 
but  of  less  use  in  medical  radiology,  where  interest 
is  concentrated  on  the  interaction  between  the 
radiation  beam  and  the  patient,  that  is  to  say, 
on  the  energy  deposited  in  tissues  by  the  secondary 
electrons  liberated  as  a  result  of  the  irradiation. 
To  describe  this  interaction  the  concept  of 
absorbed  dose  has  been  adopted.  This  concept  is 
discussed  and  defined  in  the  ICRU  Report  10a, 
and  precise  definitions  are  given  in  Appendix  I  of 
the  present  report,  but  in  the  present  consideration 
of  clinical  applications  the  following  simplified 
definition  will  suffice. 
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Absorbed  dose  of  any  ionizing  radiation  is  the 
energy  imparted  to  matter  by  ionizing  particles 
per  unit  mass  of  irradiated  material  at  the  place  of 
interest.  The  unit  of  absorbed  dose  is  the  rad. 

1  rad  =  100  erg/g— 1/100  Joul e/kg. 

Methods  of  measuring  absorbed  dose,  together 
with  the  data  needed  to  evaluate  these  measure¬ 
ments,  are  given  elsewhere.  (ICRU  Report  10b, 
1962.)  In  this  report,  we  shall  assume  that 
appropriate  measuring  instruments  are  available 
and  shall  discuss  only  the  corrections  or  pre¬ 
cautions  which  may  be  required  when  using  these 
instruments  in  phantoms  or  in  clinical  work. 

Although  the  concept  of  intensity  has  little 
application  in  the  field  of  medical  radiology,  it  is 
useful  to  have  some  way  of  expressing  the  radiation 
output  of  sources  and  advantageous  if  this  can 
serve  as  a  step  in  the  determination  of  the  absorbed 
dose  received  by  a  patient  exposed  to  the  beam. 
The  concept  of  exposure ,  which  expresses  the 
ability  of  the  beam  to  ionize  air,  serves  both  the 
desired  ends.  Its  unit  is  the  roentgen  and  is 
based  on  well  established  and  convenient  meas¬ 
uring  techniques. 

For  x  rays  of  energy  below  a  few  Mev  (above 
these  it  is  difficult  with  present  techniques  to 
measure  exposure)  a  knowledge  of  exposure  at  any 
point  in  a  material  is  sufficient  to  allow  absorbed 
dose  to  be  calculated  by  methods  which  will  be 
briefly  described  here  and  vvhich  are  set  out  more 
fully  in  ICRU  Report  10b  (1962). 

The  term  “quality,”  as  applied  to  ionizing 
radiation,  attempts  to  summarize  its  power  to 
penetrate  through  matter.  This  power  depends 
on  the  energies  of  the  photons  which  make  up 
the  beam  and  many  methods  have  been  used  to 
describe  it,  including: 

(1)  The  electrical  potential  through  which  the 
electrons  striking  the  target  have  been  accelerated. 
This  is  expressed  in  kilovolts  or  megavolts  (in  the 
case  of  equipment  with  varying  voltages  the  peak 
voltage  is  stated)  and  the  maximum  energy  of  the 
photons  corresponds  to  this  accelerating  potential.1 
In  the  case  of  accelerators  employing  multiple 
acceleration  one  can  state,  by  analogy,  the  equiva¬ 
lent  electrical  potential  through  which  the  elec- 


1  There  has  been  hitherto  a  lack  of  uniformity  in  the  nomenclature  used  for 
describing  mega  volt  x  radiation.  For  monochromatic  radiation  it  is,  of 
course,  correct  and  unambiguous  to  refer  to  the  quantum  energy  of  the  radia¬ 
tion.  Thus  Co60  emits  two  gamma  rays  of  energies  1.17  Mev  and  1.33  Mev 
respectively,  and  the  primary  beam  from  a  cobalt  source  contains  quanta  of 
these  two '  types  in  fixed  proportions.  The  x  radiation  produced  when 
electrons  hit  the  target,  however,  has  a  continuous  spectrum  of  energies 
(Bremsstrahlung)  in  addition  to  a  few  monochromatic  components  (charac¬ 
teristic  radiation).  When  electrons  which  have  been  accelerated  through 
1.3  Mev  strike  a  thick  target,  very  few  of  the  resulting  x-ray  quanta  have 
energies  close  to  1.3  Mev,  and  the  radiation  is  much  less  penetrating  than  that 
from  a  Co90  source.  The  average  quantum  energy  as  determined  by  the 
penetrating  power  of  the  radiation  is  between  40  and  45  per  cent  of  the  maxi¬ 
mum  possible  energy  for  the  filtration  normally  employed  clinically.  It  is 
therefore  misleading  to  describe  radiation  as  “1.3  Mev  X-radiation.”  The 
alternative  proposal,  which  is  embodied  in  the  definition  given  above,  is  to 
quote  the  accelerating  potential  applied  to  the  x-ray  tube,  as  has  long  been  the 
practice  at  voltages  up  to  about  2  Mv.  The  principal  objection  to  extending 
this  practice  to  betatrons,  linear  accelerators  and  the  like  is  that  in  such  ma¬ 
chines  the  full  potential  does  not  appear  anywhere,  since  the  electrons  gain 
energy  by  repeated  transits  through  a  smaller  potential,  or  by  being  held  in  a 
constant  electric  field.  This  is,  however,  a  matter  of  the  engineering  design  of 
the  apparatus.  In  such  machines  the  x-ray  beam  is  identical  with  that  which 
would  be  optained  in  an  apparatus  in  which  the  electrons  had  fallen  once 
through  the  full  potential. 
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Irons  would  have  to  fall  in  order  to  attain  the 
the  energy  they  possess  when  they  strike  the 
target. 

(2)  The  half  value  layer  ( HVL ).  This  is  the 
thickness,  or  the  surface  density,  of  a  layer  of  a 
specified  material  which  attenuates  the  beam  to  ' 
such  an  extent  that  the  exposure  rate  is  reduced 
to  one  half,  under  narrow  beam  conditions.  For 
x-rays  between  50  and  150  kv  the  HVL  is  usually 
stated  in  mm  of  aluminium;  between  200  and  400 
kv  copper  is  used,  while  for  more  penetrating 
radiations  the  HVL  is  usually  stated  in  mm  of 
lead. 

(3)  HVL  and  homogeneity  coefficient.  The  ratio 
of  the  HVL  and  the  additional  thickness  of  the 
material  needed  to  reduce  the  beam  to  one  quarter  ■ 
of  its  original  exposure  rate,  is  called  the  homo¬ 
geneity  coefficient.  It  is  unity  for  monoenergetic  ' 
photons. 

(4)  Spectral  distribution.  This  is  the  most 
complete  description  of  the  composition  of  the 
beam.  A  knowledge  of  it  would  be  necessary  for 
precise  calculations  of  the  quality  and  quantity  of 
scattered  radiation  at  various  parts  of  a  medium, 
which  might  be  needed  in  high  accuracy  estima¬ 
tions  of  absorbed  dose  in  tissues  which  are  not 
water  equivalent.  This  method  of  quality  speci¬ 
fication  is  not  appropriate  to  clinical  radiotherapy. 

Recommended,  methods  of  quality  specification.  A 
distinction  may  here  be  made  between  gamma-ray 
beams  from  radioactive  nuclides,  with  their- 
relatively  small  number  of  different  photon! 
energies,  and  the  wide  spectrum  from  an  x-ray 
source. 

Gamma-ray  beams.  Often  it  is  sufficient  to 
specify  the  type  of  nuclide  or  nuclides  and  their  i 
relative  amounts  in  the  source.  There  may, 
however,  be  cases  where  the  scattered  photons, 
or  the  bremsstrahlung,  from  the  source  and  its- 
surroundings  are  not  negligible,  or  where  low. 
energy  gamma-ray  beams  can  lie  modified  by 
filtration.  In  such  cases  the  HVL  of  the ' 
emerging  beam  should  also  be  stated. 

X-ray  beams.  The  complex  spectrum  from; 
an  x-ray  source  is  more  difficult  to  specify  and  ! 
more  than  one  parameter  is  often  needed,  for 
example,  for  x  rays  in  the  range  up  to  2  Mv| 
where  filtration  may  considerably  modify  the  ! 
beam  quality.  Above  this  voltage  changes  of 
filtration  alter  the  quality  very  little  and  a! 
statement  of  the  generating  voltage  will 
suffice.  This  is  also  true  for  situations  where 
the  radiation  is  highly  attenuated,  as  in  x-ray 
diagnosis  and  in  radiation  protection  prob¬ 
lems. 

The  following  methods  of  quality  specification 
for  x-ray  beams  are  therefore  recommended  for . 
general  clinical  use: 

(a)  For  radiotherapy  up  to  2  Mv.  State  the 

kv  or  Mv  and  HVL. 

(b)  For  radiations  above  2  Mv  and  in  the 

diagnostic  range.  State  the  kv  or 

Mv  only. 


Figure  II.l.  Geometry  for  and  results  from  attenuation 
measurements . 

Arrangemont  A  shows  correct  method  for  HVL  determination  which  gives 
somewhat  lower  values  than  the  incorrect  Arrangement  B. 


The  measurement  of  HVL.  (See  also,  ICRU 
Report  10b,  1962.)  Farr  [1]  and  Johns  [2]  have 
demonstrated  that  to  obtain  a  correct  measure¬ 
ment  of  the  HVL,  a  narrow  beam  and  a  large  dis¬ 
tance  between  absorber  and  detector  must  be 
used.  Figure  IT.l  (arrangement  A)  shows  a 
simple  and  practical  arrangement,  which  can 
easily  be  reproduced  in  any  department  and 
satisfies  Farr’s  conditions.  A  small  treatment 
cone  giving  a  4x4  cm  field  at  50  cm  is  used. 
Layers  of  the  material  in  which  the  HVL  is  being 
measured  are  added  at  the  position  indicated  and 
a  small  detector  is  placed  50  cm  farther  from  the 
source.  Under  these  conditions,  a  minute  fraction 
of  the  scattered  photons  from  the  absorber  are 
received  by  the  detector  and  the  condition  can  be 
called  “narrow  beam”.  The  graph  shows  that 
under  these  conditions  in  the  example  given  a 
layer  of  copper  2.0  mm  thick  reduces  the  exposure 
to  50  percent  so  the  HVL  is  2.0  mm  Cu. 

On  the  other  hand,  if  arrangement  B  is  used  for 
the  experiment,  an  appreciable  proportion  of  the 
photons  scattered  from  the  absorber  can  enter 
the  detector,  so  that  the  exposure  does  not  decrease 
as  rapidly  with  added  absorber,  and  curve  B  is 
obtained,  from  which  an  incorrect  HVL  of  2.8 
mm  Cu  would  be  estimated.  Tf  a  very  precise 
value  of  HVL  is  required,  the  method  described 
by  Trout,  Kelley,  and  Lucas  [3]  should  be  used, 
though  the  method  just  described  is  adequate  for 
all  clinical  purposes,  especially  as  percentage 
depth  doses  vary  slowly  with  radiation  quality. 
A  fuller  account  of  the  problems  of  quality  speci¬ 
fication  and  of  half  value  laver  measurement  will 
be  found  in  ICRU  Report  10b  (1962). 
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III.  Definition  of  Terms 

The  principal  object  of  defining  carefully  the 
meanings  of  terms  which  are  commonly  used  to 
describe  the  apparatus  or  techniques  of  radio¬ 
therapy,  is  to  permit  experience  gained  in  one 
center  to  be  readily  transmitted  to  and  applied 
in  other  centers. 

A.  Accessory  Equipment  Used  to  Modify  the  Charac¬ 

teristics  of  the  Beam 

1.  Filter.  A  filter  is  an  absorbing  material  in¬ 
serted  into  the  beam  in  order  to  modify  its  spectral 
composition,  to  suppress  particular  components  of 
a  mixed  beam,  (for  example,  a  beam  containing 
both  beta  and  gamma  rays),  or  to  modify  the 
spatial  distribution  of  intensity.  The  filtration 
of  the  x-ray  beam  due  to  its  passage  through  the 
tube  wall,  the  window  of  the  housing,  etc.,  and 
any  other  materials  permanently  situated  between 
the  target  and  the  collimator,  is  called  the  inherent 
filtration.  It  is  often  expressed  as  the  equi valent 
thickness  of  a  given  substance  which,  if  inserted 
as  a  filter  immediately  in  front  of  the  target, 
would  produce  a  radiation  beam  of  the  same 
quality  and  intensity  as  that  which  emerges  from 
the  apparatus. 

2.1  Beam  flattening  filter.  A  filter  designed 
to  make  the  intensity  reasonably  constant  across 
the  beam. 

2.2  Wedge  filter.  A  filter  of  graduated  thick¬ 
ness  which  causes  a  progressive  decrease  in  the 
intensity  across  the  whole  or  part  of  the  beam. 

2.3  Compensating  filter.  A  filter  designed  to 
modify  the  dose  distribution  within  the  patient  in 
any  desired  manner,  i.e.,  this  filter  may  take 
account  of  the  size,  shape,  orientation  or  position 
of  the  patient. 

3.  Scattering  foil.  A  foil  introduced  into  an 
electron  beam  to  broaden  the  beam  and  thus 
render  the  dose  distribution  more  uniform  over  a 
plane  normal  to  the  beam  axis. 

4.  Collimator.  A  diaphram  or  system  of  dia¬ 
phragms  made  of  an  absorbing  material  which  are 
designed  to  define  the  dimensions  and  direction  of 
a  beam  of  radiation. 

5.  Applicator  (or  treatment  cone).  A  structure 
which  indicates  the  extent  of  the  radiation  field 
at  a  given  distance  from  the  source,  and  which 
may  or  may  not  itself  incorporate  the  collimating 
diaphragms.  Applicators  may  be  either  closed- 
ended  or  open-ended. 

B.  Geometrical  Characteristics  of  the  Radiation  Beam 

1 .  Central,  ray.  The  straight  line  passing  through 
the  center  of  the  source  and  the  center  of  the  final 
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beam  limiting  diaphragm.  (The  latter  means  the 
center  of  symmetry  of  the  plane  figure  formed  by 
that  edge  of  the  diaphragm  system  which  defines 
the  beam.  If  the  final  diaphragm  has  no  center 
ol  symmetry,  a  more  detailed  description  is 
necessary.) 

2.  Principal  plane.  A  plane  which  contains  the 
central  ray  and,  in  the  case  of  rectangular  section 
beams,  is  parallel  to  one  side  of  the  rectangle. 

3.  Geometrical  edges  of  the  beam.  The  lines 
joining  the  center  of  the  anterior  face  of  the 
source  to  the  diaphragm  edges  furthest  from  the 
source. 

4.  Geometrical  field  size.  The  geometrical  pro¬ 
jection  on  a  plane  perpendicular  to  the  central 
ray,  ol  the  distal  end  of  the  limiting  diaphragm  as 
seen  from  the  center  of  the  front  surface  of  the 
source.  The  field  is  thus  the  same  shape  as  the 
aperture  of  the  collimator. 

The  geometrical  field  size  can  be  defined  at  any 
distance  from  the  source.  Positions  of  special 
interest  are  at  the  skin  surface,  at  a  distance 
corresponding  to  the  center  of  the  target  volume, 
or  at  the  axis  of  rotation  in  moving  beam  therapy. 

The  geometrical  field  as  defined  here  will  be 
similar  in  size  and  shape  but  not  identical  with 
the  “physical  field”  which  some  workers  have 
defined  as  being  outlined  by  the  50  percent  isodose 
curve  at  the  depth  of  the  maximum.  It  will  be 
larger  than  the  fields  defined  in  terms  of  the  80  or 
90  percent  isodose  curves,  and  those  who  have 
been  accustomed  to  these  conventions  should  take 
special  note  of  this,  as  should  those  who  have 
previously  been  accustomed  to  x  rays  below  400 
kv  where  the  surface  dose  at  the  field  edge  is 
seldom  below  85  percent  of  the  central  dose. 

The  geometrical  field  size  is  not  the  same  as  the 
port  of  entry  of  beam  into  the  patient.  Since  the 
contour  of  the  patient  may  be  irregular,  the 
entrance  port,  too,  may  have  a  very  irregular 
shape,  and  it  cannot  readily  be  used  to  define 
the  geometrical  properties  of  the  beam. 

For  electron  beams  geometrical  field  size  is  not 
an  adequate  parameter.  Where  the  beam  is 
defined  by  a  collimator  which  is  in  contact  with 
the  surfa.ee,  it  is  recommended  that  the  inside 
dimensions  of  the  collimator  be  taken  as  the  field 
size.  Where  the  defining  system  is  not  in  con¬ 
tact  with  the  surface,  the  field  size  is  defined  by 
the  position  of  the  90  percent  dose  contour, 
(relative  to  the  maximum  dose)  at  a  depth  of  1 
cm  below  the  skin  surface. 

5.  Geometrical  penumbra.  The  geometrical  pe¬ 
numbra  is  the  region  of  free  space  which  is  irradi¬ 
ated  by  primary  photons  coming  from  only  part 
of  the  source. 

By  analogy,  the  transmission  penumbra  is  the 
region  of  space  irradiated  by  photons  which  have 
traversed  only  part  of  the  thickness  of  the  col¬ 
limator,  i.e.,  the  part,  of  the  collimator  at  its 
lower  edge. 

6.  Penumbra  width.  The  width  of  the  penum¬ 
bra  in  a  plane  perpendicular  to  the  central  ray 
at  any  distance  of  interest  from  the  source. 


C.  Characteristics  of  the  Irradiation  Procedure 

Fixed  fields 

1.  Source-surface  distance  (SSD).  The  distance 
measured  along  the  central  ray  from  the  front  j 
surface  of  the  source  to  the  surface  of  the  irradi¬ 
ated  object.  (N.B.  The  above  definition  can 
apply  to  x-ray  as  well  as  to  gamma-ray  sources.) 
The  use  of  the  older  term  “focus  surface  distance” 
(FSD)  is  to  be  discouraged. 

Two  other  dimensions  are  frequently  of  interest 
in  describing  the  properties  of  a  beam.  These 
are  (1)  the  source-collimator  distance,  measured 
along  the  central  ray  from  the  front  surface  of 
the  source  to  the  distal  end  of  the  collimating 
diaphragm,  and  (2)  the  diaphragm  to  surface 
distance  measured  along  the  central  ray  from  the 
distal  end  of  the  collimating  diaphragm  to  the 
surface  of  the  irradiated  object. 

2.  Angle  of  incidence.  The  angle  between  the 
central  ray  of  the  incident  beam  and  the  normal 
to  the  irradiated  surface  is  called  the  angle  of 
incidence. 

3.  Opposed  beams.  Two  beams  which  enter  the  ; 
patient  in  opposite  directions  and  whose  central 
rays  are  coincident. 

Moving  beam  therapy.  Treatment  by  one  or  more 
radiation  beams,  which  move  in  relation  to  the  \ 
patient  during  irradiation. 

When  the  source  is  moved  it  often  describes 
a  circle  or  a  circular  arc,  and  the  plane  containing 
this  circle  is  then  called  the  plane  of  rotation.  j 
Some  specialized  terms  used  in  moving  beam  , 
therapy  are  discussed  in  section  VII. 

D.  The  Distribution  of  Dose 

1 .  Dose  distribution.  A  representation  of  the  1 
variation  of  dose  with  position  in  any  region  of  an 
irradiated  object.  The  dose  distribution  may  be 
measured  using  detectors  small  enough  to  avoid 
disturbing  the  distribution,  or  in  simple  cases,  it  , 
may  be  calculated  and  expressed  in  mathematical 
form. 

2.  Tissue-equivalent  material.  A  liquid  or  solid  > 
whose  absorbing  and  scattering  properties  for  a  1 
given  radiation  simulate  as  closely  as  possible  ; 
those  of  a  given  biological  material,  such  as  fat,  ! 
bone  or  muscle.  For  muscle  or  soft-tissue,  water 
is  usually  the  best  tissue-equivalent  material. 

3.  Bolus.  Additional  tissue-equivalent  mate-  ' 
rial  placed  round  the  irradiated  object  to  provide 
extra  scattering  or  absorption. 

4.  Phantom .  A  volume  of  tissue-equivalent 
material  either  large  enough  to  provide  adequate 
scatter  or  constructed  to  resemble  some  special 
object,  such  as  part  of  the  human  body,  for  the 
purpose  of  measuring  a  dose  distribution. 

A  phantom  made  of  one  material  only  is  called 
a  homogeneous  phantom.  When  a  phantom  sim¬ 
ulates  the  heterogeneity  of  the  human  body,  it  is 
called  a  heterogeneous  phantom. 

5.  Target  volume.  The  region  in  the  patient  to 
which  it  is  desired  to  deliver  a  specified  dose  for 
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treatment  purposes.  (This  is  usually  the  tumor 
or  lesion  with  its  associated  and  inherent  normal 
structures.) 

6.  Surface  absorbed  dose.  The  absorbed  dose 
delivered  by  a  radiation  beam  at  the  point  where 
the  central  ray  passes  through  the  superficial 
layer  of  the  phantom  or  patient.  (N.B.  In  an 
asymmetrical  beam  of  radiation  the  surface  ab¬ 
sorbed  dose  thus  defined  may  not  be  the  maximum 
absorbed  dose  at  the  surface.) 

7.  Peak  absorbed  dose.  The  maximum  value  of 
the  absorbed  dose  which  occurs  along  the  central 
ray. 

The  peak  absorbed  dose  is  situated  at  a  depth 
I  of  about  0.2  cm  for  Cs137,  0.5  cm  for  Co60,  1  cm  for 
4  Mv  x  radiation,  and  4  cm  for  25  Mv  x  radiation. 
The  exact  position  of  the  peak  depends  on  the 
type  of  collimator,  and  on  whether  a  secondary 
electron  filter  is  used.  It  also  depends  on  the 
SSD  and  the  field  size.  (N.B.  In  an  asymmetri¬ 
cal  beam  such  as  that  produced  by  a  wedge  filter, 
the  peak  absorbed  dose  may  be  less  than  the 
maximum  absorbed  dose,  which  occurs  ofl  the 
central  ray.) 

8.  Given  (or  applied)  dose.  The  surface  dose 
(for  radiation  below  400  kv)  or  the  peak  dose 
(for  harder  qualities)  delivered  by  one  beam  in  a 
complete  treatment,  or  a  treatment  session. 

9.  Build-up.  In  a  material  irradiated  by  a 
beam  of  x  rays  or  gamma  rays,  the  increase  in 
absorbed  dose  with  depth  below  the  surface  is 
called  the  build-up.  This  is  due  to  an  increasing 

i  production  of  secondary  electrons  in  the  material, 
as  well  as  a  build-up  of  scattered  photons  due  to 
multiple  scattering  in  broad  beams  of  radiation. 
For  high  energy  beams  the  former  process  is  the 
more  important. 

10.  Build-up  factor.  In  a  beam  of  high  energy 
x  or  gamma  rays  the  ratio  of  peak  absorbed  dose 
to  surface  absorbed  dose  is  called  the  build-up 
factor. 

11.  Output  (normalised  exposure  rate).  Output 
( is  a  term  used  to  describe  exposure  rate,  at  a 

specified  point  under  standardised  conditions. 
If  the  point  of  measurement  is  in  free  air,  the 
output  is  expressed  in  roentgens  per  minute,  or 
similar  units  of  convenient  magnitude.  If  the 
point  is  at  the  surface  of,  or  at  the  peak  dose  depth 
in  a  phantom,  the  output  is  expressed  in  roentgens 
per  minute  (below  a  few  Mv)  or  rads  in  tissue  per 
minute. 

The  output  measurement  is  liable  to  be  influ¬ 
enced  by  scatter  from  the  collimator  and  from 
objects  near  the  measuring  instrument,  and  the 
“standard  conditions”  must,  therefore,  be  speci¬ 
fied  very  carefully. 

12.  Scatter  factor,  including  back  scatter  factor. 
The  ratio  of  the  exposure  at  a  reference  point  in  the 
phantom  to  the  exposure  at  the  same  point  in 
space  under  similar  conditions  of  irradiation  in  the 
absence  of  the  phantom.  For  up  to  400  kv  radia¬ 
tion  the  reference  point  is  to  be  taken  at.  the 
intersection  of  the  central  ray  with  the  surface, 


and  the  scatter  factor  is  usually  called  “back 
scatter  factor ”,  while  for  radiation  above  400  kv 
the  reference  point  is  to  be  taken  at  the  position 
of  the  peak  dose.  In  measuring  the  scatter  factor 
the  phantom  should  have  a  cross  section  of  80x30 
cm  and  extend  at  least  10  cm  beyond  the  depth  at 
which  the  factor  is  being  measured. 

13.  Percentage  depth  dose.  The  percentage 
depth  dose  in  an  irradiated  body  is  the  ratio  (ex¬ 
pressed  as  a  percentage)  of  the  absorbed  dose,  Dx, 
at  any  depth  x  to  the  absorbed  dose,  D0}  at  a  fixed 
reference  point  on  the  central  ray. 

percent  depth  dose  =  100X77 

For  x  radiation  produced  at  up  to  400  kv  the 
reference  point  is  at  the  surface.  For  x  radiation 
above  400  kv  and  gamma  teletherapy,  the  refer¬ 
ence  point  is  at  the  position  of  the  peak  absorbed 
dose.  For  rotation  therapy  it  is  often  convenient 
to  take  the  center  of  rotation  as  the  reference 
point. 

14.  Isodose  surface.  A  surface  on  which  the 
absorbed  dose  is  constant. 

15.  Isodose  curve  (or  contour).  A  line  along 
which  the  absorbed  dose  is  constant.  (N.B.  For 
x  rays  up  to  about  400  kv  the  isodose  surfaces 
or  curves  may  alternatively  be  drawn  as  surfaces 
or  curves  of  constant  exposure.) 

16.  Isodose  chart.  A  set  of  isodose  curves, 
usually  drawn  for  regular  intervals  of  absorbed 
dose  or  of  percentage  depth  dose,  which  represent 
the  distribution  of  dose  over  a  particular  surface 
within  the  irradiated  body. 

17.  Wedge  isodose  angle.  The  complement  of 
the  angle  which  the  isodose  curve  for  50  percent 
of  the  peak  absorbed  dose  in  a  wedge  isodose 
chart,  makes  with  the  central  ray,2  in  a  principal 
plane  of  the  field. 

18.  Tissue  air  ratio  (TAR).  The  ratio  of  the 
absorbed  dose  at  a  given  point  in  a  phantom  to 
the  absorbed  dose  which  would  be  measured  at 
the  same  point  in  free  air  within  a  volume  of  the 
phantom  material  just  large  enough  to  provide 
the  maximum  electronic  build-up  at  the  point  of 
measurement. 

19.  Exit  dose.  The  absorbed  dose  delivered  by 
a  beam  of  radiation  at  the  surface  through  which 
the  beam  emerges  from  the  phantom  or  patient. 

20.  Transit  dose.  A  measure  of  the  primary 
radiation  transmitted  through  the  patient  and 
measured  at  a  point  on  the  central  ray  at  some 
point  beyond  the  patient. 

21.  Integral  dose.  The  total  energy  absorbed 
in  a  specified  region.  (It  is  the  integral  with 
respect  to  mass  of  the  absorbed  dose  throughout 
the  region.)  Integral  dose  may  be  measured  in 
gram-rads  or  in  any  convenient  units  of  energy. 
The  gram-rad  itself  is  equal  to  100  ergs. 

22.  Integral  dose  efficiency  factor.  The  ratio  of 
the  integral  dose  in  the  target  volume  to  the  total 
integral  dose  to  the  patient. 

2  The  reference  point  for  the  isodose  curves  should  be  as  recommended 
in  [13]  of  this  section. 
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23.  Session.  A  treatment  or  group  of  treat¬ 
ments  in  one  visit. 

24.  Fractionation.  The  splitting  of  a  dose  into 
a  number  of  short  sessions  given  over  a  longer 
period  than  would  be  required  if  the  dose  were 
given  continuously  in  one  session  at  the  same  dose 
rate. 

25.  Fraction.  A  single  session  in  a  fractionated 
treatment. 

26.  Overall  time.  The  total  time  elapsing  from 
the  beginning  to  the  end  of  a  session  or  of  a  series 
of  sessions  if  the  treatment  is  fractionated. 

IV.  Practical  Calibration  Procedures  and  De¬ 
termination  of  Central  Ray  Doses 

A.  Introduction 

The  problem  of  the  computation  of  dose  at  some 
point  or  points  in  an  actual  treatment  is  the  first  to 
be  considered.  For  this  it  is  necessary  to  know 
the  output  of  the  apparatus  at  some  point,  and  to 
know  the  distribution  of  the  radiation  within  the 
patient,  or  more  frequently  within  a  homogeneous 
phantom  representing  the  patient.  This  latter 
information  is  usually  presented  as  central  per¬ 
centage  depth  dose  tables  or  isodose  curves. 

The  technique  of  output  determination  will  be 
discussed  fully  below.  It  is  essential  to  use  a  suit¬ 
able  dosimeter,  which  may  be  chosen  from  one  of 
the  many  commercially  available  types.  The 
chosen  instrument  should  preferably  have  a  small 
ionization  chamber  (a  diameter  of  0.5  cm  and  a 
length  of  up  to  1.5  cm  can  be  regarded  as  very 
satisfactory),  though  this  is  not  essential  if  it  is 
only  to  be  used  for  the  “in-air”  exposure  method  of 
calibration  mentioned  below.  The  chamber  sen¬ 
sitivity  should  be  as  independent  as  possible  of 
radiation  quality  over  a  wide  range,  and  the  in¬ 
strument  should  require  as  lit tl  >  correction  as 
possible  for  effects  like  the  so-called  “stem  effect” 
(Braestrup  and  Mooney  [l],3)  the  magnitude  of 
which  may  vary  with  radiation  quality  and  also 
with  the  previous  irradiation  history  of  the  in¬ 
strument.  (See  figure  IV.  1  for  the  set-up  used  to 
determine  the  stem  leakage.)  It  is  also  most 
important  that  the  instrument  should  be  cali¬ 
brated  either  at  a  national  standardizing  labora¬ 
tory,  or  against  another  instrument  that  has  been 
so  calibrated,  for  all  radiation  qualities  for  which 
it  will  be  used.  Moreover,  such  calibration 
should  be  repeated  at  least  every  two  years,  and 
in  the  intervening  period  frequent  sensitivity 
checks  should  be  made  with  the  aid  of  a  suitable 
radioactive  source.  Only  in  this  way  can  con¬ 
stancy  of  dose  calibration  be  assured. 


3  When  the  stem  of  a  condenser  dosimeter  is  irradiated  with  high  energy 
radiations,  the  indicated  exposure  rate  may  be  higher  than  it  should  be  because 
of  the  production  of  a  leakage  current  through  the.  insulator  and  ionization 
in  extra-cavitary  air  gaps.  A  simple  test  may  be  applied  which  will  indicate 
whether  a  particular  instrument  shows  this  effect,  and  will  give  an  indication 
of  its  magnitude.  Using  a  field,  just  wide  enough  to  include  the  ionization 
chamber  without  its  being  in  any  penumbra,  and  about  twice  as  long  as  the 
chamber,  measure  the  output  first  with  the  chamber  axis  along  the  field,  A  in 
figure  IV.l,  and  then  with  the  chamber  axis  at  right  angles  to  the  long  axis 
of  the  field,  B  as  shown  in  figure  IV.l.  Any  difference  in  the  two  readings 
will  be  due  to  the  stem  effect.  The  variation  of  the  effect  with  the  extent  of 
the  stem  irradiation  can  be  found  by  repeating  the  experiment  with  fields  of 
different  length. 
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To  illustrate  the  recommended  methods  ol  dose  (0r 
computation,  it  is  best  to  consider  an  example  fl0. 
and  for  this  a  three-field  treatment  has  been  > 
chosen.  In  this,  it  is  assumed  that  the  target 
volume  and  its  relationships  to  the  three  treat-  ,  0[ 
ment  fields  are  known.  mi 

The  minimum  information  on  dose  that  can  be  ;  ^ 
contemplated  is  the  dose  delivered  to  the  center  of  tj 
the  target  volume,  which  is  usually  (as  in  the  d( 
example  shown  in  fig.  IV. 2),  the  point  ol  inter-  st 
section  of  the  central  rays  of  the  treatment  beams,  t; 
To  calculate  this,  central  percentage  depth  dose  jj 
values  are  required.  Normally,  however,  infor- 
mation  about  dose  in  other  parts  ol  the  target  t 
volume,  or  at  important  points  outside  it,  such  as  0 
at  the  skin,  will  also  be  required,  and  lor  this  t 
isodose  curves  have  to  be  used.  The  present  f 
section  will  deal  only  with  the  way  in  which  1 
central  ray  information  is  applied  to  a  homo-  , 
geneous  “patient”.  Later  chapters  will  deal  with 
the  uses  of  isodose  curves  in  fixed  and  moving  ! 
beam  therapy,  and  also  the  correction  which 
should  be  made  to  allow  for  the  actual  size,  shape 
and  inhomogeneities  of  the  patient. 


B.  Absorbed  Dose  Inside  a  Phantom 

fj 

To  find  the  absorbed  dose-rate  at  any  point 
(such  as  the  point  0  in  fig.  IV. 2)  in  a  phantom,  we 
must  know,  among  other  things,  the  output  at 
some  specified  point,  for  the  equipment,  and  the 
ipercentage  depth  dose  at  the  point  in  question. 
Two  main  approaches  are  at  present  in  use  and 
may,  respectively,  be  described  as  the  “in  air” 
jexposure  method  and  the  “surface  dose  with  full 
back  scatter”  method.  Although  the  basic  princi¬ 
ples  involved  are  the  same  for  all  radiation 
energies,  attention  here  will  first  be  focused  on 
x  rays  up  to  about  400  kv.  Any  special  considera¬ 
tions  applying  to  higher  energy  radiations  will  be 
dealt  with  later. 

In  the  first  of  these  two  methods,  the  exposure 
rate  in  air  is  determined  for  the  center  of  the  field 
and  at  the  working  SSD  either  by  measurement 
made  directly  at  that  point  (where  open-ended 
applicators  or  diaphragm-limited  fields  are  being 
used)  or  by  computation,  based  on  measurements 
made  at  some  distance  from  the  point  of  interest 
(where  closecl-ended  applicators  are  being  used). 
A  fuller  discussion  of  this  matter  may  be  found 
in  1CRU  Report  10b  (1962). 

For  the  second  method,  the  dosimeter  is  laid  in 
a  groove  in  the  phantom  surface,  and  with  its 
center  at  the  surface  level.  In  this  way,  it  can 
record  both  the  primary  and  scattered  radiation 
reaching  the  surface.  Especially  when  elosed- 
ended  applicators  are  used,  a  small  inverse  square 
law  correction  has  to  be  applied  because  the  ap¬ 
plicator  is  inevitably  separated,  by  half  the  thick¬ 
ness  of  the  measuring  device,  from  the  surface 
with  which  it  should  be  in  contact. 

The  output  established  by  one  or  other  of  these 
methods  is  then  multiplied  by  (a)  the  percentage 
depth  dose  for  the  depth  of  the  point  in  question 
and  for  the  radiation  parameters  (SSD,  Quality 
and  Field  Size)  in  use;  by  (b)  the  appropriate  fac¬ 
tor  for  the  conversion  of  exposure  into  absorbed 
dose,  and  in  case  of  output  measured  by  air,  by 
(c)  the  appropriate  backscatter  factor. 

Both  these  methods  can  yield  accurate  estimates 
of  the  absorbed  dose-rate  in  tissue,  provided  the 
method  of  output  determination  and  the  beam  defining 
system  are  the  same  as  those  used  for  the  production 
of  the  percentage  depth  dose  values.  Even  in  one 
department  it  is  impossible  to  apply  to  one  x-ray 
source,  depth  dose  data  obtained  on  a  different 
type  of  source,  without  risk  of  considerable 
inaccuracy. 

Now  many  departments  have  neither  the  staff 
nor  the  facilities  to  undertake  the  extensive  series 
of  measurements  entailed  in  the  production  of  all 
the  percentage  depth  dose  data  needed.  There¬ 
fore,  they  use  published  material  often  without 
having  much  information  of  the  methods  of  output 
determination  and  beam  collimation  used  in  its 
production.  In  this  way  differences  of  10-percent 
in  quoted  doses  can  exist  between  departments 
actually  using  identical  treatments.  [2] 

The  problem  is  further  complicated,  however, 
because  although  many  tables  of  percentage  depth 


doses  have  been  published  for  radiation  qualities 
and  SSD  in  general  use,  the  most  striking  feature 
of  the  data  for  radiation  below  400  kv  is  its  lack 
of  agreement.  Figure  IV. 3  shows  a  number  of 
recent  sets  of  percentage  depth  dose  values  for  the 
same  field  size,  HVL  and  SSD.  Their  disagree¬ 
ment  is  obvious  and  it  is  clearly  desirable  to  reduce 
such  uncertainties . 

It  is  hardly  practicable  to  lay  down  standard 
depth  dose  data  for  universal  use,  since  there  is 
no  complete  set  of  data  from  a  single  measuring 
source,  and  it  would  be  impossible  to  determine 
objectively  which  set  of  values  is  the  best.  How¬ 
ever,  such  a  choice  is  unnecessary,  for  if  the  type 
of  data  shown  in  figure  IV. 3  is  presented  in  another 
way,  most  of  the  difference  disappears,  and  it  is 
possible  to  bring  all  modern  data  into  close 
conformity  by  a  simple  change  of  calibration 
technique. 

It  has  long  been  recognized  that  measurements 
at  an  interface  between  two  media  are  very  difficult 
to  make,  and  that  surface  or  “in-air”  measure¬ 
ments  may  be  critically  influenced  by  soft  radia¬ 
tions  from  collimating  systems  or  other  material 
in  the  radiation  beam.  What  has  not  been  fully 
realized  is,  that  because  of  these  considerations, 
accurate  dosage  assessments  can  only  be  obtained 
with  any  given  depth  dose  data  provided  the 
method  of  output  measurement  and  the  physical 
conditions  of  the  beam  (applicator  type,  filters, 
diaphragm  positions,  etc.)  are  the  same  as  those 
used  for  the  data  measurements.  If  these  are  not 
repeated,  errors  of  dose  estimation  may  well  result  . 


Figure  IV. 3.  Some  published  central  percentage  depth 
dose  data. 

50  cm  SSD,  2.0  mm  Cu  HVL  normalized  at  surface. 


7 


On  the  other  hand,  measurements  a  few  centi¬ 
meters  inside  a  phantom  are  easier  to  make,  and 
are  unlikely  to  be  affected  by  collimator  design, 
etc.  In  figure  IV. 4,  the  data  presented  in  figure 
IV. 3  are  shown  again,  but  whereas  in  figure  IV. 3 
they  are  normalized  at  the  surface;  that  is,  they 
are  presented  in  terms  of  surface  measurements — 
in  figure  IV. 4,  they  are  normalized  at  5  cm  deep; 
that  is,  presented  as  if  the  basic  comparison  meas¬ 
urement  was  made  at  5  cm  deep.  It  will  be  seen 
immediately  that  all  three  sets  of  data  are  now  in 
excellent  agreement  over  the  clinically  important 
depths  of  5  to  15  cm  and,  in  fact,  are  now  dis¬ 
cordant  oidy  at,  or  near  the  surface,  which  is 
relatively  unimportant  in  well  devised  multi-field 
therapy. 

Part  of  the  disagreement  shown  in  figure  IV. 3, 
it  must  be  admitted,  is  due  to  the  fact  that  one 
set  of  data  is  specifically  for  open-ended  applica¬ 
tors,  whereas  the  rest  are  for  closed-ended  appli¬ 
cators.  This  choice  was  deliberately  made  to 
demonstrate  that,  except  near  the  surface,  this 
difference  has  no  real  influence  on  the  depth  doses, 
and  its  effect  is  eliminated  by  taking  a  reference 
point  below  the  surface,  as  in  figure  IV. 4.  The 
significance  of  these  observations  is  that  if  we  can 
measure  the  dose-rate  at  a  point  some  way  below 
the  surface,  the  dose-rate  computed  for  any  other 
depth  will  be  the  same,  whichever  modern  set  of 
depth  dose  data  is  used.  (Even  older  data  ob¬ 
tained  with  instruments  or  in  phantoms  which 
would  no  longer  be  regarded  as  satisfactory  can 
be  used  to  give  more  accurate  results  than  other¬ 
wise,  if  this  approach  is  adopted.) 


Figure  IV. 4.  The  same  'percentage  depth  dose  data  as  in 
figure  IV .3  hut  normalized  at  5  cm  depth. 


It  may  be  objected,  however,  that  while  th( 
proposed  method  satisfactorily  eliminates  differ¬ 
ences  between  relative  doses  everywhere  excepl 
near  the  surface,  it  does  not  necessarily  ensurt; 
that  the  absolute  dose  measurement  will  be  satis¬ 
factory.  Some  widely  used  dosimeters  were  de¬ 
signed  for  in-air  measurements  and  it  has  beer 
shown  [3]  that  the  metal  stem  may  shield  the 
chamber  from  scattered  radiation  that  should 
reach  it  when  it  is  used  in  a  phantom.  Further¬ 
more,  the  introduction  of  the  chamber  into  the 
phantom  displaces  some  material  from  around 
the  point  of  measurement,  thus  changing  the  ab¬ 
sorption  and  scattering  there,  while  the  unavoid¬ 
able  irradiation  of  part  or  all  of  the  stem  of  the 
instrument  may  produce  the  stem  effects  already 
referred  to.  Errors  so  introduced  do  not  all1 
operate  in  the  same  direction  and  it  is  difficult  to 
forecast  their  total  effect.  Studies  were  therefore 
undertaken  to  estimate  the  overall  errors  by 
measuring  the  ratio  of  the  exposure  dose  at  a 
fixed  point  in  air  to  the  exposure  dose  at  a  fixed; 
point  in  a  phantom  [4]  with  a  number  of  commer¬ 
cial  ionization  chambers  (and  some  laboratory 
models),  for  a  few  field  sizes  and  a  number  of 
radiation  qualities.  For  radiations  of  HVL  above 
0.5  mm  Cu  the  agreement,  within  one  or  two 
percent,  was  such  as  to  make  these  instruments 
acceptable  for  the  accurate  measurement  of  dose- 
rate  at  5  cm  deep  in  a  phantom. 

We  are  thus  led  to  proposing  a  new  calibration 
technique  which,  nevertheless,  can  leave  undis¬ 
turbed  the  methods  of  output  statement  and  depth 
dose  calculation  in  use  in  any  department. 
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C.  Proposed  Depth  Dose  Calibration  Procedure 

1.  For  each  applicator  or  field  size,  a  measure-  « 
ment  of  exposure  rate  is  made  at  a  depth  of  5  cm 

in  a  suitable  phantom,  such  as  will  be  described  o 
later. 

2.  Any  modern  percentage  depth  dose  tables,  ; 
appropriate  to  the  radiation  conditions  employed,  ! 
may  be  used. 

3.  From  the  measurement  and  the  percentage  i  n 
depth  dose  at  5  cm  for  the  field  size  in  question,  '  » 
the  surface  exposure  rate  “with  full  back  scatter” 
can  be  calculated.  From  this  and  the  back  scatter 
factor,  the  “in-air”  exposure  rate  can  also  be 
calculated.  Either  of  these  “output”  values  may  I  i 
then  be  used  for  the  determination  of  treatment 
times  or  depth  doses  in  the  usual  way. 

An  example  may  be  helpful  both  to  demonstrate  1 
the  shortcomings  of  present  methods  and  the  ad¬ 
vantages  of  that  now  being  proposed,  and  to 
illustrate  the  use  of  the  method. 

It  will  be  assumed  that  for  the  conditions  pre¬ 
vailing  in  a  particular  department,  there  are  two 
sets  of  published  data  which  would  seem  to  be 
appropriate  and  between  which  a  choice  has  to  be 
made.  The  discordance  between  the  two  sets  of 
data  is  obvious,  the  correct  choice  is  not.  It  will  ; 
be  further  assumed  that  it  is  required  to  find  the 
exposure  rate  at  10  cm  deep,  and  the  steps  for 
doing  so  for  the  two  methods  now  in  use  and  for 
the  proposed  procedure  follows: 


Basic  information 
Backscatter  factor 
Percentage  depth  dose  5  cm 
Percentage  depth  dose  10  cm 
In-air  calibration 
Exposure  rate  =  54  R/m 
Surface  exposure  rate  with  backscatter 
Exposure  rate  at  10  cm  deep 
Surface  dose  with  full  backscatter  calibration 
Exposure  rate  =  70  R/m 
Exposure  rate  at  10  cm  deep 
Using  proposed  procedure 
Exposure  rate  at  5  cm  deep  =  44. 5  R/m 
Surface  exposure  rate  with  backscatter 
Exposure  rate  at  10  cm 
In  air  exposure  rate 

a  Thus,  when  the  equipment  is  calibrated  in  air, 
tt  j  there  is  a  difference  of  8  percent  in  the  estimated 
foi  exposure  rate  at  10  cm  deep  depending  on  whether 
b  Data  A  or  Data  B  are  used.  With  the  surface 
t  !  exposure  rate  with  full  backscatter  method  the 
xei  difference  is  9  percent,  whereas  with  the  proposed 
lei  !  method  the  difference  is  only  1  percent, 
orj  j  Thus,  depth  dose  data  showing  considerable 
o  discordance  give  results  in  excellent  agreement  at 
jvi  the  therapeutically  important  depths  if  the  proposed 
m  technique  is  used.  The  price  of  this  is  uncertainty 
nti  at  the  surface.  However,  in  treatments  of  the 
se  j  type  being  considered,  surface  doses  are  relatively 
unimportant,  and  uncertainties  of  as  much  as  10 
:oi  percent  are  acceptable  there,  though  they  should 
is.  not  be  accepted  in  the  target  volume. 

D.  Depth  Dose  Calibration  Methods 

!  The  phantom  recommended  as  suitable  is  one 
e-  either  of  water  or  of  a  tissue-equivalent  material 
such  as  “Mix  D”  5]  and  should  be  30  x  30  cm  in 
cross-sectional  area  and  at  least  15  cm,  and 
preferably  20  cm  deep.  “Mix  D”  is  available  in 
s,  sheets  of  the  required  area  and  about  1  cm  thick. 
It  is,  however,  expensive  and  the  machining  of 
surfaces  and  tbe  cutting  of  a  groove  to  take  the 
re  measuring  instrument  may  be  beyond  the  resources 
ij  1  of  some  departments.  Water,  on  the  other  hand, 
”  has  the  overwhelming  advantage  of  being 
universally  standard.  The  major  disadvantage 
to  its  use  is  that  unless  the  dosimeter  is  placed 
in  a  watertight  container  serious  damage  to  it 
may  result.  This  disadvantage  can,  however,  be 
overcome  relatively  easily  by  the  use  of  a  Perspex 
(Lucite  or  Plexiglas)  tank  to  hold  the  water.  A 
thin-walled  Perspex  tube  is  sealed  across  the  tank 
i  at  a  suitable  depth,  as  shown  in  figure  IV. 5, 
to  provide  a  waterproof  sheath  for  the  dosimeter 
and  for  the  very  necessary  space  filling  material 
which  must  be  used  to  exclude  air  from  around  the 
chamber.  A  line  can  be  scribed  on  the  sides  of 
the  tank,  as  indicated  in  figure  IV. 5,  at  5  cm 
above  the  level  of  the  center  of  the  tank  to  ensure 
accuracy  of  water  depth.  Such  a  tank  is  not 
difficult  to  make  and  may  well  be  available 
commercially.  Its  use  as  a  part  of  calibration 
apparatus  is  recommended. 


(1) 

(2) 

(3) 

(4) 


Data  'A’ 
1.293 

63.3 

32.4 


54X1.293  =  70 
70X0.324  =  22.7 


70X0.324  =  22.7 


44.5/0.633  =  70.4 
70.4X0.324=22.8 
70.4/1.293  =  54.4 


Data  ‘B’ 
1.286 
68.7 
35.5 


54X1.286  =  69.5 
69.5X0.355  =  24.6 


70X0.355=24.9 


44.5/0.687  =  64.8 
64.8X0.355=23.0 
64.8/1.286  =  50.4 


SCRIBED  LINE 
TO  INDICATE 
WATER  LINE 


Figure  IV.5.  Suggested  plastic  tank  for  water  phantom. 

E.  Radiations  Above  400  kv 

The  foregoing  was  written  with  particular 
reference  to  radiations  generated  at  below  400 
kv,  principally  because  it  is  in  that  energy  range 
that  most  disagreement  between  published  per¬ 
centage  depth  dose  values  occurs.  However,  the 
general  principle  that  more  accurate  assessments 
can  be  made  if  the  calibration  measurements  are 
made  well  below  the  surface  still  holds  good  for 
higher  energy  radiations.  In  fact,  one  of  the 
reasons  why  there  is  greater  agreement  between 
percentage  depth  dose  values  for  the  higher  energy 
radiations  may  be  because  the  reference  point  is 
not  at  the  surface  but  at  the  peak  of  the  “build  up” 
curve.  There  are,  however,  one  or  two  points 
of  difference  between  the  lower  energy  radiations 
and  those  generated  at  above  400  kv  that  warrant 
special  mention. 

The  main  point  concerns  the  inapplicability 
of  exposure  for  radiations  of  energy  above  a  few 
Mev  and  the  fact  that  for  the  higher  energy 
radiations  the  central  percentage  depth  dose 
values  and  isodose  curves  are  for  absorbed  dose 
only,  whereas  for  below  400  kv  they  represent 
both  exposure  and  absorbed  dose.  Thus,  for 
radiations  above  400  kv,  the  proposed  new 
calibration  method  might  be  described  as  follows: 

1 .  For  each  field  size  measure  the  absorbed  dose- 
rate  at  5  cm  deep  in  a  suitable  phantom,  or  at  a 
depth  greater  than  the  depth  of  the  peak  of  the 
absorbed  dose  “build  up”  curve,  if  that  exceeds 
5  cm. 

2.  As  before,  any  modern  depth  dose  tables 
appropriate  to  the  radiation  conditions  may  be 
used. 
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3.  From  the  measurement  and  the  stated  per¬ 
centage  depth  dose  for  the  point  at  which  the 
measurement  was  made,  the  absorbed  dose-rate 
at  the  peak  of  the  build  up  curve  can  be  calculated. 
This  is  the  dose  rate  value  usually  used  in  treat¬ 
ment  specifications  and  calculations. 

It  should  be  noted  that  this  method  of  calibra¬ 
tion  gives  no  information  about  dose  in  the  region 
between  the  surface  and  the  point  beneath  the 
surface  where  the  dose  is  a  maximum — the  build 
up  region.  Here,  the  absorbed  dose  will  depend 
not  only  on  the  x-ray  photon  flux  but  also  on 
electrons  arising  from  extraneous  objects  like  beam 
defining  diaphragms,  applicators,  filters,  etc., 
which  may  be  close  to  the  surface.  The  effect  of 
this  “electron  contamination”  of  the  beam  will  be 
to  increase  (above  its  level  for  an  uncontaminated 
beam)  the  absorbed  dose  at  all  points  from  the  skin 
to  the  peak  dose  depth  and  even  a  few  millimeters 
beyond,  in  the  manner  illustrated  in  figure  IV. 6. 
If,  for  radiation  up  to  6  Mv,  the  distance  of  any 
irradiated  material  from  the  skin  is  of  the  order  of 
15  to  20  cm,  this  contamination  is  reduced  to  a 
minimum  [6].  Should  it  be  necessary  to  have 
solid  irradiated  objects  closer  to  the  surface  than 
this,  it  should  be  remembered  that  materials  of 
medium  atomic  number  (such  as  copper,  brass, 
iron,  etc.)  contribute  less  electrons  to  the  beam 
than  do  materials  of  lower  or  higher  atomic  num¬ 
bers.  A  fuller  discussion  of  this  matter  may  be 
found  in  the  ICRU  Report  10b  (1962).  It  should 
be  noted  that  the  contamination  also  tends  to 
increase  the  peak  dose,  though  probably  by  not 
more  than  a  percent  even  for  quite  marked  con¬ 
tamination.  To  this  extent  the  suggested  calibra¬ 
tion  procedure  will  be  in  error  in  its  estimate  of  the 
peak  dose.  Its  estimates  of  deeper  doses  will  still 
be  accurate.  A  peak  dose  measurement,  on  the 
other  hand,  will  include  the  contamination  con¬ 
tribution  but  estimates  of  all  deeper  doses  based 
on  published  “clean  beam”  depth  dose  data  will 
be  slightly  in  error. 

The  normal  method  of  measuring  the  absorbed 
dose  rate  will  be  to  obtain  a  reading  with  the 
same  sort  of  dosimeter  that  has  been  used  for  the 


Figure  IV. 6.  Effect  of  electron  “contamination”  of  high 
energy  -photon  beam. 

Curve  A — “olean"  beam,  Curve  B  “contaminated  with  electrons’’. 
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lower  energy  radiations,  but  having  a  calibration 
correction  factor  from  the  standardizing  laboratory 
for  the  energy  being  used,  or  one  as  close  as 
possible  to  it.  Some  laboratories  only  supply 
calibrations  up  to  2  Mv  or  to  Cobalt-60  gamma- 
rays.  However,  it  is  reasonable  to  assume  [7] 
that  the  factor  will  remain  sensibly  unchanged  for 
higher  energies. 

The  dosimeter  reading  multiplied  by  the  cor¬ 
rection  factor  indicates  the  exposure  in  the  absence 
of  the  chamber  at  the  point  upon  which  it  is  cen¬ 
tered.  That  is,  the  factor  allows  for  the  inevitable 
attenuation  of  the  beam  in  the  “build  up  cap”  of 
the  instrument.  When  the  chamber  is  used  to 
determine  the  exposure  in  a  phantom,  as  a  step  in 
the  determination  of  the  absorbed  dose,  some  of 
the  medium  is  displaced  and  allowance  must  be 
made  for  this.  The  precise  value  of  this  allowance 
has  been  the  subject  of  some  discussion  [8,  9,  10] 
and  would  seem  to  require  the  use  of  an  additional 
multiplying  factor  of  0.98  or  0.99  for  Co60  gamma- 
rays  and  4  Mv  x  rays.  Thus  to  convert  the 
dosimeter  reading  into  absorbed  dose  in  rads  that 
reading  must  be  multiplied  by  the  calibration 
factor,  by  the  “cap-correction”  factor  described 
above,  and  also  by  the  appropriate  roentgen  to 
rad  conversion  factor. 

F.  Factors  to  Convert  Exposure  to  Absorbed  Dose 

Most  of  the  discussion  so  far  has  been  centered 
round  exposures  and  only  passing  mention  has 
been  made  of  conversion  factors  to  give  absorbed 
doses.  A  table  of  factors  by  which  exposures  have 
to  be  multiplied  to  give  absorbed  doses  in  rads  for 
the  type  of  material  in  question  is  given  in  table 
IV.  1.' 

Table  IV. 1.  Values  of  fn 


Mev 

Water 

Compact 

bone 

Muscle 

Air 

0.010 

0.912 

3.  55 

0.925 

.015 

.889 

3.96 

.917 

.020 

.879 

4.23 

.917 

.030 

.869 

4. 39 

.911 

.010 

.879 

4. 14 

.920 

.050 

.892 

3.  58 

.926 

.060 

.905 

2.  91 

.929 

.080 

.932 

1.91 

.940 

.  10 

.949 

1.46 

.949 

.  15 

.962 

1.05 

.956 

.20 

.973 

0.979 

.963 

.30 

.968 

.939 

.957 

.40 

.966 

.928 

.955 

.50 

.965 

.925 

.957 

.60 

.966 

.925 

.957 

.80 

.965 

.921 

.957 

1.0 

.965 

.919 

.957 

1.5 

.  964 

.921 

.957 

2.0 

.965 

.921 

.955 

3.0 

.962 

.929 

.955 

V=0.869  pyP),TdiUml 

L  (PeJp)  air  J 

G.  Central  Axis  Depth  Dose  Tables 

The  calibration  technique  described  above 
brings  all  modern  depth  dose  data  into  excellent 
accord  as  far  as  points  below  about  3  cm  deep  are 


Table  IV. 2.  Recommended  central  -percentage  depth  dose 
data 


Half  value  layer, 
generating  volt¬ 
age,  or  nuclide 

Source  of  data 

Beam 

definition 

0.01  to  1.0  mm  AL  . 

Number  of  authors.  Collected  in 

Open-ended 

Brit.  .1.  Radiol.  Suppl.  10  [11], 

applicators. 

Diaphragms. 

Johns  et  al.,  [10,  13,  14]  a  .  .... 

Do. 

Wachsmann  and  Dimotsis  [15]  . 

Unspecified. 

0.5  to  3.0  mm  Cu  .  . 

Johns  etal.,  [10,  13]  ....  .  .. 

Diaphragms. 

Wachsmann  and  Dimotsis  [15]  . 

Unspecified. 

1.0  to  4.0  mm  Cu _ 

Brit.  J.  Radiol.  Suppl.  10  [11] _  .. 

Closed-ended 

applicators. 

Caesium-137 _ _ 

Number  of  authors.  Collected  in 

Diaphragms. 

Brit.  J.  Radiol.  Suppl.  10  [11], 

2  Mv 

_ do  _ _  _ _ _ 

Do. 

Cobalt-60.  ...  .  . 

Johns  et  al.,  [6,  10]  a  . 

Do. 

4  Mv _ 

Number  of  authors.  Collected  in 

Do. 

Brit.  J.  Radiol.  Suppl.  10  [11], 

8  Mv.. 

Newbery  and  Bewley  [16]  a _ 

Do. 

Brit.  J.  Radiol.  Suppl.  10  [11] _  ... 

Do. 

20-25  Mv _ 

Shapiro  et  al.,  [17]  _ _  _ 

Do. 

Laughlin  et  al.,  [18]  . 

Do. 

30-35  Mv _ 

Wi  deroe  [19] _ 

Do. 

»  Tables  from  these  authors  also  appear  in  Brit.  J.  Radiol.  Suppl.  10  [11], 


concerned,  though  surface  doses  will  still  be  un¬ 
certain.  It  also  makes  more  accurate  the  use  of 
older  data,  but  it  cannot  wholly  compensate  for 
percentage  depth  dose  errors  due  to  the  use  of 
phantom  mrterials  which  would  now  be  regarded 
as  unsuitable,  or  of  ionization  chambers  which  by 
modern  standards  were  too  large  or  whose  sensi¬ 
tivity  changed  too  much  with  radiation  energy 
changes.  In  order  to  help  people  wishing  to  use 
the  best  available  data,  a  Study  Group  meeting  in 
Geneva  in  1961  under  the  auspices  of  ICRU, 
WHO,  and  IAEA  has  given  much  consideration  to 
the  enormous  amount  of  published  data.  A  list- 
drawn  up  at  that  meeting  of  recommended  central 
percentage  depth  dose  data  is  given  in  table  IV. 2. 

H.  Modifications  to  These  Tables 

Even  with  the  extensive  selection  of  data 
quoted,  it  will  not  always  be  possible  to  find 
values  for  the  half  value  layer  or  radiation  energy, 


for  the  SSD,  or  for  the  field  sizes  or  shapes  being 
used.  Some  modifications  of,  or  estimates  from, 
existing  data  may  have  to  be  made. 

1.  HVL.  If  the  precise  quality  being  used  is 
not  included  in  the  tables,  suitable  information 
can  usually  be  obtained  by  interpolation  between 
existing  data.  However,  it  must  be  remembered 
that  this  problem  is  only  likely  to  arise  in  the 
energy  range  below  400  kv,  where  minor  quality 
changes  are  of  little  clinical  significance.  There¬ 
fore,  minor  adjustments  of  filtration  or  applied 
kilovolt-age  which  would  give  a  standard  HVL 
should  be  seriously  considered  since  they  would 
not  only  enable  standard  percentage  depth  dose 
data  to  be  used  directly  but  also  make  suitable 
isodose  curves  readily  available. 

2.  SSD.  Conversion  of  values  for  one  SSD 
to  be  suitable  for  another  can  be  achieved  by 
using  one  of  the  formula  outlined  by  Burns  [20] . 
These  are  reasonably  simple,  and  give  results 
accurate  to  about  ±  2  percent  but,  again,  the 
user  of  the  less  orthodox  distances  should  con¬ 
sider  whether  the  advantages  they  give  are  worth 
the  extra  trouble  they  cause. 

3.  Field  size  and  shape.  The  recommended 
percentage  depth  dose  tables  mostly  present  data 
for  square  fields,  and  in  the  others,  where  the 
field  area  is  stated,  it-  is  implied  that  the  areas 
are  square  or  circular.  For  intermediate  square 
or  circular  fields,  depth  dose  values  can  be  ob¬ 
tained  by  simple  interpolation  from  the  tables. 

Rectangular  fields  give  smaller  percentage  depth 
doses  than  square  or  circular  fields  of  the  same 
area,  and  for  each  size  and  shape  of  rectangle 
it  is  possible  to  find  an  “equivalent”  square 
(or  circle)  which  will  have  a  smaller  area  than 
that  of  the  rectangular  field,  but  the  same  per¬ 
centage  depth  doses.  Tables  of  “equivalent  cir¬ 
cles”  or  “equivalent  rectangles”  have  been  com¬ 
piled  by  Day  [21]  and  are  given  in  tables  IV. 3 


Table  IV. 3.  Equivalent  diameters  of  rectangular  fields 


Long 

axis 

(cm) 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

Short  axis  (cm) 

12  13  14 

15 

16 

17 

18 

19 

20 

22 

24 

26 

28 

30 

1 

1. 1 

2 

1.5 

2.2 

3 

1.8 

2.  7 

3.4 

4 

1.9 

3.0 

3.9 

4.  5 

5 

2.1 

3.3 

4.2 

5.0 

5.6 

6 

2.2 

3.5 

4.6 

5.4 

6.1 

6.7 

7 

2.3 

3.7 

4.8 

5.  7 

6.5 

7.2 

7.8 

8 

2.3 

3.8 

5.0 

6.0 

6.9 

7.7 

8.4 

8.9 

9 

2.4 

3.9 

5.2 

6.3 

7.2 

8.1 

8.8 

9.5 

10. 1 

10 

2.4 

4.0 

5.4 

6.5 

7.5 

8.4 

9.2 

9.9 

10.6 

11.2 

11 

2.5 

4. 1 

5.5 

6.7 

7.7 

8.7 

9.6 

10.3 

11. 1 

11.7 

12.3 

12 

2.5 

4.2 

5  6 

6.8 

.7.9 

8.9 

9.9 

10.  7 

11.  5 

12.2 

12.8 

13.4 

13 

2.5 

4.2 

5.7 

6.9 

8.1 

9.2 

10.  1 

11.0 

11.8 

12.6 

13.3 

13.9 

14.  5 

14 

2.5 

4.3 

5.8 

7. 1 

8.3 

9.3 

10.  4 

11.3 

12.  2 

13.  0 

13.7 

14.  4 

15.0 

15.6 

15 

2.5 

4.4 

5.9 

7.2 

8.4 

9.5 

10.6 

11.5 

12.4 

13.3 

14. 1 

14.  8 

15.5 

16.1 

16.  7 

16 

2.6 

4  4 

5.9 

7.3 

8.5 

9.7 

10.7 

11.8 

12.7 

13.6 

14.4 

15.2 

15.9 

16.6 

17.2 

17.8 

17 

2.6 

4.4 

5.9 

7.3 

8.6 

9.8 

10.  9 

11.9 

12.  9 

13.9 

14.  7 

15.6 

16.3 

17.0 

17.  7 

18.3 

18.3 

18 

2.6 

4.4 

6  0 

7.4 

8.  7 

9.9 

11.0 

12.1 

13.1 

14.  1 

15.0 

15.9 

16.  7 

17.4 

18.1 

18.8 

19.4 

20.0 

19 

2.6 

4.5 

6.0 

7.4 

8.8 

10.0 

11.2 

12.3 

13.3 

14.3 

15.3 

16.2 

17.0 

17.8 

18.5 

19.3 

19.9 

20.5 

21.  1 

20 

2.6 

4.5 

6. 1 

7.5 

8.8 

10. 1 

11.3 

12.4 

13.5 

14.5 

15.5 

16  4 

17.3 

18.1 

18.9 

19.7 

20.4 

21.0 

21.6 

22.2 

22 

2.6 

4.5 

6. 1 

7.  6 

8.9 

10.2 

11.  5 

12.6 

13.7 

14.8 

15.8 

16.8 

17.8 

18.  7 

19.  5 

20.3 

21.  1 

21.9 

22.6 

23.2 

24.4 

24 

2.6 

4  5 

6.2 

7.7 

9.0 

10.  3 

11.6 

12.8 

13.9 

15.0 

16. 1 

17.2 

18.2 

19. 1 

20.0 

20.9 

21.  7 

22.6 

23.3 

24. 1 

25.  4 

26.6 

26 

2.6 

4  5 

6.2 

7.  7 

9.  1 

10.  4 

11.  7 

12.9 

14.  1 

15.2 

16.  4 

17.  4 

18.5 

19.4 

20.4 

21.4 

22.3 

23. 1 

24.0 

24.8 

26.  2 

27.6 

28.7 

28 

2.7 

4.6 

6.2 

7.  7 

9. 1 

10.5 

11.8 

13.0 

14.2 

15.4 

16.  5 

17.  6 

18.7 

19.  7 

20.8 

21.7 

22.  7 

23.6 

24.  5 

25.4 

27.0 

28.4 

29.8 

30.9 

30 

2.7 

4.6 

6.2 

7.7 

9.2 

10.5 

11.8 

13.  1 

14.3 

15.5 

16.7 

17.8 

18.9 

20.0 

21.0 

22.0 

23.0 

24.0 

24.9 

25.  8 

27.6 

29.2 

30.6 

31.9 

33.  1 

All  dimensions  are  in  cm 
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Table  IV. 4.  Equivalent  squares  of  rectangular  fields 


Long 

axis 

(cm) 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

Short  axis  (cm) 

12  13  14 

15 

16 

17 

18 

19 

20 

22 

24 

26 

28 

3H 

(Oil 

1 

1.0 

2 

1.4 

2.0 

3 

1.6 

2.4 

3.0 

iB 

4 

1.  7 

2.  7 

3.4 

4.0 

5 

1.8 

3.0 

3.8 

4.5 

5.0 

6 

1.9 

3. 1 

4.  1 

4.8 

5.5 

6.0 

7 

2.0 

3.3 

4.3 

5.  1 

5.8 

6.5 

7.0 

V 

8 

2.  1 

3.4 

4.  5 

5.4 

6.2 

6.9 

7.  5 

8.0 

9 

2. 1 

3.5 

4.  6 

5.6 

6.5 

7.2 

7.9 

8.5 

9.0 

10 

2.2 

3.6 

4.8 

5.8 

6.7 

7.5 

8.2 

8.9 

9.5 

10.0 

11 

2.2 

3.7 

4.9 

5.9 

6.9 

7.8 

8.6 

9.3 

9.9 

10.5 

11.0 

12 

2.2 

3.7 

5.0 

6.  1 

7.  1 

8.0 

8.8 

9.6 

10.3 

10.  9 

11.5 

12.0 

13 

2.2 

3.8 

5.  1 

6.2 

7.2 

8.2 

9.  1 

9.9 

10.6 

11.3 

11.  9 

12.5 

13.0 

1 

14 

2.3 

3.8 

5.  1 

6.3 

7.4 

8.4 

9.3 

10.  1 

10.9 

11.6 

12.3 

12.9 

13.  5 

14.0 

15 

2.3 

3.9 

5.2 

6.4 

7.5 

8.5 

9.5 

10.3 

11.2 

11.9 

12.6 

13.3 

13.9 

14.  5 

15.0 

til'' 

16 

2.3 

3.9 

5.2 

6.5 

7.6 

8.6 

9.6 

10.5 

11.4 

12.2 

13.0 

13.7 

14.3 

14.  9 

15.5 

16.0 

17 

2.3 

3.9 

5.3 

6.5 

7.7 

8.8 

9.8 

10.  7 

11.6 

12.4 

13.2 

14.0 

14.7 

15.3 

15.9 

16.5 

17.0 

18 

2.3 

4.0 

5.3 

6.6 

7.8 

8.9 

9.9 

10.8 

11.8 

12.7 

13.  5 

14.3 

15.0 

15.7 

16.3 

16.9 

17.5 

18.0 

19 

2.3 

4.0 

5.4 

6.6 

7.8 

8.9 

10.0 

11.0 

11.9 

12.8 

13.7 

14.5 

15.3 

16.0 

16.7 

17.3 

17.9 

18.5 

19.0 

to 

20 

2.3 

4.0 

5.4 

6.  7 

7.9 

9.0 

10. 1 

11. 1 

12.  1 

13.0 

13.9 

14.7 

15.5 

16.3 

17.0 

17.  7 

18.3 

18.9 

19.5 

20.0 

[lit 

22 

2.3 

4.0 

5.5 

6.8 

8.0 

9. 1 

10.3 

11.3 

12.3 

13.3 

14.2 

15.1 

16.0 

16.8 

17.  6 

18.3 

19.0 

19.7 

20.3 

20.9 

22.0 

24 

2.4 

4. 1 

5.5 

6.8 

8. 1 

9.2 

10.  4 

11.  5 

12.  5 

13.5 

14.5 

15.4 

16.3 

17.2 

18.0 

18.8 

19.  6 

20.3 

21.0 

21.  7 

22.  9 

24.0 

26 

2.4 

4.  1 

5.5 

6.9 

8.1 

9.3 

10.5 

11.6 

12.6 

13.  7 

14.  7 

15.7 

16.6 

17.  5 

18.4 

19.2 

20. 1 

20.9 

21.6 

22.4 

23.7 

24.9 

26.0 

til! 

28 

2.4 

4. 1 

5.6 

6.9 

8.2 

9.4 

10.  5 

11.  7 

12.8 

13.8 

14.8 

15.  9 

16.8 

17.8 

18.7 

19.6 

20.  5 

21.3 

22. 1 

22.9 

24.4 

25.7 

27.0 

28.0 

f 

30 

2.4 

4.  1 

5.6 

6.9 

8.2 

9.4 

10.  6 

11.  7 

12.8 

13.9 

15.0 

16.0 

17.0 

18.0 

18.  9 

19.9 

20.8 

21.  7 

22.5 

23.3 

24.9 

26.4 

27.7 

29.0 

30.0 

l: 

It, 

All  dimensions  are  in  em. 


and  IV. 4.  An  example  may  illustrate  their  use. 
Percentage  depth  dose  data  are  required  for  a 
15x5  cm  field.  Table  IV. 4  shows  that  the  equiva¬ 
lent  square  would  have  a  7.5  cm  side  and,  there¬ 
fore,  depth  dose  values  obtained  by  interpolation 
for  this  size  would  apply  to  a  15x5  cm  field. 

For  fields  for  irregular  shape  conversion  is  much 
less  simple.  Computation  methods  such  as  those 
described  by  Clarkson  [22]  and  many  others  can 
be  used  in  the  same  way  as  they  are  used  for 
isodose  curve  production  (see  the  next  section), 
but  they  are  time  consuming.  A  busy  department 
may,  therefore,  prefer  to  approximate  the  irregular 
area  being  used  to  the  nearest  circle,  square  or 
rectangle,  and  then  apply  the  equivalent  field 
technique  where  necessary. 

I.  Measurements 

Should  these  methods,  however,  prove  inade¬ 
quate,  resort  may  finally  have  to  be  made  to  direct 
measurements.  Such  are  the  difficulties,  however, 
in  the  way  of  making  accurate  depth  dose  measure¬ 
ments,  except  at  a  single  point  with  special  appa¬ 
ratus  like  the  calibration  tank  already  described, 
that  it  is  recommended  that  they  should  only  be 
undertaken  by  those  with  adequate  equipment 
and  with  considerable  experience  of  dose  measure¬ 
ments.  Since  the  apparatus  and  methods  to  be 
used  in  percentage  depth  dose  determinations  are 
essentially  the  same  as  those  to  be  used  in  the 
production  of  isodose  curves,  the  discussion  of 
them  will  be  held  over  to  the  next  section. 
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V.  Isodose  Charts  for  Single  Fields  and  Their 
Uses 

A.  Introduction 

In  the  last  section,  the  distribution  of  dose  below 
the  surface  of  the  phantom  along  the  central  ray 
was  discussed.  This  may  be  used  to  estimate  the 
irradiation  time  needed  to  deliver  a  required  dose 
to  points  along  the  central  ray  within  the  tumor, 
but  it  gives  no  information  concerning  the  dose 
distribution  elsewhere  in  the  tumor.  To  obtain 
this,  isodose  curves  are  required  as  illustrated  in 
J),i  figure  V.l  which  shows  a  Co60  beam  directed 
-  through  the  jaw  towards  a  tonsil. 


Figure  V.l.  Isodose  curves  from  a  Co60  field  superimposed 
on  the  cross  section  diagram  of  the  head  at  the  level  of  the 
tonsil. 


h  The  isodose  curves  are  lines  of  constant  ab- 
11  sorbed  dose  for  an  absorbed  dose  of  100  rads  at  the 
1  depth  of  the  maximum.  The  dose  variation 
over  the  particular  plane  section  of  the  tumor  is 
from  65  to  76  rads.  Before  attempting  any 
i  i  radiotherapy  a  clinic  should  possess  isodose  charts 
of  this  kind  for  each  of  the  treatment  fields  likely 
to  be  in  regular  use. 

B.  Acquisition  of  Isodose  Charts 

The  Hospital  Physicists’  Association,  through 
its  “Diagrams  and  Data”  scheme,  has  for  many 
years  made  isodose  charts  from  many  sources 
generally  available  at  nominal  cost.  [1]  A  revised 
catalogue  of  such  charts  and  other  data  was 
prepared  in  1959. 

A  complete  set  of  isodose  charts  for  closed  end 
applicators  for  HVL  of  1.0,  1.5,  2.0,  2.5,  and  3.0 


mm  Cu  has  been  published  by  Butterworth, 
London,  under  the  sponsorship  of  the  International 
Atomic  Energy  Agency  [2],  For  each  quality, 
isodose  charts  for  50  different  field  areas  are  pre¬ 
sented,  full  size,  on  translucent  paper  in  a  loose 
leaf  book.  These  isodose  charts  are  based  on  the 
axial  depth  dose  data  of  the  B.J.R.  Supplement  10 
and  were  calculated  by  Tsien  [3]  in  collaboration 
with  the  Hospital  Physicists’  Association,  using  the 
Meredith  and  Neary  method  [4,  5].  The  calcula¬ 
tions  were  performed  on  the  IBM  computer  at 
Temple  University  Medical  Center,  Philadelphia. 
In  addition,  this  publication  includes  a  discussion 
of  how  the  isodose  curves  may  be  altered  to  make 
them  applicable  to  open  ended  treatment  cones. 
If  the  calibration  procedure  outlined  in  earlier 
sections  is  followed,  the  distinction  between  closed 
and  open-ended  applicators  is  largely  unimportant. 
These  charts  cover  most  of  the  standard  conditions 
and  can  be  fully  recommended. 

For  the  high  energy  region  the  International 
Atomic  Energy  Agency  [6]  has  assembled  an 
international  guide,  of  over  2600  entries,  listing 
the  isodose  charts  which  are  available  from  all 
parts  of  the  world  for  a  great  variety  of  types  and 
energies  of  x-ray  and  isotope  machines.  With 
this  catalogue  the  individual  user  can  find  where 
to  apply  for  isodose  charts  which  may  be  most 
appropriate  to  his  own  particular  machine.  A 
study  group  of  the  IAEA  is  now  preparing  for 
publication  [6]  a  selection  of  isodose  curves  from 
this  larger  group. 

It  is  essential  that,  before  any  of  the  charts 
mentioned  above  are  used  in  the  clinic,  the  dose 
along  the  axis  should  be  compared  with  the  depth 
dose  tables  to  be  used  in  the  department.  In  case 
there  is  disagreement,  the  points  of  intersection  of 
the  isodose  curves  with  the  axis  should  be  adjusted 
to  agree  with  the  tables  and  corrected  curves 
should  be  drawn  through  these  points  parallel  to 
the  existing  ones.  If  the  calibration  procedure 
described  in  section  IV  is  used  this  method  will 
ensure  accurate  dose  in  the  region  of  the  tumour 
but  may  introduce  small  errors  near  the  surface 
and  near  the  edges  of  the  beam.  The  modified 
curves  will  be  accurate  enough  for  most  purposes 
and  their  use  will  certainly  be  better  than  trying 
to  do  radiotherapy  with  no  isodose  chart  at  all. 
If  the  depth  dose  data  is  taken  from  B.J.R. 
Supplement  10,  most  of  the  isodose  curves  from 
the  sources  listed  above  will  agree  exactly  and  no 
alterations  will  be  required. 

For  Co60  and  Cs137  units  in  particular,  the  isodose 
curves  near  the  edge  of  the  beam  depend  upon  the 
penumbra  and  the  collimating  system  as  well  as 
the  field  area  and  SSD.  This  is  illustrated  in 
figure  V.2,  where  two  isodose  patterns  are  shown, 
the  one  on  the  left  with  a  7  mm  penumbra  on  the 
skin  surface  and  the  one  on  the  right  a  31  mm 
penumbra  at  the  surface.  The  large  difference 
between  these  curves  at  the  edge  of  the  beam 
shows  clearly  that  in  selecting  for  use  a  published 
set  of  isodose  curves,  one  should  try  to  use  those 
which  were  produced  on  the  same  type  of  unit  with 
the  same  collimating  system  and  source  size. 
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Figure  V.2.  Isodose 
curves  for  Co60. 

Left:  7x7  cm  field  SSD  60  cm 
with  7  mm  penumbra. 

Right:  SSD  60  cm  and  31  mm 
penumbra. 


Co60  7 x  7  cm  60cm  SSD  Co60  7  x  7  cm  60  SSD 

PENUMBRA  AT  SKIN  7mm  PENUMBRA  AT  SKIN  31  mm 


Many  of  the  published  curves  giving  axis  depth 
dose  data  in  agreement  with  the  tables  of  section 
iY,  were  measured  with  small  ionization  chambers 
and  may  be  relied  on.  If  isodose  charts  available 
or  in  use  on  a  particular  teletherapy  apparatus 
agree  along  the  central  axis  with  the  data  in  the 
tables  of  section  IV,  the  dose  distributions  near 
the  edge  of  these  isodose  curves  will  probably  be 
sufficiently  accurate.  If  they  do  not  agree  on  the 
central  axis,  adjustments  to  the  central  axis  depth 
dose  values  can  still  be  made  by  the  procedures 
described  above,  but  less  confidence  can  be  placed 
in  the  shape  of  the  isodose  curves  near  the  edge 
of  the  beam  and  any  checks  that  can  be  made 
against  similar  apparatus  in  use  elsewhere  would 
be  valuable. 

In  figure  V.2,  identical  sized  tumors  are  shown 
on  the  two  isodose  patterns.  For  the  beam  with 
the  small  penumbra  the  central  percentage  depth 
dose  at  7  cm  deep  (approximately  the  tumor 
center)  is  65  percent  while  at  the  lateral  boundary 
of  the  tumor  it  is  58  percent,  a  reduction  of 
11  percent.  With  the  large  penumbra  beam  the 
corresponding  figures  are  64  and  48  percent,  a 
reduction  of  24  percent.  Hence,  in  order  to 
achieve  the  same  homogeneity  of  dose  over  the 
tumor,  a  wider  field  would  have  to  be  used  in  the 
case  of  the  beam  with  the  large  penumbra  and 
this  would  bring  about  the  unnecessary  irradiation 
of  healthy  tissues  and  a  larger  integral  dose.  In 
certain  cases,  involving  large  fields,  the  width  of 
the  penumbra  is  a  small  fraction  of  the  total 


width  and  does  not  create  a  problem,  but  for 
small  fields  a  beam  with  a  narrow  penumbra  is 
greatly  to  be  preferred  for  both  fixed  and  moving 
field  therapy.  Fortunately  with  the  availability 
today  of  high  specific  activity  Co60,  the  use  of 
large  diameter  sources  is  disappearing  with  a 
corresponding  reduction  in  penumbra. 

These  ideas  are  illustrated  in  a  different  way 
in  figure  V.3  which  shows  the  dose  distribution 


100 


10cm  0  10cm 

Distance  from  axis 

Figure  V.3.  Relative  dose  distribution  across  a  20  cm 
phantom  after  360°  rotation  using  Co60  beams. 

A — penumbra  1.1  cm  at  the  axis  of  rotation. 

B — penumbra  4  cm  at  the  axis  of  rotation. 
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across  a  cylindrical  phantom  of  20  cm  diameter 
after  360  degree  rotation  with  a  7x7  cm  Co60  field. 
Curve  A  results  from  using  a  beam  with  a  penum¬ 
bra  at  the  axis  of  rotation  of  1.1  cm  and  curve  B 
from  a  beam  with  a  4  cm  penumbra.  Distribu¬ 
tion  B  gives  a  less  uniform  dose  in  the  tumor 
region  with  much  more  radiation  outside  the 
tumor.  The  advantage  of  using  a  beam  with  a 
small  penumbra  is  evident. 


C.  Construction  of  Isodose  Curves 

The  production  of  an  accurate  set  of  isodose 
curves  by  either  calculation  or  measurement  is 
not  an  easy  task. 

Measurements  should  be  made  in  a  cubic  water 
phantom  of  side  at  least  30  cm.  Some  type  of 
device  is  required  to  move  a  small  probe  ionization 
chamber  in  a  precise  manner  within  the  phantom. 
The  probe  should  be  of  air-equivalent  material, 
and  if  cylindrical  in  shape  should  have  an  inside 
diameter  5  mm  or  less  and  length  1.5  cm  or  less. 
For  x-ray  beams  some  method  is  required  to 
monitor  the  x-ray  beam  so  that  the  probe  ion 
current  may  be  corrected  for  output  fluctuations. 
With  a  small  chamber  of  this  nature  great  care  is 
necessary  to  avoid  stem  leakage  effects  while 
large  chambers  are  incapable  of  measuring  the 
dose  at  a  “point” — a  necessity  if  bad  distortion  in 
the  curves  is  to  be  avoided  near  the  edge  of  the 
beam.  Since  elaborate  equipment  of  this  kind  is 
seldom  available  in  the  smaller  center,  it  is  usually 
quite  impractical  to  attempt  any  measurements 
of  isodose  curves.  Results  obtained  with  inade¬ 
quate  equipment  are  almost  certain  to  contain 
large  errors  and  be  much  less  accurate  than  isodose 
curves  obtained  by  careful  modification  of  avail¬ 
able  curves  which  have  been  properly  measured. 

The  determination  of  isodose  curves  by  calcu¬ 
lation  is  not  easy  and  it  is  time  consuming  unless 
some  type  of  computer  is  available  with  trained 
personnel  to  operate  it.  All  the  methods  devel¬ 
oped  to  date  are  an  extension  of  the  one  discussed 
originally  by  Clarkson  [7],  In  this  method,  the 
primary  and  secondary  components  of  the  radia¬ 
tion  at  each  point  in  the  phantom  are  determined 
separately.  The  scatter  component  is  obtained 
from  scatter  functions  which  in  turn  are  deter¬ 
mined  from  depth  dose  data  for  circular  fields. 
With  a  high  speed  computer,  Clarkson’s  method 
can  be  made  very  precise  and  was  the  basis  for 
many  of  the  tables  for  rectangular  fields  in  Sup¬ 
plement  10  [8],  and  those  due  to  Aspin  et  al.  [9] 
and  Johns  [10]. 

An  alternative  mathematical  method  developed 
by  Meredith  and  Neary  [4,  5]  may  also  be  used,  or 
a  modification  of  Clarkson’s  method,  due  to 
Tranter  [1 1],  The  last  named  method  is  probably 
the  quickest  if  no  computer  is  available,  but  none 
of  these  procedures  is  simple  and  they  cannot  be 
performed  without  trained  personnel. 

Since  both  measurement  and  calculation  of  iso¬ 
dose  curves  are  skilled  tasks,  the  user  who  lacks 
experience  in  this  work  can  feel  reassured  that  the 
charts  recommended  here  are  likely  to  be  at  least 
as  accurate  as  any  he  could  produce  himself.  The 


calculation  method,  although  time  consuming,  will 
yield  the  same  results  as  the  standard  data. 

In  the  calculation  methods  mentioned  above 
and,  therefore,  for  any  charts  produced  by  them, 
it  is  assumed  that  the  distribution  of  exposure  rate 
across  a  plane  normal  to  the  central  ray  is  circu¬ 
larly  symmetrical  about  that  ray.  This  is  true  for 
radioactive  sources  symmetrically  placed  on  the 
central  ray  and  is  usually  true  for  x  rays  produced 
at  a  transmission  target.  In  the  case  of  an  x-ray 
tube  with  a  reflection  target  there  is  usually  sym¬ 
metry  on  either  side  of  the  central  ray  along  a 
line  at  right  angles  to  the  tube  axis.  Along  a  line 
parallel  to  the  tube  axis,  however,  the  dose  rate 
falls  off  more  quickly  in  either  the  cathode  or  the 
anode  direction  depending  on  the  target  angle. 
Modern  x-ray  tubes  usually  have  target  angles 
chosen  to  achieve  symmetry,  but  the  user  is 
advised  to  check  that  the  distribution  is,  in  fact, 
satisfactory  and,  therefore,  that  standard  isodose 
charts  may  be  used.  It  is  also  recommended  that 
the  distribution  check  should  be  repeated  from 
time  to  time  since  “pitting”  of  the  target  may  in¬ 
troduce  asymmetry  where  none  originally  existed. 

Asymmetrical  distributions  can  be  corrected  by 
specially  shaped  filters.  Their  form,  as  well  as 
the  change  in  radiation  quality  across  the  beam, 
and  other  aspects  of  the  problem  are  discussed  in 
detail  in  ICRU  Report  10b. 

One  further  warning  note  must  be  sounded. 
Many  megavolt  x-ray  units  have  built-in  beam 
flattening  filters.  Isodose  curves  from  such  ma¬ 
chines  cannot  be  applied,  with  accuracy,  to  beams 
from  machines  that  lack  these  filters. 

D.  Special  Fields 

There  are  a  number  of  ways  in  which  normal 
x-  or  gamma-ray  beams  may  be  altered  for  special 
purposes  by  using,  for  example,  beam  flattening 
filters  and  wedge  filters.  The  effects  of  these  filters 
are  illustrated  in  figure  V.4. 


Figure  V.4.  Effect  on  isodose  curves  on  filters. 

(a)  Beam  flattening  filter .  Without  such  a  filter  the  isodose 
curves  from  a  high  energy  x-ray  beam  {fi-25  M v)  tend  to  be 
pointed  as  indicated  by  the  dotted  curves.  (6)  and  ( c )  Wedge 
filters.  For  200  kv  radiation  the  wedge  angle  8  tends  to 
decrease  with  depth,  while  for  the  radiation  of  lMv  and 
upwards  the  angle  9  tends  to  be  constant. 
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Beam  flattening  filters  are  used  to  reduce  the  ex¬ 
posure  along  the  axis  in  such  a  way  as  to  flatten 
the  isodose  curves  out  to  near  the  edge  of  the  beam 
(fig.  V.4a).  Filters  of  this  kind  are  almost  always 
necessary  in  the  energy  range  4  to  25  Mv.  [12,  13, 
14]  x  rays  generated  at  these  energies  tend  to  be 
concentrated  in  the  direction  the  high  speed  elec¬ 
trons  had  just  before  they  hit  the  transmission 
target.  A  beam  produced  in  this  way  without  a 
compensating  filter  gives  pointed  isodose  curves 
similar  to  the  dotted  ones  of  figure  V.4a.  In  all 
equipment  the  accurate  alignment  in  the  beam  of 
the  compensating  filter  is  important  but  it  is  abso¬ 
lutely  essential  in  very  high  energy  installations 
where  slight  errors  in  the  positioning  of  the  filter 
will  markedly  affect  the  isodose  pattern.  Fre¬ 
quent  checks  as  to  its  proper  alignment  should 
be  carried  out. 

For  Co60  and  lower  energy  radiation  the  inten¬ 
sity  of  the  beam  over  the  entrance  port  is  es¬ 
sentially  constant  and  the  beam  flattener  is  usually 
not  required.  However,  in  certain  applications  it 
is  advantageous  to  flatten  the  curves  of  figure  V.2 
by  a  thin  filter  to  give  the  type  of  curve  shown  in 
figure  V.4a  [12,  15,  16]. 

For  x  rays  generated  in  the  200  kv  range 
scattered  radiation  constitutes  the  major  portion 
of  the  dose  at  the  depth  and  the  filter  will  only 
flatten  the  distribution  exactly  at.  one  depth.  For 
the  use  of  such  filters,  see  references  17,  18,  and  19. 
Wedge  filters  [20]  turn  through  an  angle  d,  isodose 
curves  which  normally  cut  the  central  axis  at 
right  angles.  For  any  given  filter,  because  of 
scatter,  this  angle  decreases  with  increasing  depth, 
but  remains  more  nearly  constant  for  high  energy 
radiation  than  for  the  200  kv  range  (figs.  V.4  b 
and  c).  The  wedge  angle  6  is  arbitrarily  defined 
as  the  angle  0  which  the  50  percent  isodose  makes 
with  the  normal  to  the  axis  (fig.  V.4c). 

Beams  of  this  type  may  often  facilitate  the 
production  of  a  homogeneous  dose  distribution  in 
the  target  volume.  This  may  be  demonstrated 
by  comparing  the  dose  distributions  produced  by 
two  normal  fields  and  by  two  wedge  filtered  fields 
directed,  with  an  angular  separation  of  about  90° 
towards  the  tumor.  This  angle,  0,  is  often  called 
the  “hinge  angle.”  With  the  normal  fields  a 


“hot  spot”  is  produced  just  inside  the  point  of 
intersection  (A  in  fig.  Y.5a)  of  the  adjacent  edges 
of  the  beam  and  the  dose  pattern  over  the  whole 
volume  common  to  both  beams  is  very  inhomo¬ 
geneous  (fig.  V.5a).  By  using  two  wedge  fields, 
as  shown  in  figure  V.5b,  the  isodose  curves  from 
the  two  fields  can  be  made  approximately  parallel 
and  a  homogeneous  dose  pattern  results. 

The  use  of  wedge  filters  in  the  200  kv  range  is 
fraught  with  more  difficulties  than  in  the  high 
energy  range  because  of  the  scatter  differences. 
For  instance,  in  using  a  combination  of  two 
wedge-filtered  fields  at  right  angles  to  produce  a 
homogeneous  field  distribution  giving  an  adequate 
tumour  dose,  the  dose  under  the  extreme  thin  end 
of  the  wedge  may  be  dangerously  high.  This 
danger  is  virtually  non-existent  with  high  energy 
radiations.  Without  accurate  positioning  and 
angling  of  the  beams,  however,  much  of  the  value 
of  the  use  of  wedge  filters  can  be  lost.  This 
accuracy  can  be  facilitated  by  the  use  of  jigs  and 
applicators  serving  to  ensure  that  the  position  of 
the  patient  remains  constant  relative  to  the  ap¬ 
paratus  throughout  the  treatment.  For  high 
energy  beams  it  can  be  shown  that  for  a  two- 
field  combination  the  wedge  field  isodose  curves 
will  be  parallel  if  0  =  90  —  0/2,  i.e.,  if  0  is  90°  then  6 
should  be  45°.  Theoretically  this  means  that  d 
must  vary  continuously  with  0  but  it  has  been 
shown  [21]  that  for  the  production  of  a  zone  in 
which  the  dose  is  uniform  within  arbitrary  limits, 
say  ±  5  percent,  it  is  unnecessary  for  the  isodose 
curves  of  the  two  fields  to  be  strictly  parallel. 
For  any  given  wedge  there  is  a  range  of  values 
of  0  which  yield  clinically  acceptable  dose  dis¬ 
tribution.  Thus,  in  practice,  it  is  unnecessary 
to  have  a  large  number  of  wedge  angles,  one  or 
two  being  sufficient,  to  deal  with  most  clinical 
situations. 

Source  size,  SSD,  and  collimation  all  affect  the 
resultant  dose  distribution  and  so  a  wedge  filter 
designed  for  one  machine  may  not  be  appropriate 
for  another.  Even  where  it  is,  it  must  certainly 
be  mounted  at  the  same  distance  from  the  source 
and  used  for  the  same  SSD.  Some  wedge  isodose 
curves  are  available  on  request  [1]  and  there  are 
many  references  in  the  literature  to  the  design  and 
use  of  wedge  filters  [20  to  29]. 


(a)  (b) 


For 
tion  < 
close 
radi» 
comb 

Figui 
(ii?l' 
12  cr 
dob 
Fo 
pa¬ 
il  tl 
SOI 
cur' 
tic 
end 
surf 
shal 
side 

II 

tie 

(Set 

aVc 

lav 

'I 

flu 

ess 

wli 

|  del 

1 us' 
Hi 


pc 

VC 

of 

p< 

P1 


16 


Figube  V.5.  Comparison  of  dose  distribution  produced  by  two  normal  fields  and  by  two 

wedge  filter  fields. 


E.  Combination  of  Fields 


For  the  treatment  of  most  tumors  the  combina¬ 
tion  of  two  or  more  fields  is  required  to  give  a 
chosen  dose  and  an  acceptable  distribution  of 
radiation  in  the  target  volume.  The  simplest 
combination  is  two  fields  in  opposition  as  shown  in 
Figure  V.6  for  HVL  3.0  mm  Cu  (left)  and  Co60 
(right).  In  these  examples  the  field  separation  is 
12  cm.  The  individual  isodose  curves  are  shown 
dotted  and  the  resultant  distribution  as  solid  lines. 

For  example,  the  summated  100  isodose  line 
passes  through  the  Points  A,  B,  C,  D,  E,  which  are 
at  the  intersections  of  the  70  and  30,  60  and  40, 
50  and  50,  40  and  60,  and  30  and  70  isodose 
curves  respectively.  Figure  V.6  shows  that  for 
the  softer  radiation,  and  a  given  dose  of  100  on 
each  field,  the  dose  is  maximum  at  each  skin 
surface  (120),  falls  along  the  central  axis  to  a 
shallow  minimum  of  102  at  the  center.  On  either 
side  of  the  central  axis  the  dose  is  even  lower, 
falling  to  90  at  the  sides  of  the  central  region.  On 
the  other  hand  for  the  Co60  radiation  the  dose  is 
a  essentially  constant  all  the  way  along  the  central 
I  axis  from  just  below  each  skin  surface  and  falls  off 
by  about  10  percent  at  the  sides. 

For  x  rays  above  2  Mv,  with  almost  any 
*  clinically  reasonable  field  separation,  the  dose  is 
essentially  constant  through  the  block  of  tissue 
when  it  is  irradiated  by  two  opposing  radiation 
fields  in  this  way. 

When  more  than  two  fields  are  combined,  it  is 
usually  easier  to  obtain  the  resultant  combination 
in  the  following  way.  The  isodose  curve  drawn 
on  a  transparent  sheet  is  laid  over  the  contour  of 
the  body  and  the  dose  read  off  at  a  number  of 
points  which  may  be  regularly  spaced  in  the  target 
volume.  The  isodose  curve  is  then  moved  to  each 
of  the  other  field  positions  and  the  process  re¬ 
peated  until  the  dose  contributions  at  the  selected 
i  points  for  all  the  fields  have  been  tabulated. 
I 
I 


These  are  then  totalled  to  give  the  resultant  doses. 
If  it  is  desired  to  give  unequal  doses  to  the  different 
fields  this  may  easily  be  taken  into  account  by 
suitably  weighing  the  tabulated  values  before 
adding  the  contributions.  Lines  of  equal  dose 
can  then  be  plotted  to  give  the  isodose  contours. 
The  combination  of  three  Co60  fields  is  illustrated 
in  figure  V.7.  With  three  such  fields,  a  tumor  dose 
of  134  may  be  obtained  for  a  given  dose  of  100  to 
each  of  the  three  fields.  For  high  energy  radiation 
3  to  4  fields  directed  towards  the  tumor  will 
usually  produce  a  tumor  dose  much  larger  than 
the  dose  delivered  to  points  outside  the  target 
volume.  For  lower  energy  radiations  more  fields 
are  usually  required  to  yield  the  same  dose 
differential. 


Figure  V.7.  Isodose  distribution  for  three  6x6  cm  Co60 
fields  at  SSD  80  cm  at  120°  to  one  another  directed  towards 
a  bladder  tumor. 

(Note:  The  distribution  shown  in  figure  V-7  was  obtained  by  the  sum¬ 
mation  of  three  isodose  charts.  In  actual  practice,  isodose  curves  from  Fields 
1  and  2  will  be  considerably  affected  by  the  lack  of  bolus  to  correct  for  the 
oblique  angle  of  incidence  of  these  fields.  Methods  of  correcting  the  isodose 
charts  for  oblique  incidence  are  described  in  section  VII.; 


Figure  V.6.  Distribution  obtained  by  combining  two  fields  in  opposition,  12  cm  apart. 


Left:  6x6  cm  HVL  3.0  mm  Cu,  SSD  50  cm. 
Right:  6x6  cm  Coso,  SSD  80  cm. 
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VI.  Tumor  Dose  and  Isodose  Patterns  for 
Moving  Field  Therapy 


A.  Tumor  Dose  Calculations 

In  fixed  field  therapy,  the  dose  at  any  point  in 
the  field  may  be  read  directly  from  the  appropriate 
isodose  curve.  Each  standard  isodose  chart 
applies  to  a  constant  SSD  and  a  constant  field 
size  at  the  skin  surface.  During  moving  beam 
therapy,  both  the  SSD  and  the  field  size  at  the 
skin  vary,  so  that  standard  isodose  curves  cannot 
be  used  directly  in  determining  the  dose  within 
the  patient.  In  rotation  therapy,  illustrated  in 
figure  VI.  1,  the  only  parameters  which  remain 
fixed  are  the  source-to-axis  distance  and  the  field 
size  at  the  tumor.  The  dose  at  the  axis  of  rotation 
may  be  calculated  using  the  concept  of  tissue-air 
ratio  (TAR)  which  was  defined  originally  by 
Johns  as  tumor-air  ratio  [1,  2,  3]  (definition  No. 
D-18,  section  III). 

B.  The  Tissue-Air  Ratio  (TAR) 

This  is  the  ratio  of  the  absorbed  dose  at  the 
axis  of  rotation  in  the  situation  represented  on  the 
right  hand  side  of  figure  VI.  1,  to  the  dose  received 
there  in  the  situation  shown  on  the  left  hand  side. 
This  ratio  may  be  expressed  as: 


TAR  = 


(b)  ■  D(F—d,  A,  d) 

D^r 


where  the  first  factor, 


converts  the  dose- 


rate,  Dair,  at  the  distance  F  to  the  dose  at  a  dis¬ 
tance  f(  =  F—d).  The  second  factor,  6,  corrects 
this  dose  for  backscatter  and  is  the  backscatter 
factor  for  area  A0(F—d)2/F2.  The  final  factor 


Figure  VI.  1.  Diagram  to  illustrate  the  meaning  of 
tissue-air  ratio. 
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with  D,  is  the  percentage  depth  dose  appropriate  to  an 

117  ,  (F—d)2 

„  SSD  of  (F—d),  an  area  A= — yr2 —  A0  and  depth  d. 

!  Although  the  TAR  appears  to  be  a  function  of  the 
SSD  it  is,  in  fact,  practically  independent  of  F, 
r  and  depends  only  on  A0  and  d  [1,  2,  3], 

Tabulated  values  of  the  TAR  calculated  from 
standard  depth  dose  tables  may  be  found  in 
Supplement  10  of  the  British  Journal  of  Radiology 
I  (1961),  and  Johns  [1,  2,  3,  4],  These  tables  give 
in  the  TAR  as  a  function  of  depth  of  overlying  tissue 
ate  (“d”  in  fig.  VI.  1)  for  a  variety  of  rectangular 
and  circular  field  sizes  measured  at  the  axis  of 
rotation.  They  apply  to  all  source-to-axis  dis¬ 
tances  and  may  be  used  in  the  same  way  as  ordi- 
i  nary  depth  dose  tables.  To  distinguish  them  from 
ot  percentage  depth  dose  values,  TAR  values  are 
in  given  as  decimal  fractions  rather  than  percentages, 
in  In  fact,  by  multiplying  them  by  100,  they  can  be 
in  considered  as  being  percentage  depth  dose  tables 
li  “referred  to  air”  for  an  infinite  SSD  [5].  The 
«  entry  in  the  tables  for  zero  depth  is  the  back- 
ir  scatter  factor. 

•J 

C.  Use  of  Tissue-Air  Ratio 

The  use  of  the  tissue-air  ratio  will  be  illustrated 
by  calculating  the  absorbed  dose  rate  at  the  axis 
of  rotation  for  the  irradiation  of  a  lung,  using  a 
e  7x7  cm  Co60  field  at  a  source-to-axis  distance 
e  of  90  cm.  Suppose  the  exposure  rate  on  the  axis  of 
I  rotation  is  80  R/min  and  the  depth  “d”  from  the 
skin  to  the  axis  of  rotation  for  the  various  angles 
of  entry  are  as  given  in  table  VI.  1.  The  tissue- 
air  ratios  are  tabulated  and  averaged  to  give  0.507. 
The  dose  rate  at  the  axis  may  now  be  calculated. 

i  Table  VI.  1.  Illustrating  the  calculation  of  the  dose  rate  at 
the  axis  of  rotation  during  360°  rotation  about  a  lung 
using  a  7X7  cm  Co60  field. 


Angle  of 
entry 

Depth  (cm) 

TAR  > 

0 

12.0 

0.592 

30 

13.0 

.557 

60 

15.0 

.496 

90 

16.5 

.  455 

120 

15.5 

.482 

150 

13.5 

.542 

180 

12.5 

.574 

210 

14.0 

.527 

240 

17.0 

.442 

270 

18.0 

.418 

300 

16.0 

.468 

330 

14.0 

.527 

6.080 

Average  TAR  0.507 


*  Taken  from  Brit.  J.  Radiol.  Supplement  10. 

Exposure,  rate  at  axis=80  R/min. 

Absorbed  dose  rate  in  a  small  sample  of  soft  tissue  placed  on  the  axis  of  rota¬ 
tion  is  80  7=  76.6  rads/tnin 

(7=0.957  for  Co60,  table  IV.l)b 

b/,  the  distance  to  the  skin  from  the  target,  should  not  be  confused  with 
f  which  is  a  rad-roentgen  conversion  factor.  Absorbed  dose  rate  at  axis  in 
tumor=76. 6  X  0. 507  =  38. 8  rads  per  min. 

If  partial  rotation  is  used,  then  only  the  angles 
of  entry  corresponding  to  this  rotation  should  be 
used  in  the  calculations.  If  it  is  desired  to  take 


into  account  the  air  cavities  in  the  lung,  the  refine¬ 
ments  discussed  in  section  VII  should  be 
considered. 

It  should  be  noted  that  the  TAR  is  defined  in 
terms  of  the  ratio  of  two  absorbed  doses.  This 
means  that  the  concept  may  be  used  for  any  pho¬ 
ton  energy.  For  radiations  generated  at  below  a 
few  Mv,  in  the  region  where  the  use  of  the  roentgen 
is  recommended,  the  TAR  can  equally  well  be 
considered  as  the  ratio  of  two  exposures  without 
introducing  an  error  of  more  than  a  small  fraction 
of  1  percent. 

D.  Rotation  Isodose  Distributions 

The  determination  of  complete  rotation  isodose 
distributions  is  a  very  time-consuming  and  diffi¬ 
cult  procedure.  It  may  be  done  by  considering 
the  rotation  as  equivalent  to  irradiation  by  a  large 
number  of  single  fields  and  summing  these  fields 
by  the  methods  described  in  section  V.  Before 
this  can  be  done,  however,  one  must  obtain  a 
whole  set  of  isodose  curves,  each  for  a  slightly 
different  SSD  and  field-size  corresponding  to  the 
SSD’s  actually  encountered  during  the  rotation. 
For  example,  in  the  rotation  about  a  lung  des¬ 
cribed  in  table  VI. 1,  the  depth  varied  from  12  to 
18  cm.  Hence  the  SSD  varied  from  (90-12)  cm 
to  (90-18)  cm,  i.e. ,  from  78  to  72  cm  and  the  field 
size  at  the  skin  varied  from  6.07x6.07  to  5. 6x5. 6 
cm.  Unfortunately  this  is  about  the  only  method 
which  may  be  used  for  obtaining  the  distribution 
for  radiation  in  the  200  kv  range. 

For  higher  energy  radiations  (above  400  kv) 
where  scattered  radiation  is  much  less  important, 
some  simplification  is  possible  and  one  set  of  iso¬ 
dose  curves  may  be  used  [6].  However,  even  for 
high  energy  radiation,  the  work  involved  is  very 
great  and  one  seldom  attempts  to  determine  a 
complete  set  of  isodose  patterns  for  a  routine 
treatment  provided  someone  has  investigated  the 
technique  for  some  average  condition  and  has 
found  that  such  a  technique  gives  a  good  radiation 
distribution. 

E.  Dose  Calculations  for  Points  Other  Than  the  Axis 

Although  a  complete  distribution  is  usually  not 
recpiired,  one  often  needs  the  dose  at  a  few  selected 
points  in  the  target  volume.  For  this  a  method 
developed  by  Braestrup  and  Mooney  [7]  in  which 
an  isodose  chart  with  curves  normalized  to  100  at 
the  axis  of  rotation  can  be  used.  For  the  high 
energy  region  (about  1  Mev)  the  isodose  pattern 
is  continued  even  above  the  surface  as  indicated 
by  figure  VI. 2a.  Such  an  isodose  pattern  is 
shown  superimposed  over  the  body  contour 
(fig.  VI. 2b)  with  its  100  percent  point  at  the  axis 
of  rotation  and  the  isodose  pattern  extended  back 
through  the  skin  surface.  To  determine  the  dose 
at  a  point  such  as  Q,  one  lays  this  pattern  over  the 
body  contour  at  an  appropriate  number  of  angles 
of  entry  (every  30°  is  usually  satisfactory)  and 
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Figure  VI. 2.  (a)  Depth-dose  curve  for  7x7  field  at  axis  illustrating  effect  of  normalizing  to 

100%  at  axis  and  extrapolating. 

(b)  How  the  dose  at  a  number  of  points  in  the  target  volume  may  be  estimated. 


reads  off  the  dose  from  the  isodose  pattern  for 
each  angle  of  entry. 

In  the  diagram  one  would  read  a  value  of  112 
percent  for  point  Q.  These  values  are  then  tabu¬ 
lated  next  to  the  TAR  values  of  table  VI.  1  for  the 
appropriate  angle  of  entry  and  multiplied  by  the 
TAR  values.  The  corrected  TAR  values  are  then 
added  together  and  averaged  to  give  the  TAR 
value  for  the  point  Q.  This  procedure  may  be 
repeated  for  other  points  of  interest  in  the  target 
volume.  From  this  discussion,  it  is  clear  that  one 
determines  the  dose  at  the  point  of  interest  (Q) 
by  comparing  it  with  the  dose  at  the  axis  of  rota¬ 
tion  which  is  given  the  value  100.  The  actual 
dose  rate  at  the  axis  is  determined  by  the  method 
illustrated  in  table  VI.  1. 

The  method  described  becomes  increasingly  in¬ 
accurate  as  the  point  of  interest  approaches  the 
skin  surface  and  should  not  be  used  for  points 
nearer  to  the  skin  than  5  cm.  However,  for  high 
energy  radiation  for  which  this  method  was  de¬ 
veloped  [6,  7]  the  dose  near  the  skin  is  usually  only 
a  small  fraction  of  the  dose  at  the  tumour  and  need 
not  be  determined  with  any  precision.  The 
method  would  be  quite  satisfactory  for  a  point 
such  as  R  (deep)  but  not  suitable  for  S  at  the  skin 
(fig.  VI. 2b).  The  accuracy  of  calculation  for  a 
point  such  as  S  may  be  improved  by  using  a  set  of 
isodose  curves  normalized  to  100  at  depths  of  5, 
10  and  15  cm  as  described  by  MacDonald  [8],  At 
each  angle  of  entry,  one  then  selects  the  isodose 
curve  which  most  nearly  matches  the  depth  of 
tissue  for  that  angle  of  entry.  This  method  is 
more  precise  than  the  former,  but  is  slightly  more 
difficult  to  use. 

When  rotation  is  carried  out  through  360°  the 
maximum  dose  is  always  very  near  the  axis  and 
the  isodose  curves  are  essentially  circular.  If  the 
beam  has  a  small  penumbra,  all  points  which  are 
within  the  beam  for  all  angles  of  entry  will  receive 
about  the  same  tumor  dose  in  the  plane  traced 
out  by  the  central  ray,  i.e.,  the  usual  plane.  If 
the  isodose  curves  are  essentially  flat,  the  dose  to 


any  point  which  is  always  within  the  beam  will  be 
very  nearly  the  same  as  the  dose  on  the  axis,  as 
illustrated  in  figure  V.3.  The  larger  the  penumbra 
the  less  likely  is  this  to  be  the  case  (fig.  V.3)  and 
the  more  desirable  it  is  to  calculate  the  dose  at  a 
number  of  points. 

When  only  partial  rotation  is  used,  or  when  the 
rotation  center  is  very  asymmetrical,  the  isodose 
pattern  is  distorted  as  illustrated  in  figure  VI. 3 
with  the  maximum  dose  shifted  from  the  axis  of 
rotation  P  to  a  point  Q  nearer  the  surface.  By 
using  the  TAR  one  first  determines  the  dose  to  P 
on  the  axis  and  then  calculates,  by  the  method 
just  described,  the  dose  to  Q.  Since  the  highest 
dose  is  given  to  Q  the  axis  of  rotation  should  be 
displaced  away  from  the  skin  surface  through 
which  the  radiation  is  to  be  delivered  in  order  that 
the  center  of  the  tumour  will  lie  at  the  position  of 
maximum  dose. 

The  complete  isodose  pattern  in  rotation  ther¬ 
apy  can  be  obtained  experimentally.  For  low 
energy  radiation  (400  kv  or  less)  small  air  or 
tissue-equivalent  ion  chambers  may  be  distributed 
at  points  of  interest  throughout  the  phantom  or 
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Figure  VI. 3.  Demonstration  that  the  point  of  maximum 
dose,  Q,  is  shifted  away  from  the  axis  of  rotation,  P,  when 
partial  rotation  is  used. 
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in  a  patient  and  the  dose  determined  after  one 
complete  rotation.  For  high  energy  radiation 
(above  1  Mev)  films  or  special  glass  rods  may 
also  be  used  to  determine  the  dose.  Unfortu¬ 
nately,  neither  procedure  is  simple  and  it  is  usually 
easier  to  estimate  the  dose  at  a  few  selected  points 
by  the  methods  described  above. 

F.  Isodose  Charts  for  Moving  Beam  Therapy 

Isodose  curves  normalized  at  100  at  a  depth 
may  be  obtained  from  the  original  publications 
[6,  7,  8,  11]  and  from  a  number  of  manufacturers 
of  teletherapy  equipment.  Conventional  charts 
may  also  be  modified  to  this  system.  For  in¬ 
stance,  for  equipment  using  a  source-to-axis  dis¬ 
tance  (SAD)  of  60  cm,  conventional  charts  for 
50  cm  SSD  may  be  converted  by  considering  the 
dose  at  10  cm  depth  as  100  percent.  The  dose 
for  point  “above  the  surface”  may  be  obtained 
by  the  method  illustrated  in  figure  VI. 2b. 

In  November  1960  the  International  Atomic 
Energy  Agency  (IAEA)  called  a  panel  meeting 
to  discuss  among  other  things,  isodose  charts  for 
moving  beam  therapy  [12].  They  are  preparing 
a  report  in  which  a  collection  of  isodose  charts 
will  be  made  available.  To  avoid  any  implication 
of  clinical  responsibility,  all  the  isodose  distrib¬ 
utions  will  be  presented  in  stylized  form  and  sur¬ 
face  contours  will  appear  as  circles,  ellipses,  etc., 
of  appropriate  dimensions.  Co60  will  be  used  as 
the  typical  energy  in  order  to  demonstrate  the 
influence  of  such  parameters  as  source-to-axis 
distance,  length  of  arc,  penumbral  width  dimen¬ 
sions  and  shape  of  body  cross-section,  etc.  The 
effect  of  the  use  of  beams  of  different  energy  will 
be  demonstrated  and  all  types  of  source  move¬ 
ment  relative  to  the  patient  in  general  use  today 
will  be  included. 
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VII.  Dose  Distributions  in  the  Patient 

The  standard  depth  dose  curves  and  isodose 
curves  refer  to  a  water  phantom  which  is  a  cube 
approximately  30  cm  on  a  side.  The  patient’s 
body,  however,  is  neither  a  cube  nor  composed 
wholly  of  water,  and  the  isodose  curves  which 
would  be  obtained  in  a  phantom  built  to  resemble 
a  human  body  will  differ  appreciably  from  the 
standard  curves. 

The  aim  of  the  therapist  is  to  deliver  to  a 
defined  volume  of  tissue  a  prescribed  absorbed  dose, 
and  to  be  able  to  determine  the  resulting  absorbed 
dose  at  any  other  points  of  interest.  One  of  the 
most  important  contributions  to  accuracy  in  clinical 
dosage  is  the  use  of  high  energy  radiation ,  for  in 
such  beams  the  scatter  component  is  much  less 
than  the  primary  component  at  any  point  inside 
the  beam.  For  instance,  at  a  depth  of  10  cm  with 
a  10x10  cm  field,  the  scatter  component  in  a 
Cobalt-60  beam  is  30  percent  of  the  primary  com¬ 
ponent,  whereas  in  an  x-ray  beam  with  an  HVL 
of  2.0  mm  Cu,  the  scatter  component  is  250  percent 
of  the  primary  component  .  The  angular  distribu¬ 
tion  of  the  scattered  radiation  is  chiefly  in  the 
forward  direction  for  high  energy  beams,  and 
relatively  isotropic  for  low  energy  beams.  Also 
the  penetrating  power  of  high  energy  radiation  is 
much  greater  than  low  energy  radiation.  Because 
of  these  differences,  the  distortion  of  the  isodose 
pattern  produced  by  variations  between  patient  and 
phantom  in  respect  of  shape,  size  and  atomic  composi¬ 
tion  are  of  much  less  importance  with  high  energy 
than  with  low  energy  beams. 

A.  Fixed  Field  Therapy 

1.  Effect  of  patient  size  on  dose  distributions 

a.  Points  near  beam  edge.  Scattered  radiation 
reaching  any  point  comes  mainly  from  material 
placed  close  to  the  point  and,  therefore,  when  the 
edge  of  the  beam  lies  close  to  the  surface  of  the 
patient,  there  may  be  insufficient  side-scattering 
material  beyond  the  beam  edge  to  give  the  full 
scatter  and  the  actual  dose  will  be  less  than  the 
dose  predicted  by  the  depth  dose  tables.  Measure¬ 
ments  [1]  have  shown  that  for  a  point  on  the  edge 
of  the  beam  for  field  areas  of  20-200  cm1 2 3 4 5 6 7 8 9,  and  for 
radiations  having  half  value  layers  ranging  from 
1.5  to  2.5  mm  Cu,  the  dose  is  reduced  by  6  percent 
at  5  cm  depth  and  12  percent  for  10  cm  depth. 
For  megavolt  radiation  the  reduction  is  more  or 
less  independent  of  depth  and  field  size  and  is,  at 
most,  5  percent. 

b.  Points  near  exit  surface.  Near  the  exit 
surface  of  a  patient  there  may  be  insufficient 


Table  VII.  1.  Factor  which  should  be  applied  to  the  central 
percentage  depth  dose  data  to  correct  for  lack  of  underlying 
tissue  [1] 

(HVL  1.5  to  2.5  mm  Cu;  Valid  depth  5-15  cm) 


Area  of  field  in  square  centimeters 


underlying 

tissue 

25 

50 

100 

150 

200 

300 

400 

0  cm 

0.  81 

0.  76 

0.  72 

0.  70 

0.  68 

0.  67 

0.  66 

1 

.89 

.86 

.82 

.80 

.78 

.  76 

.75 

2 

.93 

.91 

.87 

.85 

.84 

.83 

.82 

3 

.95 

.93 

.91 

.89 

.88 

.86 

.85 

4 

.97 

.95 

.93 

.92 

.91 

.90 

.89 

5 

.98 

.97 

.95 

.94 

.93 

.93 

.92 

6 

.99 

.98 

.97 

.96 

.96 

.95 

.95 

7 

1.00 

.99 

.98 

.98 

.98 

.97 

.97 

8 

1.00 

1.00 

1.00 

.99 

.99 

.99 

.99 

material  to  give  full  scatter.  Table  VII.  1  shows 
the  corrections  which  should  be  applied  for  radia¬ 
tions  having  HVL’s  in  the  range  from  1.5  to  2.5 
mm  Cu  for  various  thickness  of  tissue  below  the 
point  of  interest.  Thus,  for  example,  a  point 
anywhere  from  5-15  cm  below  the  surface  and  4 
cm  above  the  exit  point  in  a  200  cm2  field  receives 
91  percent  of  the  predicted  dose.  For  energies 
above  1  Mev  the  corrections  due  to  lack  of 
backscatter  are  never  more  than  5  percent  even 
at  the  exit  surface. 

2.  Effect  of  patient  shape  on  dose  estimates 

In  obtaining  isodose  curves  the  beam  is  usually 
directed  at  right  angles  to  the  plane  surface  of 
a  phantom,  while  during  treatment  of  the  patient 
the  beam  is  often  directed  through  a  skin  surface 
of  a  curved  and  complex  form.  Moreover,  the 
central  ray  may  be  inclined  at  an  appreciable 
angle  to  the  general  slope  of  the  surface.  Three 
consequences  arise  from  this: 

(i)  Some  points  on  the  surface  will  be  at  a 
distance  from  the  source  greater  or  less  than  the 
SSD  measured  along  the  central  ray; 

(ii)  Points  below  the  surface,  lying  at  the 
same  distance  from  the  source,  may  have  different 
thicknesses  of  absorbing  tissue  between  them  and 
the  source; 

(iii)  Points  lying  at  the  same  distance  from 
the  source  may  be  surrounded  by  different 
thicknesses  of  back-  and  side-scattering  material. 
The  errors  due  to  this  third  effect  are  generally 
small,  and  need  not  be  further  discussed. 

Errors  due  to  the  above  factors  may  be  avoided 
by  modifying  the  entrance  portal  to  correspond 
to  the  conditions  for  which  the  standard  isodose 
curves  apply.  In  the  200-400  kv  region  this  is 
the  preferred  method.  It  may  be  accomplished 
by  adding  bolus  to  fill  the  air  gap  between  skin 
and  treatment  cone  as  illustrated  in  figure  VII.  1 
or  by  the  use  of  a  compression  cone  which  may 
be  used  to  force  the  tissue  to  fill  the  space  opposite 
the  end  of  the  cone. 

For  radiations  generated  at  above  1  Mv,  the 
use  of  bolus  will  bring  the  high  dose  on  to  the 
skin  and  therefore  is  generally  not  used.  For 
such  radiations  it  is  desirable  to  alter  the  incident 
radiation  using  a  tissue  compensating  filter  [2]  as 


illustrated  in  figure  VII. 2,  so  that  the  dose 
distribution  is  made  to  approximate  closely  that 
given  by  the  standard  isodose  curves  at  points  do 
just  below  the  surface  yet  still  giving  build-up  at  lit 
the  skin  surface. 


Figuke  VII. 2.  How  a  compensating  wedge  filter  can  be 
used  to  give  a  distribution  similar  to  that  obtained  with 
bolus,  except  in  the  immediate  vicinity  of  the  surface. 

For  megavoltage  radiations  this  arrangement  will  still  provide  skin  sparing 
as  indicated,  provided  the  compensating  filter  is  situated  not  less  than 
about  15  cm  from  the  skin. 
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)S(  Under  some  circumstances  the  dose  distribution 
produced  in  the  patient  by  a  beam  which  is  not 
‘M  normal  to  the  surface  may  give  a  better  distribu¬ 
tion  of  dose  than  one  in  which  bolus  or  a  compen¬ 
sator  is  used.  For  these  cases  it  is  necessary  to 
develop  a  system  to  enable  one  to  calculate  the 
correction  to  the  dose. 

The  following  three  methods  are  satisfactory 
for  angles  of  incidence  up  to  about  45°  for  high 
energy  beams  (Co60  gamma  rays,  megavolt  x  rays) 
or  up  to  about  30°  for  200  kv  beams. 

a.  The  Effective  SSD  Method.  The  method  is 

illustrated  in  figure  VII. 3  in  which  the  surface  of 
the  patient  is  represented  by  S.  It  will  be  clear 
that  the  primary  dose  contribution  at  the  point  of 
interest,  P,  would  be  unaltered  had  the  surface 
been  at  S',  and  detailed  measurements  have  shown 
that  this  is  also  practically  true  for  the  scattered 
radiation,  especially  in  the  mega  voltage  range  [3]. 
Thus  the  dose  at  P  can  be  regarded  as  being 
unaffected  by  the  precise  surface  contour.  Fur¬ 
thermore,  since  percentage  depth  dose  values 
change  very  slowly  with  SSD,  isodose  curves 
appropriate  to  /  can  be  used  at  so  long  as  h 

is  only  a  few  centimeters.  (The  percentage  depth 
dose  at  10  cm  deep  changes  only  0.8  percent  for  a 
change  of  SSD  from  65  to  67  cm  for  Co60  gamma- 
rays).  However,  it  must  not  be  forgotten  that 
the  greater  SSD  to  the  point  Q  reduces  the  dose 
rate  there,  to  which  the  percentage  depth  doses 
refer,  by  an  inverse  square  law  factor  //(/+  h)2. 

Thus  to  establish  the  dose  at  P  under  the  non¬ 
standard  conditions  prevailing,  the  isodose  curve 
is  shifted  a  distance,  h,  as  shown.  The  percentage 
depth  dose  at  P  is  read  off  and  multiplied  by  the 
inverse  square  law  factor.  In  the  example  shown 
h=  1.8  cm  and/=65  cm.  The  true  dose  value  at 

652 

P  is  therefore  60X  g)2=57- 

b.  The  Effective  Attenuation  Coefficient  Method. 
This  method  is  illustrated  in  figure  VII. 4.  The 
isodose  pattern  is  placed  over  the  body  contour 
as  indicated.  The  depth  dose  at  P  as  read  from 
the  isodose  curve  is  53  percent.  This  dose  must 
now  be  increased  by  a  factor  to  allow  for  the  lack 
of  h  cm  of  tissue  along  the  line  PQ.  Suitable 
correction  factors  are  given  in  table  VII. 2  [4], 
These  correction  factors  were  obtained  from  the 
appropriate  depth  dose  curves  by  removing  the 
effect  of  inverse  square  law  or  from  suitable  tissue- 
air-ratio  tables. 

Using  the  appropriate  corrections  a  value  for 
h— 1.8  cm  gives  a  correction  of  1.8X4. 5  percent  = 
8.1  percent.  Thus  the  dose  at  P  is  52  + (8.1 
percent  of  52)  =  56  percent,  in  close  agreement  with 
the  former  value  of  57  percent. 


Table  VII. 2.  Factors  which  may  he  used  to  correct  for 
lack  of  bolus  ( based  on  absorption  coefficient  values  in 
Brit.  J.  Radiol.  Suppl.  10  [4]) 


Cs137  gamma  rays 

6.0%  per  cm. 

Co60  gamma  rays 

4.5%  per  cm. 

4  Mv  X-rays 

4.0%  per  cm. 

25  Mv  X-rays 

2.0%  per  cm. 

Figure  VII. 3.  The  “Effective  SSD  Method”  for  estimating 
the  dose  to  P,  from  a  Co60  gamma-ray  beam.  SSD  =  65  cm. 


Figure  VII. 4.  The  “Attenuation  Method”  to  correct  the 
dose  at  P  for  the  lack  of  tissue  of  thickness  “h”  above  P. 
Co60  gamma-ray  beam. 
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c.  The  Isodose  Curve  Shift  Method.  In  this 
method,  illustrated  in  figure  VII. 5  the  isodose 
chart  is  not  shifted  the  whole  distance,  h,  but  only 
some  fraction  of  it.  The  percentage  depth  dose 
appropriate  to  the  point  of  interest,  P,  is  then 
read  off  directly  and  no  further  correction  is 
required.  This  method  was  first  used  by  Boland 
[5]  on  the  4  Mv  linear  accelerator  and  he  found 
that  the  shift  should  be  ){h.  For  the  Cobalt  60 
machines  the  shift  is  %h  [6],  Figure  VII. 5  shows 
the  application  of  this  method  for  the  same  Co60 
gamma  ray  beam  as  used  in  the  other  examples. 
The  dose  estimated  at  P  is  56  percent  which  is  in 
good  agreement  with  the  values  obtained  by  the 
other  methods. 

Complete  isodose  curves  can  be  constituted  by 
determining  the  dose  at  a  number  of  points  using 
other  methods. 

3.  Influence  of  heterogeneities  on  absorbed  dose  in 
surrounding  tissue 

The  presence  of  tissues  of  different  composition 
or  density  influences  the  dose  distribution  in  two 
main  ways. 

(i)  Since  the  linear  attenuation  coefficient  in 
material  such  as  bone  is  greater  than  that  of  soft 
tissue,  the  intensity  of  the  beam  after  passing- 
through  a  layer  of  bone  is  less  than  it  would  be 
after  passing  through  the  same  thickness  of  soft 
tissues.  Conversely,  in  lung  (density,  0.25-0.4) 
[7,  8]  the  attenuation  is  less,  and  the  dose  beyond 
the  lung  is  higher  than  it  would  be  in  an  homo¬ 
geneous  body  of  unit  density.  In  both  these 
respects  the  effect  is  much  less  pronounced  when 
using  megavoltage  than  when  using  lower  energy 
beams. 

(ii)  Since  part  of  the  dose  is  due  to  scattered 
radiation  and  since  the  scattering  is  not  the  same 
in  different  tissues,  the  dose  due  to  scattered 
radiation  will  be  influenced  by  any  body  hetero¬ 
geneity.  This  effect  is  most  pronounced  for 
points  situated  near  the  heterogeneity,  and  be¬ 
comes  progressively  less  important  at  more  distant 
points.  The  situation  is  complex  and  very  diffi¬ 
cult  to  analyse  for  low  energy  beams.  For  high 
energy  beams  the  relative  importance  of  scattered 
radiation  is  smaller,  and  as  a  first  approximation 
for  the  energies  used  in  clinical  work,  the  intro¬ 
duction  of  a  positional  factor  is  unnecessary  for 
points  more  than  2  cm  from  the  heterogeneity. 

The  distortion  of  dose  distribution  due  to  these 
two  factors  depends  on  the  quality  of  the  radia¬ 
tion,  the  size  of  the  field,  and  the  size  and  composi¬ 
tion  of  the  heterogeneities.  It  is  possible  for  an 
actual  dose  to  differ  by  50  percent  or  more  from 
that  calculated  on  the  basis  of  homogeneous 
tissue,  and,  therefore,  it  is  extremely  important 
either  to  make  the  necessary  corrections,  or  to 
measure  the  dose  at  the  point  of  interest. 

a.  Effect  of  Bone  (see  also  appendix  II).  At 
200  kv  the  relative  reduction  of  the  dose  due  to 
the  interposition  of  bone  varies  between  10  and 


Figure  VII. 5.  The  “Isoclose  Curve  Shift  Method ”  to 
determine  the  dose  at  P.  Co60  gamma-ray  beam. 

30  percent  for  bones  of  thickness  varying  between 
1  and  3  cm.  For  a  given  quality  of  radiation  the 
relative  reduction  of  the  dose  varies  slightly  with 
the  geometry. 

For  high  energy  (above  1  Mv)  the  magnitude 
of  the  shielding  effect  is  unaffected  by  the  chem¬ 
ical  composition  of  the  bone  as  such  and,  compared 
with  an  equal  thickness  of  soft  tissue  is  increased 
oi dy  in  proportion  to  its  density. 

b.  Effect  of  Lung  on  Dose  Distribution.  In  the 
case  of  the  lungs,  the  reduced  scatter  tends  to 
reduce  the  dose  below  that,  given  by  the  standard 
isodose  curves,  while  the  reduced  attenuation  in 
the  low  density  lung  tissue  tends  to  increase  the 
dose  to  the  deeper  lying  tissue.  Correction  fac¬ 
tors  for  individual  fields  at  200  kv  as  high  as 
2.14  or  as  low  as  0.88  have  been  demonstrated  in 
a  chest-simulating  phantom  with  no  bone  in¬ 
sertion.  [9]  However,  the  corrections  necessary 
for  the  total  dose  when  combinations  of  fields  are 
used  are  less  extreme.  Corrections  are  negligible 
for  a  pair  of  anterior  and  posterior  opposed  medi¬ 
astinal  fields,  but  increase  up  to  a  factor  of  1.25 
for  6  symmetrically  placed  fields  treating  the 
mediastinum. 

c.  Correction  for  Lung  Transmission.  The  sim¬ 
plest  method  of  correcting  for  the  effect  of  lung 
is  to  use  correction  factors  such  as  those  given  in 
table  VI  1.3,  which  shows  the  factors  currently  in 
use  in  Manchester  [10],  For  example,  at  12  cm 
deep  a  particular  Co60  beam  gives  a  percentage 
depth  dose  of  48.1  in  a  water  phantom.  If  this 
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had  traversed  5-8  cm  of  lung  the  percentage  depth 
dose  would  be  increased  by  20  percent  to  be  57.7 
percent.  Of  necessity  such  corrections  otdy  apply 
approximately  to  any  given  patient,  but  if  data 
for  individual  corrections  are  not  available,  the 
application  of  this  sort  of  correction  is  much  better 
than  making  none  at  all. 


Table  VII. 3.  Corrections  to  depth  dose  required  after  the 
passage  of  a  single  beam  through  5-8  cm  of  lung  [10] 


300  kv 

+40% 

Cobalt  60 

+20%, 

4  Mv 

+15% 

20  Mv 

+10% 

One  method  by  which  the  data  required  for 
corrections  on  an  individual  may  be  obtained  is 
to  make  measurements  with  a  transit  dosemeter 
(for  further  details  see  section  B,  Moving  Field 
Therapy).  When  opposing  pairs  of  fields  are 
used,  the  corrections  are  accurate  to  within  a 
few  percent.  When  single  fields  are  used  it  is 
necessary  to  have  a  knowledge,  from  transverse 
tomography,  of  the  distributions  of  the  various 
tissues  in  the  path  of  the  beam,  if  accurate  use  is 
to  be  made  of  the  transit  dosemeter  information 
[12,  13],  Even  so,  the  correction  factors  may  be 
excessive  for  points  immediately  beyond  lung  for 
which  lack  of  scatter  tempers  the  increased 
transmission  [10]. 

From  transverse  tomographs  taken  at  different 
levels  in  the  target  volume,  it  is  possible  to  esti¬ 
mate  the  amount  of  matter  to  be  traversed  by 
each  pencil  of  the  beam  considered  independently. 
This  depends  both  on  tissue  contours  and  tissue 
composition.  When  the  thicknesses  of  the  vari¬ 
ous  tissues  are  determined  in  this  way,  appropri¬ 
ate  corrections  may  be  made  for  tissue  scatter  to 
points  in  or  near  the  lung  [9]. 

As  an  alternative  to  making  such  dose  correc¬ 
tions,  it  is  possible  in  principle  to  compensate 
simultaneously  at  all  parts  of  the  target  volume 
for  both  variations  in  tissue  contour  and  varia¬ 
tions  in  tissue  composition,  in  order  to  obtain 
a  uniform  dose  throughout  the  target  volume. 
This  method  is  illustrated  in  figure  VII. 6  which 


Figure  VII. 6.  The  use  of  a  compensating  filter  to  give  a 
uniform  distribution  in  the  target  volume  V. 


shows  the  distribution  of  tissues  in  one  place  as 
obtained  by  transverse  tomography.  The  actual 
skin  surface  is  shown  as  the  heavy  line  while  the 
equivalent  skin  surface  (assuming  unit  density 
material  and  atomic  number  equal  to  that  of  soft 
tissue)  is  shown  as  the  dashed  line.  This  equiva¬ 
lent  skin  surface  is  valid  for  the  radiation  beam 
directed  towards  the  target  volume  V.  In  po¬ 
sitions  where  the  equivalent  skin  is  outside  the 
actual  skin  line,  the  beam  traverses  material  of 
density  greater  than  1.0  and  conversely  where  the 
equivalent  skin  surface  is  inside  the  true  skin 
surface,  the  beam  traverses  a  region  of  reduced 
density.  After  the  tomograph  and  these  calcu¬ 
lations  are  made,  the  compensating  filter  shown 
in  the  diagram  may  be  constructed.  The  same 
procedure  may  be  followed  for  a  number  of  ad¬ 
jacent  planes  to  yield  a  composite  compensating 
filter  [12], 

d.  Direct  measurement  with  small  ionization 
chambers.  Measurements  made  with  a  small 
ionization  chamber  or,  when  possible,  with  a  probe 
in  cavities  such  as  the  oesophagus  provide  an 
accurate  measure  of  dose  and  permit  a  check  to  be 
made  on  estimates  derived  by  other  methods. 
When  using  ionization  chambers  inside  body 
cavities,  special  care  must  be  taken  to  avoid  elec¬ 
trical  leakage,  and  to  determine  the  precise 
position  of  the  chamber. 

e.  Other  air  cavities.  The  trachea  may  receive 
a  small  dose  at  the  side  located  distally  from  the 
source,  due  to  the  lack  of  dose  build-up  beyond 
a  gap  [14].  Corrections  to  the  dose  are  shown 
in  table  VII. 4,  where  for  example,  a  factor  of  0.84 
for  a  field  3  cm  wide  and  an  air  gap  of  4  cm.  It 
should  be  emphasized  that  the  dose  will  reach  its 
maximum  value  at  a  depth  of  about  1  mm  and 
due  to  reduced  absorption  in  the  air  cavity  the 
maximum  value  will  be  somewhat  greater  than 
given  by  the  standard  isodose  curves.  Since  the 
build-up  takes  place  in  less  than  1  mm  the  region 
of  reduced  dose  is  small  and  its  clinical  signifi¬ 
cance  is  not  proven. 


Table  VII. 4.  Dose  reduction  factors  beyond  an  air  cavity, 
cobalt  60  unit,  80  cm  SSD,  4X4  cm  field  [14] 


Depth  of  air  cavity 

Lateral  dimensions 

Dose 

in  direction  of  beam 

of  air  cavity 

reduction 

factor 

1  cm 

3  cm  x  oo 

0. 97 

2  cm 

3  cm  x  co 

.93 

4  cm 

3  cm  x  co 

.84 

4  cm 

00  X  OO 

.63 

B.  Moving  Field  Therapy 


In  moving  field  therapy  either  the  patient  is  ro¬ 
tated  while  the  machine  is  held  fixed  or  the  beam 
is  rotated  and  the  patient  held  fixed.  In  planar 
rotation  the  central  ray  describes  a  plane,  usually 
at  right  angles  to  the  long  axis  of  the  patient. 
In  conical  rotation  the  central  ray  describes  a  cone, 
usually  about  a  short  axis  of  the  patient.  In 
moving  field  therapy  the  patient  cannot  be  im¬ 
mobilized  by  the  use  of  any  treatment  cone  and 
great  care  must  be  taken  to  ensure  that  the  patient 
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does  not  shift  position  during  the  treatment.  In 
one  useful  technique  the  operator  continually 
keeps  the  tumor  under  observation  using  fluoro¬ 
scopy  and  continually  adjusts  either  the  position 
of  the  patient’s  chair  or  the  treatment  field  so 
that  the  tumor  is  continually  centered  in  the  field. 
This  technique  is  particularly  useful  in  rotation 
treatment  of  tumors  in  the  oesophagus  or  pitui¬ 
tary. 

1.  Planar  Potation. 

This  type  of  rotation  is  most  used  in  the  treat¬ 
ment  of  the  chest  and  pelvis.  The  irradiation 
of  a  cylindrical  phantom  by  a  field  whose  central 
axis  is  at  right  angles  to  the  cylinder  axis  and 
which  rotates  about  a  point  on  that  axis,  produces, 
in  the  plane  of  rotation,  isodose  curves  which 
are  circles  concentric  with  the  center  of  rotation. 
In  clinical  practice  the  details  of  the  distribution 
will  depend  on  a  number  of  factors.  The  following 
factors  affect  the  dose  distribution: 

(i)  Size  of  patient.  Trends  associated  with 
variations  in  size  of  patient  are  illustrated  in 
figure  VII. 7.  For  a  given  field  size  and  the 
same  dose  at  the  axis  of  rotation,  the  dose  delivered 
to  the  rest  of  the  patient  will  be  larger  for  a  thick 
patient  than  for  a  thin  one. 

This  tendency  is  diminished  by  using  small 
fields,  small  penumbra,  long  SAD  (source-to-axis- 
distance),  and  high  energy  beams.  With  a  very 
thick  patient  and  low  energy  radiation,  relatively 
large  fields  may  result  in  a  uniform  dose  through¬ 
out  the  whole  section  of  the  patient,  or  even  a 
dose  which  is  larger  at  the  periphery  than  at  the 
center.  200  kv  fields  wider  than  6  cm  should  not 
be  used  without  great,  caution  in  treating  intratho- 
racic  lesions  with  complete  rotation. 

(ii)  Shape  of  patient.  Patients  are  rarely  cy¬ 
lindrical.  The  elliptical  cross  section  of  the  body 
tends  to  make  the  isoclose  curves  become  elliptical, 
with  the  long  axis  at  right  angles  to  the  long  axis 
of  the  body  cross  section  (fig.  VII. 8).  This 
tendency  is  less  with  high  energy  than  with  low 
energy  beams  because  of  the  smaller  attenuation 
of  the  former. 


Figure  VII. 7.  How  the  size  of  the  patient  alters  the  dose 
distribution  in  full  rotation. 


(iiij  Width  oj  field.  The  wider  the  field  the 
greater  the  diameter  of  the  high  dose  area.  This 
diameter,  especially  for  radiations  up  to  400  kv,  is 
greater  than  the  field  width  at  the  axis  on  account 
of  field  overlap. 

(iv)  Length  oj  field.  For  200  kv  the  75  percent 
isodose  curve  makes  an  intercept  on  the  axis  of 
rotation  which  is  roughly  equal  to  the  nominal 
field  length,  and  the  90  percent  isodose  curve  inter¬ 
cepts  three  quarters  of  this  length  for  cylindrical 
shapes  between  10  and  30  cm  diameter  and  ellip¬ 
tical  shapes  20X32  cm  or  30X40  cm.  For  radia¬ 
tions  above  1  Mev  the  length  of  the  high  dose 
region  is  greater  than  for  200  kv.  For  both  types 
of  radiation  beam  flatteners  may  be  used  to  extend 
the  high  dose  region  still  more. 

(v)  Source-to-axis  distance  {SAD).  In  general, 
the  radiation  distribution  at  points  near  the  axis 
of  rotation  is  insensitive  to  the  source-to-axis  dis¬ 
tance  provided  the  penumbra  is  small.  This  gen¬ 
eralization  is  only  valid  for  treatment  volumes  near 
the  center  of  the  patient.  For  Cobalt  60,  where 
penumbra  problems  may  be  important,  a  rotation 
unit  having  a  short  source-to-axis  distance  may 
have  such  a  large  penumbra  that  it  gives  a  large 
high-dose  area  outside  the  target  volume.  The 
shorter  the  SSD  the  less  the  advantage  is  taken  of 
the  potentialities  of  Cobalt  60  and  the  greater  the 
dose  to  the  non-target  region.  For  these  reasons 
source-to-axis  distances  of  75  cm  or  more  are 
recommended  for  rotation  units. 

(vi)  Quality.  In  general  the  dose  distribution 
is  insensitive  to  HVL  over  the  range  from  1-3  mm 
Cu.  High  energy  beams  give  a  higher  ratio  of 
tumor-dose  to  skin-dose  and  are  to  be  preferred. 

(vii)  Angle  oj  rotation  (partial  rotation).  For 
tumors  in  certain  positions  it  may  be  advan¬ 
tageous  to  use  partial  rotation.  For  partial  rota¬ 
tion  the  high-dose  region  is  situated  nearer  the 
proximal  surface.  This  displacement  is  larger, 
the  smaller  the  angle  of  rotation  and  the  wider  the 
field.  To  make  the  high-dose  region  coincide  with 
the  target  volume,  the  center  of  the  target  volume 
must  lie  between  the  skill  and  axis  of  rotation  as 


Figure  VII. 8.  The  effect  of  body  contours  on  isodose 
curve  shape. 

A  circular  cross  section  leads  to  concentric  circular  curves  (solid  line).  An 
elliptical  section  produces  elliptical  curves  (dotted  line). 
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illustrated  in  figure  VII. 9  and  the  position  of  the 
axis  should  be  chosen  accordingly. 

It  has  been  shown  [15,  16]  that  if  the  isodose  pat¬ 
tern  for  a  particular  angle  of  rotation  and  patient 
contour  is  available  then  this  same  pattern  is  still 
applicable  to  a  larger  patient  of  the  same  shape. 
The  absorbed  dose  at  any  point  will,  however,  be 
smaller  by  5  percent  for  each  cm  of  extra  tissue. 
This  is  possible  because  of  the  small  scatter  from 
a  high  energy  beam.  By  contrast,  the  correspond¬ 
ing  attenuation  of  200  kv  x  rays  is  about  10  to  15 
percent,  and  is  dependent  on  the  field  size  so  the 
isodose  pattern  is  altered  considerably  and  the 
method  may  not  be  used.  For  the  same  reason, 
at  Co60  energies  the  changes  in  patient  contour 
only  give  rise  to  clinically  significant  changes  in  the 
isodose  pattern  in  the  lesser  important  regions  of 
low  dosage. 

2.  Conical  Rotation 

When  conical  rotation  is  used,  the  dose  dis¬ 
tribution  pattern  illustrated  in  figure  VII.  10  is 
obtained.  This  shows  that  the  high  dose  region 
is  above  the  apex  of  the  cone  traced  out  by  the 
central  ray.  The  position  of  the  center  of  the 
region  of  high  dose  is  lowered  as  the  field  size  is 
reduced,  the  energy  raised  and  the  angle  widened. 
To  obtain  the  distribution  of  figure  VII.  10,  it  is 
necessary  to  cover  the  surface  of  the  patient  with 
a  cone  of  bolus  so  that  the  beam  entering  the  bolus 
at  right  angles  gives  a  situation  for  which  the 
standard  isodose  curves  apply.  The  dose  distribu¬ 
tion  of  figure  VII.  10  may  be  improved  by  the  use 
of  two  conical  rotations  in  opposition  as  illustrated 
in  figure  VII.ll. 

Another  way  to  improve  the  dose  uniformity  to 
the  target  volume  is  to  use  wedge  filters  and 
conical  rotation  as  shown  in  figure  VII. 12.  One 
advantage  of  the  latter  arrangement  is  that  the 
patient  may  be  treated  without  being  turned  over, 
thus  avoiding  displacement  of  the  organs  in  the 
target  volume. 

3.  Effects  of  Tissue  Heterogeneity 

The  presence  of  a  region  of  relatively  high  den¬ 
sity  will  cause  the  center  of  the  high  dose  area  to 
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Figure  VII. 9.  The  region  of  maximum  dose  at  Q  lies 
between  the  axis  of  rotation  and  the  'proximal  surface. 


be  displaced  away  from  the  axis  of  rotation,  and 
away  from  the  high  density  region  (fig.  VII. 13). 
Correction  factors  to  allow  for  this  effect,  which  is 
more  marked  with  low  than  with  high  energy 
radiation,  may  be  obtained  from  measurements  on 
phantoms,  from  transit  dose  measurements  on  the 
patient,  from  condenser-chamber  measurements 
in,  for  example,  the  esophagus,  or  from  calcula¬ 
tions. 

Transit  intensity  measurements  [19,  20,  21]  have 
been  used  in  moving  beam  therapy  to  provide  a 
simple  method  of  correcting  for  average  attenua¬ 
tion  by  the  bod3r  during  rotation.  The  object  of 
transit  intensity  measurements  is  to  determine  the 
actual  amount  of  absorbing  material  in  the  path 
of  the  beam  instead  of  estimating  this  from  the 
corresponding  diameter  of  the  body.  If  collima- 
tion  is  good,  and  if  the  distance  from  the  body  sur¬ 
face  is  sufficiently  great,  such  measurements  are 
free  from  scattered  radiation,  and  give  an  accurate 
estimate  of  the  average  amount  of  material  tra¬ 
versed,  i.e.,  the  “effective  thickness”  of  the  body. 
For  low  energy  beams,  correction  factors  of  1 .2-1.8 
for  tumor  dose  have  been  found  necessary.  Col¬ 
limated  transit  meter  estimation  by  O’Connor  [20] 
showed  that  the  ratio  of  equivalent  absorbing 
thickness  to  measured  thickness  was  about  1.55 
to  1.80,  thus  indicating  great  differences  in  the 
“equivalent  outlines”  of  the  patients,  when  these 
were  traced  continuously  from  the  transit  inten¬ 
sity  measurements.  Probably  the  most  accurate 
transit  intensity  estimations  are  those  by  Fedoruk 
[19]  which  give  an  equivalent  thickness  from  which 
the  tumour  dose  can  be  computed,  using  tissue-air 
ratios  for  Cobalt  60. 

Unless  there  is  marked  asymmetry  of  the  ab¬ 
sorbing  masses  in  the  chest  the  resultant  estimate 
of  axial  dose  using  transit  dosimeters  is  accurate, 
but  if  marked  asymmetry  does  exist  the  dose  thus 
calculated  will  apply  to  a  point  displaced  from  the 
axis,  in  a  direction  away  from  the  absorbing 
masses. 

Exit  dose  measurements  [22]  which  do  not  elim¬ 
inate  scattered  radiation  give  a  less  precise  esti¬ 
mate  of  the  effective  patient  diameter,  but,  with 
suitable  precautions,  are  much  to  be  preferred  over 
the  use  of  standard  isodose  charts  alone. 

Where  possible,  dose  estimates,  whether  from 
transit  intensity  estimates  or  from  calculations, 
should  be  checked  by  measurements  in  accessible 
and  appropriate  cavities.  O’Connor  [20]  reported 
errors  of  13  percent  in  tumor  dose  [22]  value 
which  had  been  estimated  from  transit  intensity 
measurements.  By  using  8  Sievert  chambers  in 
a  plastic  catheter,  placed  in  the  esophagus,  [23] 
the  dose  on  the  axis  of  the  whole  irradiated  area 
may  be  measured  and  inequalities  corrected  by 
differential  screening  in  the  path  of  the  beam  (see 
fig.  VII.  14).  The  measured  dose  distribution  is 
shown  in  the  upper  curve.  When  the  filter  is  used, 
the  uniform  dose  pattern  shown  by  the  lower  curve 
is  obtained. 
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Figure  VII. 1 0.  Dose  contours  for  360°,  conical  rotation 
using  a  5  cm  diameter  field  at  an  SSD  of  100  cm  using 
2  Mv;  conical  shaped  bolus  was  used  [17]. 


Figure  VII.ll.  Resultant  distribution  when  two  of  the 
distributions  shown  in  figure  VI 1. 10  are  applied  in 
opposition  18  cm  apart  [17]. 


Figure  VII. 12.  Isodose  distribution  resulting  from  conical  rotation  with  wedge  filters  at 

250  kv  [IS], 


Figure  VII. 13.  How  the  high  dose  region  is  shifted  away 
from  the  spine  and  axis  of  rotation. 
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Figure  VII. 14.  The  dose  contour  {upper  curve)  as  obtained 
with  Sievert  chambers  in  the  esophagus. 

When  the  compensating  filter  shown  in  the  diagram  is  used,  the  flat 
response  curve  is  obtained  [23]. 

4.  Absorbed  Dose  in  Compact  Bone  (see  appendix  II) 

If  one  neglects  the  inhomogeneities  in  the  struc¬ 
ture  of  bone,  one  can  calculate  the  factor  to  convert 
from  exposure  (roentgens)  to  absorbed  dose  (rads) 
in  bone.  The  change  in  this  ratio  due  to  scattered 
radiation  is  relatively  small  at  the  surface,  and  is 
not  large  even  at  a  depth  where  the  scatter 
contribution  is  more  important.  For  example, 
an  x-ray  source  operating  at  400  kv  yields  a  value 
of /bone=  Id  1  for  primary  radiation,  while  for  a 
field  of  400  cm2  at  a  depth  of  10  cm  in  a  water 
phantom,  the  value  of  /  is  1.39[24],  For  x  rays 
generated  at  200  kv  and  having  an  HVL  of  2.2  mm 
of  copper,  /b0 ne=l-32  for  the  primary  radiation, 
and  has  a  value  of  1 .4  at  the  surface,  after  making 
allowance  for  back-scattered  radiation.  With 
increasing  depths  in  the  phantom  the  copper 
HVL  changes  from  1.2  mm  at  5  cm  to  1.16  at 
10  cm  and  0.88  at  20  cm,  but  the  factor  /  only 
|  increases  slowly,  reaching  a  maximum  value  ol 
S  about  1.9. 

5.  Absorbed  Dose  in  Soft  Tissue  Adjacent  to  Bone 

The  absorbed  dose  in  soft  tissue  adjacent  to  or 
in  contact  with  the  bone  is  of  much  greater  clinical 
significance  than  the  dose  to  compact  bone.  This 
j  tissue  is  irradiated  by  secondary  electrons  gen¬ 
erated  in  compact  bone.  At  the  interface  between 
bone  and  soft  tissue  there  is  a  transition  layer  in 
which  the  flux  of  secondary  electrons  decreases 
from  the  level  it  had  in  compact  bone  to  the  lower 
level  it  has  in  soft  tissue,  this  decrease  being  due 
to  the  change  in  atomic  number,  and  the  difference 
in  density.  The  layer  of  soft  tissue  lying  within 
1  range  of  the  secondary  electrons  from  bone 
,  receives  a  higher  dose.  The  higher  the  energy  of 
the  radiation  the  smaller  is  the  difference  between 
the  fluxes  of  secondary  electrons  in  bone  and  in 
soft  tissue,  and  the  smaller  is  the  excess  irradiation 
near  the  interface.  For  low  energy  radiations, 


where  the  photoelectric  effect  is  particular ly 
important,  the  change  in  the  electron  flux  in 
passing  from  bone  to  soft  tissue  is  large,  but  since 
the  energy  of  these  electrons  is  smaller  their  range 
is  shorter,  and  the  layer  of  over-exposed  tissue 
correspondingly  thin. 

For  example,  in  the  case  of  mono-energetic 
photons  of  50  kev  (corresponding  to  x  rays  emitted 
at  a  generating  voltage  of  130  kv),  the  ratio  varies 
from  2.4  at  the  bone  surface  to  1.5  at  10  microns 
from  the  interface,  and  falls  to  unity  at  25  microns 
(see  appendix  II).  For  x  rays  of  higher  energy, 
the  ratio  is  smaller  at  the  bone  surface,  but  the 
width  of  the  overexposed  layer  of  tissue  is  greater. 
For  example,  in  the  case  of  photons  of  energy 
100  kev  (x  rays  emitted  at  a  generating  voltage  of 
250  kv)  the  ratio  is  1.3  at  the  interface  and 
decreases  slowl}'  to  unity  at  40  microns  from  the 
surface.  Figure  3.9,  appendix  II  indicates  the 
distance  in  microns  from  the  bone-tissue  interface 
at  which  the  excess  dose  received  by  the  soft 
tissues  does  not  exceed  10  percent.  It  is  seen 
that  the  tissue  thickness  which  receives  a  sig¬ 
nificant  over-dose  is  a  maximum  for  photon 
energies  between  75  and  100  kev  (x  rays  emitted 
at  a  generating  voltage  of  180  to  250  kv),  but  this 
thickness  never  exceeds  35  microns. 

It  is  also  important  to  consider  the  dose  received 
by  soft  tissues  within  the  Haversian  systems, 
because  this  is  the  location  of  the  vascular  system 
within  the  bone,  damage  to  which  can  lead  to 
radiation  necrosis  of  the  bone.  Figure  3.10 
(appendix  II)  shows  the  variation  in  the  dose 
received  at  the  center  of  cavities  of  different 
dimensions  for  photon  energies  equal  to  35  kev, 
100  kev  and  200  kev.  The  dose  received  by  an 
osteocyte  lying  in  a  cavity  5  microns  in  diameter 
is  also  ver}7  high. 

6.  Absorbed  Dose  in  the  Bone  Marrow 

The  cavities  containing  the  bone  marrow  in 
human  bones  vary  in  diameter  between  100  and 
400  microns.  Only  the  small  fraction  of  the 
marrow  in  close  proximity  to  the  walls  of  these 
cavities  will  receive  an  overdose.  The  higher  the 
x-ray  energy  the  wider  will  be  the  transition  zone 
where  the  marrow  receives  an  overdose,  but  the 
smaller  will  be  the  difference  in  dose  between 
center  and  walls  of  the  cavity.  One  can  calculate 
the  mean  absorbed  dose  to  the  marrow  as  a  func¬ 
tion  of  the  photon  energy  and  of  the  dimensions 
of  the  cavity.  The  results  of  such  calculations 
are  given  in  appendix  II  (fig.  3.12).  One  sees 
from  this  that  in  a  cubical  cavity  of  400  microns 
to  a  side,  the  mean  absorbed  dose  received  by  the 
marrow  is  some  13  percent  higher  than  that  which 
would  be  recorded  if  the  marrow  were  surrounded 
by  soft  tissue,  assuming  a  photon  energy  of  50  kev. 
At  100  kev  photon  energy  the  difference  is  only 
7  percent,  while  at  200  kev  photon  energy  it  is 
negligible. 

For  further  details  concerning  the  absorbed 
dose  in  bone,  references  should  be  made  in 
appendix  II. 
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VIII.  Recording  and  Reporting  in  Therapy, 
Diagnosis  and  Protection 

When  radiation  in  any  form  is  applied  to  bio¬ 
logical  systems,  energy  is  transferred  to  tissues  by 
the  radiation,  and  biological  effects  of  radiation 
occur.  The  biological  effect  of  the  radiation  may 
be  the  principal  objective  of  the  application  of 


radiation,  as  in  radiation  therapy,  or  it  may  be 
an  undesired  concomitant  to  the  radiation,  as  in 
diagnostic  studies  with  sources  of  radiation.  In 
either  case,  the  systematic  use  of  the  radiation 
requires  careful  measurement  or  calculation  of  the 
exposure  to  the  individual  and  conversion  of  this 
information  to  data  regarding  the  absorbed  dose  in 
tissues  of  interest  in  the  biological  system. 
Broadly  speaking,  these  are  problems  within  the 
scope  of  radiation  physics.  The  next  step,  relat¬ 
ing  information  about  absorbed  dose  distribution 
in  the  system  to  its  biological  effect,  is  the  prob¬ 
lem  of  radiobiology. 

It  is  convenient  to  group  the  principal  factors 
under  the  following  headings: 

(a)  The  target  volume. 

(b)  The  type  and  energy  of  the  radiation. 

(c)  The  method  of  irradiation. 

(d)  The  pattern  of  absorbed  dose. 

(e)  The  time  distribution. 

A.  Radiation  therapy 

Some  important  reasons  for  keeping  accurate 
records  of  radiation  therapy  procedures  are: 

(1)  To  ascertain  that  what  was  intended  is 
being  or  has  been  done. 

(2)  To  ensure  that  treatment  information  is 
available  for  the  patient’s  management  in  the 
future. 

(3)  Therapy  records  are  of  medicolegal  impor¬ 
tance. 

(4)  To  help  one  learn  from  one’s  own  and  from 
others’  radiotherapy  experience. 

1.  External  beam  therapy.  The  record  form 
should  be  as  simple  as  is  consistent  with  com¬ 
pleteness  and  flexibility.  It  should  provide  for 
the  systematic  recording  of  all  pertinent  informa¬ 
tion:  identification  of  the  patient,  projected  treat¬ 
ment  plans,  details  of  treatment,  calibrated 
physical  factors  of  the  radiation  apparatus, 
technique  of  treatment,  clinical  and  physical  daily 
record  of  treatment,  and  final  summary  of  treat¬ 
ment.  See  table  VIII.  1. 

The  process  of  dose  estimation  starts  with  the 
calibration  of  the  therapy  apparatus.  The  final 
information  required  is  the  daily  pattern  of  energy 
deposited  by  the  beam  of  radiation  at  various 
points  in  the  patient.  These  points  should  in¬ 
clude  at  least  the  maximum  and  minimum  dose  in 
the  target  volume,  and  may  also  include  other 
sites  of  interest,  such  as  the  skin  or  nearby  normal 
structures.  The  process  of  calculating  this  infor¬ 
mation  may  be  lengthy  and  involved.  All  the 
physical  factors  of  the  apparatus,  the  techniques 
of  irradiation,  the  shape  of  the  patient,  and  the 
location  of  the  target  volume  within  the  patient 
must  be  taken  into  account.  In  complex  treat¬ 
ment  techniques,  daily  and  cumulative  exposures 
at  several  portals  of  entry  and  daily  and  cumula¬ 
tive  absorbed  doses  at  several  sites  of  interest 
must  be  calculated  and  recorded.  On  the  other 
hand,  in  some  techniques  (single-field  superficial 
therapy,  for  example),  it  may  be  necessary  to 
record  only  single  portal  exposure. 
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The  outline  indicated  by  the  following  table 
should  be  used  as  a  check  list  in  preparing  reports 
for  publication.  No  item  should  be  omitted  with¬ 
out  due  attention  to  its  relevance.  Many  more 
details,  in  fact,  may  be  needed  in  reports  of 
complex  or  unusual  therapeutic  techniques.  The 
outline  may  also  be  used  in  designing  treatment 
record  forms.  It  is  recommended,  however,  that 
model  charts  be  studied  for  guidance  [1].  Such 
charts  serve  to  furnish  constant  reminders  of  the 
pertinent  data  needed  for  future  reporting  as  well 
as  for  immediate  clinical  records. 

Table  VIII.  1.  External  beam  therapy  check  list 

a.  The  target  volume 

(1)  The  shape  and  dimensions  of  the  target 

volume. 

(2)  Relation  of  target  volume  to: 

(a)  External  contour  of  the  body  in  the  treat¬ 

ment  position. 

(b)  Center  of  tumor  if  other  than  center  of 

target  volume. 

(c)  Neighboring  structures  of  interest. 

(d)  External  landmarks  or  reference  points. 

b.  The  type  and  energy  of  radiation 

(1)  The  type  of  radiation:  (x  rays,  gamma  rays, 

electrons,  protons  or  neutrons). 

(2)  Energy  of  radiation: 

(a)  For  x  rays:  (i)  up  to  2  Mv;  kv  or  Mv  and 

HVL 

(ii)  above  2  Mv;  Mv  only. 

(b)  For  gamma-rays:  the  nuclide  (mass 

number). 

(c)  For  electrons  and  protons:  the  energy. 

(d)  For  neutrons:  the  mean  energy. 

(3)  Output  data: 

(a)  For  x  and  gamma  rays:  the  exposure 

rate  at  a  specified  point. 

(b)  For  neutrons:  the  particle  flux  density 

or  energy  flux  density  as  appropriate 
and  at  a  specified  point. 

(c)  Instrument  and  chamber  or  other  dosim¬ 

eter  type. 

(d)  Monitor  exposure  control  on  apparatus. 

(4)  Auxiliary  information: 

(a)  X-ray  tube  or  accelerator  beam  current. 

(b)  Gamma-ray  source  activity. 

c.  The  method  of  irradiation 

(1)  Fixed  portals: 

(a)  Number  of  portals  used  and  location  of 

entry  portal. 

(b)  For  each  portal: 

(i)  Pertinent  distances  to  point (s)  of  in¬ 

terest,  source-surface,  source-site  of 
interest  (usually  center  of  target 
volume),  surface-site  of  interest; 

(ii)  dimensions  and  shape  of  field; 

(iii)  position  and  orientation  of  portal; 

(iv)  auxiliary  devices:  special  filters  or 

compensators; 

(v)  portal  film  demonstration  of  accuracy 

of  beam  direction. 


(2)  Rotation  therapy: 

(a)  Type  of  motion. 

(b)  Pertinent  distance: 

(i)  Source  to  axis; 

(ii)  axis  to  point(s)  of  interest. 

(c)  Angles  and  arcs. 

(d)  Shape  and  size  of  portal  (usually  at  axis). 

(e)  Auxiliary  devices. 

d.  The  absorbed  dose  and  its  pattern 

(1)  Daily  and  cumulative  doses  in  the  target 

volume: 

(a)  Maximum. 

(b)  Minimum. 

(c)  Others  when  pertinent. 

(2)  Doses  outside  target  volume: 

(a)  High  dose  regions  outside  target  volume. 

(b)  Doses  in  regions  of  radiosensitive  tissues. 

(3)  Isodose  distribution  in  one  plane,  through 
center  of  target  volume  when  feasible  and  perti¬ 
nent.  Extended  to  other  planes,  in  three  dimen¬ 
sions,  when  necessary. 

(4)  Derivation  of  values: 

(a)  Source  of  data  used  for  derivation  of 

absorbed  doses  on  basis  of  homoge¬ 
neous  medium: 

(i)  Backscatter  factors; 

(ii)  depth  dose  or  tumour-air  ratio  factors; 

(iii)  other  corrections  (field  elongation, 

finite  patient  thickness,  etc.); 

(iv)  exposure  to  absorbed  dose  conversion 

factors. 

(b)  Type,  magnitude,  and  basis  of  correc¬ 

tions  for  bone,  air,  or  other  heteroge¬ 
neity.  Direct  measurements,  transit 
measurements,  calculated  measure¬ 
ments,  calculated  corrections,  etc. 

e.  The  time  distribution 

(1)  Total  number  of  sessions  (a  session  is  a 
treatment  or  group  of  treatments  given  during 
one  patient  visit). 

(2)  Total  overall  time  and  the  distribution  of 
the  sessions  in  this  time  when  pertinent. 

(3)  Unusually  high  or  low  dose  rates,  unusual 
distributions  of  time  factors,  etc.,  when  pertinent. 

2.  Surface,  intracavitary  and  interstitial  therapy. 
This  type  of  radiation  treatment  is  generally 
delivered  with  encapsulated  radioactive  sources. 
Often,  as  in  interstitial  radium  applications,  the 
sources  of  radiation  are  specifically  arranged  to 
fit  the  lesion.  In  other  cases,  such  as  the  treat¬ 
ment  of  cancer  of  the  uterine  cervix,  special 
applicators  are  used.  In  all  cases,  however,  the 
general  principles  previously  listed  apply  (see 
table  VII  1.2  for  check  list).  In  therapeutic 
techniques  of  this  type,  the  distances  involved 
between  the  sources  of  radiation  and  the  sites  of 
interest  in  the  target  volume  are  usually  very 
small.  Accordingly,  very  high  dose  gradients 
are  encountered  so  that  complete  dose  specification 
is  difficult. 
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Table  VIII. 2.  Surface,  intracavitary  and  interstitial 
therapy  check  list 

a.  Target  volume — see  table  VIII.  1. 

b.  Type  and  energy  oj  radiation — see  table  VIII.  1. 
e.  Method  of  irradiation 

(1)  Radiation  sources: 

(a)  Number  and  strength. 

(b)  Active  size. 

(c)  Total  size. 

(d)  Activity  per  unit  length. 

(e)  Filtration  of  source  capsule. 

(2)  Distribution  of  radiation  sources: 

(a)  Configuration,  as  demonstrated  by  pre- 

arrangement  or  by  roentgenograms. 

(b)  Length,  area,  or  volume  of  extended 

sources. 

(c)  Applicator  description. 

(d)  Pattern  of  application,  if  a  standard  ap¬ 

plication  system  is  used. 

d.  Absorbed  dose  and  its  pattern — see  table  VIII.  1 

Include  also  the  specfic  gamma-ray  constant. 

e.  Time  distribution 

(1)  Half-life  of  the  radioactive  material. 

(2)  Number  of  applications  and  total  duration 

of  treatment. 

(3)  Number  of  millicurie  hours. 

3.  Systemic  treatment  with  radioactive  materials. 
Dosimetry  in  this  type  of  therapy  depends  on  esti¬ 
mating  the  concentration  (p c/g)  of  activity  in  the 
target  volume.  The  amount  of  activity  in  the 
target  volume  (pc)  depends  on  the  metabolic  path¬ 
ways  in  the  patient.  The  mass  of  the  target  vol¬ 
ume  ( g )  is  not  ordinarily  known  with  accuracy. 
Accordingly,  accurate  dose  estimation  is  veiy 
difficult. 

The  general  principles  of  dose  recording  pre¬ 
viously  listed  still  apply,  however,  with  some 
modification,  as  shown  in  table  VIII. 3. 

Table  VIII. 3.  Systematic  treatment  with  radioactive 
materials  check  list 

a.  Target  volume  as  pertinent — table  VIII.  1. 

b.  Type  and  energy  of  radiation — see  table  VIII.  1. 

c.  (1)  Method  of  irradiation: 

(a)  Total  activity. 

(b)  Specific  activity. 

(c)  Amount  of  chemical  carrier. 

(d)  Chemical  form  and  physical  properties. 

(2)  Mode  of  administration: 

(a)  Oral. 

(b)  Intravenous. 

(c)  Other. 

(3)  Deposition  of  the  radioactivity  in  the 

biological  system: 

(a)  Localization: 

(i)  Measurement  by  external  means; 

(ii)  estimates  based  on  reported  meta¬ 
bolic  pathways. 

d.  Absorbed  dose  and  its  flatter n,  when  pertinent. 

Include  the  specific  gamma-ray  constant. 

e.  Time  distribution 

(1)  Physical  half-life. 

(2)  Biological  half-life:  measurements  or  sources 

of  estimation. 


B.  Diagnostic  Uses  of  Radiation 

In  most  diagnostic  procedures,  it  is  not  neces¬ 
sary  to  specify  absorbed  dose  patterns  in  detail, 
as  in  therapeutic  procedures.  However,  in  the 
development  of  new  diagnostic  methods  (either 
with  x  rays  or  with  radionuclides),  detailed  speci¬ 
fication  of  dose  should  be  provided  so  that 
comparison  can  be  made  between  techniques  and 
the  dose  at  any  point  of  interest  known.  Also, 
situations  frequently  arise  in  specific  cases,  such 
as  pelvic  radiography  or  fluoroscopy  of  women 
who  do  not  yet  know  that  they  are  pregnant, 
when  it  is  necessary  to  have  sufficient  information 
so  that  doses  can  be  computed  retrospectively. 
In  the  diagnostic  use  of  isotopes,  the  items  listed 
for  section  A. 3  (table  VIII.  1)  apply  fully.  In 
the  diagnostic  use  of  x  rays,  some  modifications 
of  this  list  should  be  made,  as  indicated  in  table 
VIII. 4. 

Table  VIII. 4.  Diagnostic  uses  of  radiation  check  list 

a .  Target  volume 

b.  Type  and  energy  of  radiation 

c.  Method  oj  irradiation — see  table  VII  1.1  when 

pertinent. 

d.  Absorbed  dose  and  its  pattern 

e.  Time  distribution 

(1)  In  radiography,  the  milliampere-seconds 

for  each  exposure. 

(2)  In  fluoroscopy,  the  milliamperes  and  cumu¬ 

lative  time  of  exposure. 

(3)  The  cumulative  number  of  examinations 

and/or  exposures. 

Important  data  in  this  connection  are  given  in 
the  Adrian  Committee  Report  [2]  and  in  section 
C,  which  immediately  follows. 

C.  Radiation  Safety  and  Protection 

The  problems,  as  well  as  the  instrumentation, 
in  this  field  of  radiation  measurements  are  quite 
different  from  those  previously  discussed.  For 
example  there  are  three  classes  of  individuals  on 
whom  dose  estimates  may  have  to  be  made: 
radiation  workers,  patients  and  the  general  popu¬ 
lation.  Measurements  too  may  fall  into  three 
different  categories:  direct  measurement  on  the 
apparatus  or  working  facilities,  area  monitoring 
and  personnel  monitoring.  Though  for  more 
information  reference  should  be  made  to  publica¬ 
tions  which  contain  specific  recommendations 
(3-12),  the  following  general  points  should  be 
borne  in  mind. 

1.  Target  volume 

The  target  volume  is  usually  related  to  the  max¬ 
imum  permissible  dose  recommendations  i.e. , 
whole-body,  gonads,  skin,  extremities,  or  other 
organs  of  special  interest. 

2.  Type  and  energy  oj  radiation 

The  factors  enumerated  in  table  VI 1 1.1  gen¬ 
erally  apply,  though  in  radiation  protection 
surveys  it  is  also  necessary  to  pay  attention  to 
the  location  of  the  radiation  sources,  details  of 
their  use  (use  factor,  workload,  occupancy  factors), 
protective  barriers,  as  well  as  to  details  of  ma¬ 
chine  or  storage  safe  construction. 


3.  Method  of  irradiation 

The  circumstances  of  irradiation  vary  widely. 
For  instance  in  many  cases  it  comes  from  radio¬ 
therapy  installations,  radiographic  and  fluoro¬ 
scopic"  equipment  or  radioisotope  storage  or 
handling  facilities.  The  general  population,  as 
well  as  radiation  workers,  may  also  be  exposed  to 
radiation  from  patients  who  have  been  treated 
with  radioactive  isotopes,  or  through  the  disposal 
of  radioactive  excreta.  More  limited  groups 
may  be  exposed  whilst  engaged  on  radiation 
surveys  and  evaluation  of  hazards  due  to  con¬ 
tamination  in  laboratories  using  radioactive  ma¬ 
terials,  or  even  while  handling  dead  patients 
who  have  recently  received  radioisotope 
treatments. 

4.  Absorbed  dose  and  its  pattern 

The  consideration  of  tables  VIII.  1  and  VIII. 3 
apply. 

5.  Time  distribution 

The  main  time  consideration  is  related  to  the 
time  periods  allowed  for  averaging  in  the  maxi¬ 
mum  permissible  dose  recommendations. 
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[6]  Recommendations  of  the  National  Committee  on 

Radiation  Protection  and  Measurements,  Recom¬ 
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NBS  Handb.  53  (1953). 
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Radiation  Protection  and  Measurements,  Pro¬ 
tection  Against  Betatron-Synchrotron  Radiations 
up  to  100  Million  Electron  Volts,  NBS  Handb.  55 
(1954). 

[8]  Recommendations  of  the  National  Committee  on 

Radiation  Protection  and  Measurements,  Per¬ 
missible  Dose  from  External  Sources  of  Ionizing 
Radiation,  NBS  Handb.  59  (1954). 

[9]  Recommendations  of  the  National  Committee  on 

Radiation  Protection  and  Measurements,  Protec¬ 
tion  Against  Neutron  Radiation  up  to  30  Million 
Electron  Volts,  NBS  Handb.  63  (1957). 

[10]  Recommendations  of  the  National  Committee  on 

Radiation  Protection  and  Measurements,  Safe 
Handling  of  Bodies  Containing  Radioactive  Iso¬ 
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[11]  Recommendations  of  the  National  Committee  on 

Radiation  Protection  and  Measurements,  Maxi¬ 
mum  Permissible  Body  Burdens  and  Maximum 
Permissible  Concentrations  of  Radionuclides  in 
Air  and  in  Water  for  Occupational  Exposure,  NBS 
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[12]  Recommendations  of  the  National  Committee  on 
Radiation  Protection  and  Measurements,  Medical 
X-ray  Protection  up  to  Three  Million  Volts,  NBS 
Handb.  76  (1961). 

IX.  Sources  of  Error  in  Clinical  Dosimetry 
and  Dose  Delivery 

The  following  paragraphs  contain  a  list  of 
common  sources  of  error  in  clinical  dosimetry  and 
of  recommended  procedures  for  avoiding  these 
errors.  In  some  cases,  typical  values  of  the  per¬ 
centage  error  are  quoted,  but  these  are  for  the 
purpose  of  illustration  only  and  are  neither  upper 
nor  lower  limits. 

Errors  will  be  discussed  in  the  following  order: 

A.  In  connection  with  measurement  of  the 
radiation  beam. 

B.  In  connection  with  derivation  of  the 
exposure. 

C.  In  connection  with  planning  the  treat¬ 
ment. 

D.  In  connection  with  treating  the  patient. 

A.  Errors  in  Connection  With  Measurement  of  the 
Radiation  Beam 

1.  The  Dosimeter. 

a.  Dosimeter  Calibration.  If  the  dosimeter  has 
been  calibrated  at  a  national  standarizing  labora¬ 
tory,  it  will  be  provided  with  correction  factors  to 
convert  its  readings  into  roentgens.  With  these 
correction  factors,  measurements  to  within  ±2 
percent  of  the  true  exposure  should  be  possible. 
When  the  instrument  has  had  no  such  calibration, 
greater  uncertainty  must  be  expected.  Even  a 
good  quality  instrument  which  has  been  handled 
with  care  may  occasionally  show  a  sudden  change 
in  sensitivity  or  quality  dependence  following 
slight  mechanical  shock.  Such  variations  are 
generally  more  pronounced  at  softer  qualities  of 
radiation. 

Recommendations:  Because  most  changes  in  cali¬ 
bration  are  likely  to  arise  through  instrument  use, 
the  following  recommendations  are  made  to  mini¬ 
mize  errors  in  clinical  dosimetry  associated  with 
calibration: 

(i)  A  dosimeter  called  the  reference  chamber 
which  is  calibrated  against  the  national  standard, 
should  be  reserved  solely  for  calibrating  dosimeters 
used  frequently  in  clinical  dosimetry; 

(ii)  Such  a  reference  chamber  should  be  cali¬ 
brated  at  least  every  two  years  against  the 
national  standard  for  all  qualities  at  which  it  is 
to  be  used. 

(iii)  Dosimeters  for  regular  clinical  use  should 
be  calibrated  against  the  reference  chamber. 
Clinical  dosimeters  should  have  a  check  calibra¬ 
tion  against  a  reference  chamber  for  the  range  of 
qualities  and  output  in  which  they  are  used,  at 
least  twice  yearly. 

(iv)  A  constancy  check  against  a  radioactive 
source  kept  for  the  purpose  should  be  performed 
frequently  on  all  thimble  chambers. 

b.  Dosimeter  leakage.  Dosimeter  leakage  may 
be  detected  as  a  discharge  of  the  dosimeter  with- 


680-124  0  -  63  -6 


33 


out  exposure  to  radiation.  Leakage  should,  in 
the  time  required  for  the  clinical  measurement, 
produce  a  reading  less  than  1  percent  of  the 
measured  dose. 

Recommendation:  The  leakage  should  be  corrected 
for  or  the  cause  eliminated. 

c.  Stem  effects.  Stem  effects  may  be  detected 
by  the  method  described  in  section  4  below. 

Recommendation:  If  stem  effects  are  small  a  cor¬ 
rection  may  be  applied;  if  large,  the  dosimeter  is 
unsuitable. 

2.  Errors  involved  in  calibration  of  the  beam . 
These  may  be  due  to: 

a.  Failure  to  use  a  chamber  that  has  been  cali¬ 
brated  for  the  quality  being  measured. 

b.  Failure  to  add  the  additional  wall  material 
to  the  chamber  when  required. 

c.  Failure  to  calibrate  the  beam  under  the  con¬ 
ditions  for  which  it  will  be  used. 

Recommendation:  Measure  the  output  for  all  field 
sizes  (since  there  is  a  variation  of  scattered  radia¬ 
tion  with  field  size)  and  at  all  working  distances 
(since  scattered  radiation  from  the  collimator,  tube 
housing,  etc.,  will  not  follow  the  inverse  square 
law) . 

d.  Inaccurate  positioning  of  the  dosimeter. 

Recommendation:  A  reproducible  geometrical 
arrangement  should  be  used. 

e.  Incorrect  timing. 

Recommendation:  The  accuracy  of  any  timing 
device  should  be  checked  periodically. 

f.  Shutter  errors  and  errors  resulting  from  the 
time  needed  for  voltage  build-up  on  the  x-ray  tube. 

Recommendation:  These  errors  may  be  detected 
by  making  two  exposure  measurements  of  different 
duration.  The  difference  between  the  two  readings 
provides  the  exposure  for  the  difference  in  time. 

3.  Output  variations.  The  output  of  an  x-ray 
source  may  change  over  long  time  intervals  and 
may  be  detected  by  regular  calibrations.  The 
output  may,  however,  also  vary  over  shorter 
time  intervals  for  reasons  peculiar  to  the  type  of 
generator. 

Recommendation:  Output  variations  over  hours 
to  days  can  be  detected  by  performing  several 
measurements  at  different  times  of  the  daily  duty 
cycle  of  the  x-ray  source.  If  output  variations 
are  significant,  an  exposure  monitoring  system 
should  be  used. 

4.  Errors  in  the  exposure  monitoring  system. 

a.  If  a  parallel  plate  monitor  is  used  its  response, 
if  unsealed,  will  depend  upon  the  temperature. 

Recommendations : 

(i)  Parallel  plate  monitoring  chambers  should 
be  sealed; 


(ii)  Frequent  calibrations  of  the  monitor  are 
essential; 

(iii)  The  monitoring  chamber  must  be  cali¬ 
brated  for  each  applicator  and  beam  quality. 

b.  When  a  thimble  chamber  is  placed  on  the 
skin  for  use  as  a  monitor,  a  small  variation  in 
position  relative  to  the  surface  introduces  a 
significant  error. 

Recommendation:  The  chamber  should  be  held 
firmly  at  some  position  in  the  beam  rather  than 
being  placed  on  the  skin. 

c.  When  used  as  a  monitor  the  stem  of  a 
thimble  chamber  may  throw  a  significant  shadow. 

Recommendation:  The  chamber  should  be  so 
placed  that  no  shadow  is  produced. 

5.  Quality  of  the  beam. 

a.  Wrong  measurement  of  HVL. 

Recommendation:  A  technique  of  measuring  HVL 
similar  to  that  outlined  in  section  II  of  this 
Report  should  be  followed. 

b.  Inaccurate  kilovoltage. 

Recommendation:  Correct  setting  of  the  line  volt¬ 
age  regulator  should  be  ensured. 

B.  Errors  in  Dose  Estimation 

f .  Errors  in  depth  dose  measurement. 

a.  Chamber  response  too  dependent  on  quality. 

b.  Chamber  too  large  for  accurate  measurement 
at  a  point.  See  section  IV. E. 

Recommendation:  For  depth  dose  measurements, 
the  chamber  dimensions  should  not  exceed  5  mm 
in  diameter  and  10  mm  in  length.  For  higher 
accuracy  a  displacement  correction  factor  can 
be  used. 

c.  Shadowing  of  scattered  radiation  by  the 
stem  of  the  ionization  chamber.  This  effect  is 
usually  small. 

d.  Non-isotropic  (directional)  response  of  the 
chamber. 

e.  Inadequate  size  or  unsuitable  composition 
of  the  phantom  used. 

Recommendation:  A  phantom  of  tissue  equivalent 
material,  such  as  water,  should  be  used.  It 
should  not  be  made  of  pressed  wood  or  other 
substance  whose  tissue  equivalence  as  to  density 
and  composition  is  uncertain. 

f.  Error  in  measuring  surface  exposure  by  thim¬ 
ble  chamber. 

Recommendation:  In  view  of  all  these  errors,  it  is 
recommended  that  depth  dose  measurements 
should  be  undertaken  only  by  workers  with  the 
necessary  experience  and  equipment. 

2.  Incorrect  use  of  depth  dose  data. 
a.  Use  of  inappropriate  published  data. 
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(i)  Use  of  published  data  for  inappropriate 
S.S.D.,  field  size  or  quality; 

(ii)  Errors  in  measurement  of  the  quality  of  the 
beam; 

(iii)  Use  of  data  measured  under  conditions 
producing  different  amounts  of  scattered  radia- 

in  tion  and  thus  introducing  errors  in  the  depth  dose. 

a 

Recommendation:  These  errors  as  well  as  errors 
in  surface  exposure  measurement  should  be  elim¬ 
inated  by  the  adoption  of  the  reeommedned  cali¬ 
bration  procedure  (section  IV)  which  should  also 
eliminate  any  serious  discrepancies  between  the 
recommended  sources  (table  IV. 2). 

fl  1 

v  .  •  .... 

b.  Errors  in  connection  with  m-vivo  condenser 

0  chamber  measurements.  These  chambers  have 
special  problems  of  energy  and  direction  depend¬ 
ence,  susceptibility  to  leakage  of  charge  due  to 
rough  handling  or  leakage  of  fluid  and  difficulty 
in  knowing  their  position  in  the  patient. 

-  I  Recommendation:  Chambers  should  be  used  in- 

s  vivo  only  by  experienced  persons. 

3.  Patient  characteristics.  Errors  may  be  caused 
by: 

a.  Differences  in  volume  between  the  treated 
region  (e.g.,  head,  neck,  limb)  and  the  phantom 
used  to  obtain  the  isodose  curves  (section  VII). 

b.  Irregular  contours  of  the  patient  causing  dis¬ 
tortion  of  the  isodose  curves  (section  VII). 

c.  Variations  in  atomic  composition  and  in  den¬ 
sity  (bone)  occurring  within  the  treated  region 
(section  VII,  and  appendix  II). 

C.  Errors  in  Treatment  Planning 

1.  Delineation  of  the  target  volume.  Careful 
clinical  examination  and  knowledge  of  the  disease 
being  treated  are  needed  to  avoid  this  error. 

2.  Measurement  oj  the  patient. 

a.  Inaccurate  measuring  instruments  and  poor 
graph-paper  may  result  in  relatively  large  errors 
in  estimating  and  plotting  patient  dimensions.4 

Recommendation:  Measuring  instruments,  graph- 
paper  and  measurements  must  be  carefully 
checked. 

b.  Lack  of  care  in  tranferring  the  patient’s  con¬ 
tour  to  plotting  paper. 

c.  Variations  in  patient  thickness  along  the 
length  of  the  treatment  field. 


4  Ordinary  graph  papers  may  have  their  engraved  lines  in  error  by  as  much 
as  10%  due  to  humidity  and  temperature  effects  on  the  paper.  Many  inex¬ 
pensive  rules  are  also  inaccurate  to  the  same  degree. 


d.  Change  of  cross  section  with  position  of 
patient  (e.g.,  prone  or  supine). 

e.  Change  of  size  during  the  course  of  treatment 
(e.g.,  appearance  or  disappearance  of  an  effusion 
(ascites)). 

3.  Beam  direction. 

a:  Movement  ol  skin  markings  with  change  in 
position  of  patient. 

b.  Movement  of  internal  organs  relative  to 
skin  markings. 

4.  Position  of  skin  markings  relative  to  target 
volume. 

Recommendation:  The  skin  marking  should  be 
applied  while  the  patient  is  in  the  treatment  posi¬ 
tion.  Make  a  radiographic  check  on  tumor  posi¬ 
tion  in  beam. 

D.  Errors  in  Treating  the  Patient 

1.  Improper  adjustment  or  opeiation  oj  auxiliary 
devices  (e.g.,  light  beam,  back  pointer,  timing  de¬ 
vices,  shutter,  etc.).5 6 

2.  Errors  in  S.S.D.  or  in  treatment  position. 

3.  Incorrect  type  or  arrangement  oj  bolus. 

4.  Errors  in  sessional  exposures. 

a.  Output  variations. 

b.  Calculation  errors. 

c.  Human  errors  in  delivery  of  exposure.  Fail¬ 
ure  to  check  that  all  the  settings  of  apparatus  are 
correct.  This  can  lead  to  major  errors  in  exposure, 
(e.g.,  filtration,  kv  settings,  wedge  filter  the  wrong 
way  round,  etc.).  A  survey  (iCRU  Report  1959, 
section  5)  in  which  the  sessional  exposures  were 
measured  by  small  ionization  chambers  on  the 
skin,  has  shown  that,  even  without  mistakes  in 
checking  or  calculation,  about  10  percent  of  the 
patients  treated  received  doses  differing  by  more 
than  10  percent  from  the  prescribed  values. 

5.  Movement  of  patient  during  treatment. 

Recommendation:  Some  method  of  immobilising 
the  patient  and  of  checking  the  patient’s  position 
during  treatment  should  be  used  (e.g.,  observation 
window,  closed-circuit  T.V.,  photocell  or  other 
automatic  check  on  field  position,  use  of  applica¬ 
tors  and  of  devices  to  immobilise  the  patient). 

The  reduction  of  such  remaining  errors  can  only 
be  achieved  by  careful  choice  of  treatment  tech¬ 
nique,  and  by  intensive  training  of  the  technical 
staff. 


5  In  a  long  x-ray  tube  the  earth's  magnetic  field  can  deflect  the  electron 

stream  causing  a  displacement  of  the  beam  of  x  rays  by  ±  1  cm  at  100  cm  SSD. 
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Appendix  I 

Radiation  Quantities  and  Units* 


1.  Introduction 

There  has  recently  been  much  discussion  of  the 
fundamental  concepts  and  quantities  employed  in 
radiation  dosimetry.  This  has  arisen  partly 
from  the  rapid  increase  in  the  number  of  indi¬ 
viduals  using  these  concepts  in  the  expanding 
field  of  nuclear  science  and  technology,  partly 
because  of  the  need  for  extending  the  concepts  so 
that  they  would  be  of  use  at  higher  photon  en¬ 
ergies  and  for  particulate  as  well  as  for  photon 
radiation,  but  chiefly  because  of  certain  obscuri¬ 
ties  in  the  existing  formulation  of  the  quantities 
and  units  themselves. 

The  roentgen,  for  example,  was  originally  de¬ 
fined  to  provide  the  best  quantitative  measure  of 
exposure  to  medium  energy  x  radiation  which 
the  measuring  techniques  of  that  day  (1928) 
permitted.  The  choice  of  air  as  a  standard 
substance  was  not  only  convenient,  but  also 
,  appropriate  for  a  physical  quantity  which  was  to 
be  correlated  with  the  biological  effect  of  x  rays, 
since  the  effective  atomic  number  of  air  is  not  very 
different  from  that  of  tissue.  Thus  a  given 
i  biological  response  could  be  reproduced  approxi- 
i  mately  by  an  equal  exposure  in  roentgens  for 
i  x-ray  energies  available  at  that  time.  Since  1928 
the  definition  of  the  roentgen  has  been  changed 
several  times,  and  this  has  reflected  some  feeling 
of  dissatisfaction  with  the  clarity  of  the  concept. 

The  most  serious  source  of  confusion  was  the 
failure  to  define  adequately  the  radiation  quantity 
of  which  the  roentgen  was  said  to  be  the  unit.* 1 
As  a  consequence  of  this  omission,  the  roentgen 
had  gradually  acquired  a  double  role.  The  use 
of  this  name  for  the  unit  had  become  recognized 
as  a  way  of  specifying  not  only  the  magnitude 
but  also  the  nature  of  the  quantity  measured. 
This  practice  conflicts  with  the  general  usage  in 
physics,  which  permits,  within  the  same  field, 
the  use  of  a  particular  unit  for  all  quantities  having 
the  same  dimensions. 

Even  before  this,  the  need  for  accurate  dosim¬ 
etry  of  neutrons  and  of  charged  particles  from 
accelerators  or  from  radionuclides  had  compelled 
the  International  Commission  on  Radiological 
Units  and  Measurements  (ICRU)  to  extend  the 
number  of  concepts.  It  was  also  desired  to 
introduce  a  new  quantity  which  could  be  more 
directly  correlated  with  the  local  biological  and 
chemical  effects  of  radiation.  This  quantity, 
absorbed  dose,  has  a  generality  and  simplicity 
which  greatly  facilitated  its  acceptance  and  in  a 
very  few  years  it  has  become  widely  used  in  every 
branch  of  radiation  dosimetry. 

•Taken  from  Radiation  Quantities  and  Units  International  Commission  on 
Radiological  Units  and  Measurements,  Report  10a,  National  Bureau  of  Stand- 
dards  Handbook  84  (numbers  refer  to  paragraphs  in  the  original  report). 

1  Franz,  II.,  and  Hiibner,  W.  Concepts  and  Measurement  of  Dcse,  Pro¬ 
ceedings  of  Second  International  Conference  on  the  Peaceful  Uses  of  Atomic 

Energy,  Geneva  1958,  P/971  21,  101,  United  Nations,  Geneva  (1958). 


The  introduction  of  absorbed  dose  into  the 
medical  and  biological  field  was  further  assisted 
by  defining  a  special  unit— the  rad.  One  rad  is 
approximately  equal  to  the  absorbed  dose  de¬ 
livered  when  soft  tissue  is  exposed  to  1  roentgen 
ol  medium  voltage  x  radiation.  Thus  in  many 
situations  of  interest  to  medical  radiology,  but 
not  in  all,  the  numbers  of  roentgens  and  rads 
associated  with  a  particular  medical  or  biological 
effect  are  approximately  equal  and  experience 
with  the  earlier  unit  could  be  readily  transferred 
to  the  new  one.  Although  the  rad  is  merely  a 
convenient  multiple  of  the  fundamental  unit, 
erg/g,  it  has  already  acquired,  at  least  in  some 
circles,  the  additional  connotation  that  the  only 
quantity  which  can  be  measured  in  rads  is  absorbed 
(lose.  On  the  other  hand,  the  rad  has  been  used 
by  some  authors  as  a  unit  for  a  quantity  called 
by  them  first  collision  dose;  this  practice  is  dep¬ 
recated  by  the  Commission. 

Being  aware  of  the  need  for  preventing  the 
emergence  of  different  interpretations  of  the  same 
quantity,  or  the  introduction  of  undesirable, 
unrelated  quantities  or  units  in  this  or  similar 
fields  of  measurement,  the  ICRU  set  up,  during 
its  meeting  in  Geneva  in  September  1958,  an 
Ad  Hoc  Committee.  The  task  of  this  committee 
was  to  review  the  fundamental  concepts,  quan¬ 
tities,  and  units  which  are  required  in  radiation 
dosimetry  and  to  recommend  a  system  of  concepts 
and  a  set  of  definitions  which  would  be,  as  far 
as  possible,  internally  consistent  and  of  sufficient 
generality  to  cover  present  requirements  and 
such  future  requirements  as  can  be  foreseen. 
The  committee  was  instructed  to  pay  more  atten¬ 
tion  to  consistency  and  rigor  than  to  the  historical 
development  of  the  subject,  and  was  authorized 
to  reject  any  existing  quantities  or  units  which 
seemed  to  hinder  a  consistent  and  unified  formu¬ 
lation  of  the  concepts. 

Bertrand  Russell,2  in  commenting  on  the  use 
and  abuse  of  the  concept  of  infinitesimals  by 
mathematicians,  remarks:  “But  mathematicians 
did  not  at  first  pay  heed  to  (these)  warnings.  They 
went  ahead  and  developed  their  science,  and  it  is 
well  that  they  should  have  done  so.  It  is  a  peculiar 
fact  about  the  genesis  and  growth  of  new  disci¬ 
plines  that  too  much  rigor  too  early  imposed 
stifles  the  imagination  and  stultifies  invention.  A 
certain  freedom  from  the  strictures  of  sustained 
formality  tends  to  promote  the  development  of  a 
subject  in  its  early  stages,  even  if  this  means  the 
risk  of  a  certain  amount  of  error.  Nonetheless, 
there  comes  a  time  in  the  development  of  any  field 
when  standards  of  rigor  have  to  be  tightened.” 

The  purpose  of  the  present  reexamination  of  the 
concepts  to  be  employed  in  radiation  dosimetry 

2  Russell,  B.,  Wisdom  of  the  West,  p.  280,  (Doubleday  &  Co.,  Inc.,  New 
York  1959). 


37 


was  primarily  “to  tighten  standards  of  rigor”.  If, 
in  the  process,  some  increased  formality  is  required 
in  the  definitions  in  order  to  eliminate  any  fore¬ 
seeable  ambiguities,  this  must  be  accepted. 

2.  General  Considerations 

The  development  of  the  more  unified  presenta¬ 
tions  of  quantities  and  units  which  is  here  proposed 
was  stimulated  and  greatly  assisted  by  mathe¬ 
matical  models  of  the  dosimetric  field  which  had 
been  proposed  by  some  members  of  the  committee 
in  an  effort  to  clarify  the  concepts.  It  appeared, 
however,  that  the  essential  features  of  the  mathe¬ 
matical  models  had  been  incorporated  into  the 
definitions  and  hence  the  need  for  their  exposition 
in  this  report  largely  disappeared.  The  mathe¬ 
matical  approach  is  published  elsewhere.3 

As  far  as  possible,  the  definitions  of  the  various 
fundamental  quantities  given  here  conform  to  a 
common  pattern.  Complex  quantities  are  defined 
in  terms  of  the  simpler  quantities  of  which  they 
are  comprised. 

The  passage  to  a  “macroscopic  limit”  which 
has  to  be  used  in  defining  point  quantities  in  other 
fields  of  physics  can  be  adapted  to  radiation 
quantities  and  a  special  discussion  of  this  is  in¬ 
cluded  in  the  section  headed  “limiting  procedures”. 

The  general  pattern  adopted  is  to  give  a  short 
definition  and  to  indicate  the  precise  meaning  of 
any  special  phrase  or  term  used  by  means  of  an 
explanatory  note  following  the  definition.  There 
has  been  no  attempt  to  make  the  list  of  quantities 
which  are  defined  here  comprehensive.  Rather, 
the  Commission  has  striven  to  clarify  the  funda¬ 
mental  dosimetric  quantities  and  a  few  others 
(such  as  activity)  which  were  specifically  referred 
to  it  for  discussion. 

It  is  recognized  that  certain  terms  for  which 
definitions  are  proposed  here  are  of  interest  in 
other  fields  of  science  and  that  they  are  already 
variously  defined  elsewhere.  The  precise  wording 
of  the  definition  and  even  the  name  and  symbol 
given  to  any  such  quantity,  may  at  some  future 
date  require  alteration  if  discussions  with  repre¬ 
sentatives  of  the  other  interested  gi’oups  of  scien¬ 
tists  should  lead  to  agreement  on  a  common 
definition  or  symbol.  Although  the  definitions 
presented  here  represent  some  degree  of  com¬ 
promise,  they  are  believed  to  meet  the  require¬ 
ments  in  the  field  of  radiation  dosimetry. 

3.  Quantities,  Units,  and  Their  Names 

The  Commission  is  of  the  opinion  that  the 
definition  of  concepts  and  quantities  is  a  funda¬ 
mental  matter  and  that  the  choice  of  units  is  of 
less  importance.  Ambiguity  can  best  be  avoided 
if  the  defined  quantity  which  is  being  measured 
is  specified.  Nevertheless,  the  special  units  do 
exist  in  this  as  in  many  other  fields.  For  example, 
the  hertz  is  restricted,  by  established  convention, 
to  the  measurement  of  vibrational  frequency,  and 
the  curie,  in  the  present  recommendations,  to  the 


3  Rossi,  H.  H.,  and  Roesch,  W.  C.,  Field  Equations  in  Dosimetry,  Radi¬ 
ation  Res.  16,  783  (1962). 


measurement  of  the  activity  of  a  quantity  of  a 
nuclide.  One  does  not  measure  activity  in  hertz  of 
nor  frequency  in  curies,  although  these  quantities  of 
have  the  same  dimensions.  "r 

It  was  necessary  to  decide  whether  or  not  to  0 
extend  the  use  of  the  special  dosimetric  units  to  lit 
other  more  recently  defined  quantities  having  the  ra 
same  dimensions,  to  retain  the  existing  restriction  re 
on  their  use  to  one  quantity  each,  or  to  abandon  ra 
the  special  units  altogether.  The  Commission  fo 
considers  that  the  addition  of  further  special  it 
units  in  the  field  of  radiation  dosimetry  is  unde-  ol 
sirable,  but  continues  to  recognize  the  existing  qi 
special  units.  It  sees  no  objection,  however,  to  io 
the  expression  of  any  defined  quantity  in  the  es 
appropriate  units  of  a  coherent  physical  system,  tf 
Thus,  to  express  absorbed  dose  in  ergs  per  gram  fo 
or  joules  per  kilogram,  exposure  in  coulombs  peri  fu 
kilogram  or  activity  in  reciprocal  seconds,  are  ti 
entirely  acceptable  alternatives  to  the  use  of  the  i: 
special  units  which,  for  historical  reasons,  are  p: 
usually  associated  with  these  quantities. 

The  ICRU  recommends  that  the  use  of  each  o 
special  unit  be  restricted  to  one  quantity  as  follows:  f( 

The  rad — solely  for  absorbed  dose 

The  roentgen — solely  for  exposure 

The  curie — solely  for  activity. 

It  recommends  further  that  those  who  prefer  to 
express  quantities  such  as  absorbed  dose  and 
kerma  (see  below)  in  the  same  units  should  use 
units  of  an  internationally  agreed  coherent  system. 

Several  new  names  are  proposed  in  the  present 
report  .  When  the  absorbed  dose  concept  was , 
adopted  in  1953,  the  Commission  recognized  the' 
need  for  a  term  to  distinguish  it  from  the  quan¬ 
tity  of  which  the  roentgen  is  the  unit.  In  1956 
the  Commission  proposed  the  term  exposure  for 
this  latter  quantity.  To  meet  objections  by  the 
ICRP,  a  compromise  term,  “exposure  dose,” 
was  agreed  upon.4  While  this  term  has  come  into  \ 
some  use  since  then,  it  has  never  been  considered  ' ; 
as  completely  satisfactory.  In  the  meantime,  the  ;  f 
basic  cause  of  the  ICRP  objection  has  largely  { 
disappeared  since  most  legal  codes  use  either  the  ( 
units  rad  or  rent. 

Since  in  this  report  the  whole  system  of  radio-  > 
logical  quantities  and  units  has  come  under  i 
critical  review,  it  seemed  appropriate  to  recon¬ 
sider  the  1956  decision.  Numerous  names  were 
examined  as  a  replacement  for  exposure  dose,  but  ; , 
there  were  serious  objections  to  any  which 
included  the  word  dose.  There  appeared  to  be 
a  minimum  of  objection  to  the  name  exposure  and 
lienee  this  term  has  been  adopted  by  the  Commis- 
sion  with  the  hope  that  the  question  has  been 
permanently  settled.  It  involves  a  minimum 
change  from  the  older  name  exposure  dose.  ; 
Furthermore,  the  elimination  of  the  term  “dose” 
accomplishes  the  long-felt  desire  of  the  Commission  j 
to  retain  the  term  dose  for  one  quantity  only — 
the  absorbed  dose. 


4  For  details,  see  ICRU,  1956  Report,  NBS  Handb.  62,  p.  2  (1957). 
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1  The  term  “RBE  dose”  has  in  past  publications 
of  the  Commission  not  been  included  in  the  list 
of  definitions  but  was  merely  presented  as  a 
“recognized  symbol.”  In  its  1959  report  the 
Commission  also  expressed  misgivings  over  the 
utilization  of  the  same  term,  “RBE,”  in  both 
radiobiology  and  radiation  protection.  It  now 
recommends  that  the  term  RBE  be  used  in 
radiobiology  only  and  that  another  name  be  used 
for  the  linear-energy-transfer-dependent  factor  by 
which  absorbed  doses  are  to  be  multiplied  to 
obtain  for  purposes  of  radiation  protection  a 
i  quantity  that  expresses  on  a  common  scale  for  all 
ionizing  radiations  the  irradiation  incurred  by 
exposed  persons.  The  name  recommended  for 
this  factor  is  the  quality  jactor  ( QF ).  Provisions 
for  other  factors  are  also  made.  Thus  a  distribution 
factor  ( DF )  may  be  used  to  express  the  modifica¬ 
tion  of  biological  effect  due  to  non-uniform 
distribution  of  internally  deposited  isotopes.  The 
product  of  absorbed  dose  and  modifying  factors 
is  termed  the  dose  equivalent  IDE).  As  a  result 
of  discussions  between  ICRU  and  ICRP,  the 
following  formulation  has  been  agreed  upon : 

The  Dose  Equivalent 

1.  For  protection  purposes  it  is  useful  to 

define  a  quantity  which  will  be  termed 
the  “dose  equivalent”  ( DE ). 

2.  ( DE )  is  defined  as  the  product  of  absorbed 

dose,  D,  quality  factor,  (QF) ;  dose  dis¬ 
tribution  factor  (DF) ;  and  other  neces¬ 
sary  modifying  factors. 

(DE)  =  D  (QF)  (DF)  .... 

3.  The  unit  of  dose  equivalent  is  the  “rem”. 

The  dose  equivalent  is  numerically 
equal  to  the  dose  in  rads  multiplied  by 
the  appropriate  modifying  factors. 

Although  this  statement  does  not  cover  a  num¬ 
ber  of  theoretical  aspects  (in  particular  the 
physical  dimensions  of  some  of  the  quantities),  it 
fulfills  the  immediate  requirement  for  an  un¬ 
equivocal  specification  of  a  scale  that  may  be  used 
for  numerical  expression  in  radiation  protection. 

Another  new  name  is  that  for  the  quantity 
which  represents  the  kinetic  energy  transferred  to 
charged  particles  by  the  uncharged  particles  per 
unit  mass  of  the  irradiated  medium.  This  is  the 
same  as  one  of  the  common  interpretations  of  a 
concept  “first  collision  dose,”  that  has  proved  to 
be  of  great  value  in  the  dosimetry  of  fast  neutrons. 
The  concept  is  also  closely  related  to  the  energy 
equivalent  of  exposure  in  an  x-ray  beam.  The 
name  proposed,  kerma,  is  based  on  the  initials  of 
/rinetic  energy  released  in  material. 

Still  another  new  name  is  the  energy  jluence 
which  is  here  attached  to  the  quantity  in  the  1953 
ICRU  report  called  quantity  of  radiation.  The 
latter  term  was  dropped  in  the  1956  ICRU  report, 
but  the  concept — time  integral  of  intensity — re¬ 
mains  a  useful  one  and  the  proposed  term  appears 
to  be  acceptable  in  other  languages  as  well  as 
English.  A  related  quantity,  particle  jluence, 


which  is  equivalent  to  the  quantity  nvt  used  in 
neutron  physics,  is  included  to  round  out  the  sys¬ 
tem  of  radiation  quantities. 

The  quantity  for  which  the  curie  is  the  unit  was 
referred  to  the  committee  for  a  name  and  defini¬ 
tion.  Hitherto  the  curie  has  been  defined  as  a 
quantity  of  the  radioactive  nuclide  such  that 
3.7x10 10  disintegrations  per  second  occur  in  it. 
However,  it  has  never  been  specified  what  was 
meant  by  quantity  of  a  nuclide,  whether  it  be  a 
number,  mass,  volume,  etc.  Meanwhile  the 
custom  has  grown  of  identifying  the  number  of 
curies  of  radionuclide  with  its  transformation  rate. 
Because  of  the  vagueness  of  the  original  concept, 
because  of  the  custom  of  identifying  curies  with 
transformation  rate  and  because  it  appeared  not 
to  interfere  with  any  other  use  of  the  curie,  the 
Commission  recommends  that  the  term  activity  be 
used  for  the  transformation  rate,  and  that  the 
curie  be  made  its  unit.  It  is  recognized  that  the 
definition  of  the  curie  is  of  interest  to  other  bodies 
in  addition  to  the  ICRU,  but  by  this  report  we 
recommend  that  steps  be  taken  to  redefine  it  as 
3.7xl010s_1;  i.e.,  as  a  unit  of  activity  and  not  of 
quantity  of  a  nuclide. 

It  is  also  recommended  that  the  term  specific 
gamma  ray  constant  be  used  instead  of  specific 
gamma  ray  emission  for  the  quotient  of  the  ex¬ 
posure  rate  at  a  given  distance  by  the  activity. 
The  former  term  focuses  attention  on  the  con¬ 
stancy  of  this  quotient  for  a  given  nuclide  rather 
than  the  emission  of  the  source. 

4.  Detailed  Considerations 
A.  Limiting  Procedures 

Except  in  the  case  of  a  uniform  distribution  of 
sources  throughout  a  large  region,  radiation  fields 
are  in  general  nonuniform  in  space.  They  may 
also  be  variable  in  time.  Many  of  the  quantities 
defined  in  this  report  have  to  be  specified  as  func¬ 
tions  of  space  or  time,  and  in  principle  they  must 
therefore  be  determined  for  sufficiently  small 
regions  of  space  or  intervals  of  time  by  some  limit¬ 
ing  procedure.  There  are  conceptual  difficulties 
in  taking  such  limits  for  quantities  which  depend 
upon  the  discrete  interactions  between  radiations 
and  atoms.  Similar  difficulties  arise  with  other 
macroscopic  physical  quantities  such  as  density  or 
temperature  and  they  must  be  overcome  by  means 
of  an  appropriate  averaging  procedure. 

To  illustrate  this  procedure,  we  may  consider 
the  measurement  of  the  macroscopic  quantity 
“absorbed  dose”  in  a  nonuniform  radiation  field. 
In  measuring  this  dose  the  quotient  of  energy  by 
mass  must  be  taken  in  an  elementary  volume  in 
the  medium  which,  on  the  one  hand,  is  so  small 
that  a  further  reduction  in  its  size  would  not 
appreciably  change  the  measured  value  of  the 
quotient  energy  by  mass  and,  on  the  other  hand, 
is  still  large  enough  to  contain  many  interactions 
and  be  traversed  by  many  particles.5  If  it  is 

5  In  interpreting  radiation  effects  the  macroscopic  concept  of  absorbed  dose 
may  not  be  sufficient.  Whenever  the  statistical  fluctuations  around  the 
mean  value  are  important,  additional  parameters  describing  the  distribution 
of  absorbed  energy  on  a  microscopic  scale  are  necessary. 
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impossible  to  find  a  mass  such  that  both  these 
conditions  are  met,  the  dose  cannot  be  established 
directly  in  a  single  measurement.  It  can  only  be 
deduced  from  multiple  measurements  that  involve 
extrapolation  or  averaging  procedures.  Similar 
considerations  apply  to  some  of  the  other  concepts 
defined  below.  The  symbol  A  precedes  the 
symbols  for  quantities  that  may  be  concerned  in 
such  averaging  procedures. 

in  the  measurement  of  certain  material  con¬ 
stants  such  as  stopping  power,  absorption  co¬ 
efficient,  etc.,  the  limiting  procedure  can  be 
specified  more  rigorously.  Such  constants  can  be 
determined  for  a  given  material  with  any  desired 
accuracy  without  difficulties  from  statistical 
fluctuations.  In  these  cases  the  formulae  quoted 
in  the  definitions  are  presented  as  differential 
quotients. 

B.  Spectral  Distributions  and  Mean  Values 

In  practice  many  of  the  quantities  defined 
below  to  characterize  a  radiation  field  and  its 
interaction  with  matter  arc  used  for  radiations 
having  a  complex  energy  spectrum.  An  important 
general  concept  in  this  connection  is  the  spectral 
concentration  of  one  quantity  with  respect  to 
another.  The  spectral  concentration  is  the 
ordinate  of  the  distribution  function  of  the  first 
quantity  with  respect  to  the  second.  The  inde¬ 
pendent  quantity  need  not  always  be  energy  or 
frequency;  one  can  speak  of  the  spectral  concen¬ 
tration  of  flux  density  with  respect  to  quantum 
energy  or  of  the  absorbed  dose  with  respect  to 
linear  energy  transfer.  Tbe  interaction  constants 
(such  as  fj.,  S  and  W)  referred  to  in  this  report 
are  often  mean  values  taken  over  the  appropri¬ 
ate  spectral  distributions  of  the  corresponding 
quantities. 

C.  Units 

For  any  of  the  quantities  defined  below  the 
appropriate  unit  of  an  internationally  agreed 
coherent  system  can  be  used.  In  addition,  certain 
special  units  are  reserved  for  special  quantities: 

the  rad  for  absorbed  dose 
the  roentgen  for  exposure 
the  curie  for  activity. 

D.  Definitions 

(1)  Directly  ionizing  particles  are  charged  par¬ 
ticles  (electrons,  protons,  a-particles,  etc.)  having 
sufficient  kinetic  energy  to  produce  ionization  by 
collision. 

(2)  Indirectly  ionizing  particles  are  uncharged 
particles  (neutrons,  photons,  etc.)  which  can 
liberate  directly  ionizing  particles  or  can  initiate 
a  nuclear  transformation. 

(3)  Ionizing  radiation  is  any  radiation  consisting 
of  directly  or  indirectly  ionizing  particles  or  a 
mixture  of  both. 

(4)  The  energy  imparted  by  ionizing  radiation 
to  the  matter  in  a  volume  is  the  difference  between 
the  sum  of  the  energies  of  all  the  directly  and 


indirectly  ionizing  particles  which  have  entered 
the  volume  and  the  sum  of  the  energies  of  all 
those  which  have  left  it,  minus  the  energy  equiv¬ 
alent  of  any  increase  in  rest  mass  that  took  place 
in  nuclear  or  elementary  particle  reactions  within 
the  volume. 

Notes:  (a)  The  above  definition  is  intended  to 
be  exactly  equivalent  to  the  previous  meanings 
given  by  the  ICRU  to  “energy  retained  by  matter 
and  made  locally  available”  or  “energy  which 
appears  as  ionization,  excitation,  or  changes  of 
chemical  bond  energies”.  The  present  formula¬ 
tion  specifies  what  energy  is  to  be  included  without 
requiring  a  lengthy,  and  possibly  incomplete, 
catalog  of  the  different  types  of  energy  transfer. 

(b)  Ultimately,  most  of  the  energy  imparted 
will  be  degraded  and  appear  as  heat.  Some  of  it, 
however,  may  appear  as  a  change  in  interatomic 
bond  energies.  Moreover,  during  the  degradation 
process  the  energy  will  diffuse  and  the  distribution 
of  heat  produced  may  be  different  from  the  dis¬ 
tribution  of  imparted  energy.  For  these  reasons 
the  energy  imparted  cannot  always  be  equated 
with  the  heat  produced. 

(c)  The  quantity  energy  imparted  to  matter  in 
a  given  volume  is  identical  with  the  quantity  often 
called  integral  absorbed  dose  in  that  volume. 

(5)  The  absorbed  dose  (D)  is  the  quotient  of 
A  Ed  by  A  in,  where  A  ED  is  the  energy  imparted 
bv  ionizing  radiation  to  the  matter  in  a  volume 
element,  Am  is  the  mass  of  the  matter  in  that 
volume  element  and  A  lias  the  meaning  indicated 
in  section  4. A. 


Am 

The  special  unit  of  absorbed  dose  is  the  rad. 

1  rad  =1 00  erg/y  =  y—  I /kg 

Note:  J  is  the  abbreviation  for  Joule. 

(6)  The  absorbed  dose  rate  is  the  quotient  of 
A D  by  At,  where  A D  is  the  increment  in  absorbed 
dose  in  time  At  and  A  has  the  meaning  indicated 
in  section  4. A. 

Absorbed  dose  rate=^v 
At 

A  special  unit  of  absorbed  dose  rate  is  any 
quotient  of  the  rad  by  a  suitable  unit  of  time 
(rad /d,  rad/min,  rad jh,  etc.). 

(7)  The  particle  fluence*  6  or  fluence  (4>)  of 
particles  is  the  quotient  of  AN  by  A  a,  where 
AN  is  the  number  of  particles  which  enter  a 
sphere  7  of  cross-sectional  area  A  a  and  A  has  the 
meaning  indicated  in  section  4. A. 

«  This  quantity  is  the  same  as  the  quantity,  nvt,  commonly  used  in  neutron 

physics. 

7  This  quantity  is  sometimes  defined  with  reference  to  a  plane  of  area  Aa, 
instead  of  a  sphere  of  cross-sectional  area  Aa.  The  plane  is  less  useful  for 
the  present  purposes  and  it  will  not  be  defined.  The  two  quantities  are 
equal  for  a  unidirectional  beam  of  particles  perpendicularly  incident  upon 
the  plane  area. 
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AN 
$=— — 

A  a 

(8)  The  particle  flux  density  or  flux  density  (<p) 
of  particles  is  the  quotient  of  A<f>  by  At  where 
A<f>  is  the  particle  fluence  in  time  At  and  A  has 
the  meaning  indicated  in  section  4. A. 

A<t> 

At 

Note:  This  quantity  may  also  be  referred  to  as 
particle  fluence  rate. 

(9)  The  energy  fluence  ( F )  of  particles  is  the 
quotient  of  AEf  by  A  a,  where  AEf  is.  the  sum 
of  the  energies,  exclusive  of  rest  energies,  of  all 
the  particles  which  enter  a  sphere 8  of  cross- 
sectional  area  A  a  and  A  has  the  meaning  indicated 
in  section  4. A. 


(10)  The  energy  flux  density  or  intensity  (/) 
is  the  quotient  of  A F  by  At,  where  A F  is  the 
energy  fluence  in  the  time  At  and  A  has  the 
meaning  indicated  in  section  4. A. 

NF 


Note:  This  quantity  may  also  be  referred  to  as 
energy  fluence  rate. 

(11)  The  kerma 9  (K)  is  the  quotient  of  A EK  by 
Am,  where  AEk  is  the  sum  ol  the  initial  kinetic 
energies  of  all  the  charged  particles  liberated  by 
indirectly  ionizing  particles  in  a  volume  element 
of  the  specified  material,  Am  is  the  mass  of  the 
matter  in  that  volume  element  and  A  has  the 
meaning  indicated  in  section  4. A. 


Notes:  (a)  Since  A EK  is  the  sum  of  the  initial 
kinetic  energies  of  the  charged  particles  liberated 
by  the  indirectly  ionizing  particles,  it  includes 
not  only  the  kinetic  energy  these  charged  particles 
expend  in  collisions  but  also  the  energy  they 
radiate  in  bremsstrahlung.  The  energy  ol  any 
charged  particles  is  also  included  when  these 
are  "produced  in  secondary  processes  occurring 
within  the  volume  element.  Thus  the  energy 
of  Auger  electrons  is  part  of  A EK. 

(b)  In  actual  measurements  Am  should  be  so 
small  that  its  introduction  does  not  appreciably 
disturb  the  radiation  field.  This  is  particularly 
necessary  if  the  medium  for  which  kerma  is 
determined  is  different  from  the  ambient  medium; 


=  oee  ruumutc  i.  ,  , 

o  Various  other  methods  of  specifying  a  radiation  field  have  been  used; 
e.g.,  for  a  neutron  source  the  “first  collision  dose”  in  a  standard  material  at 
a  specified  point  (see  Introduction). 


if  the  disturbance  is  appreciable  an  appropriate 
correction  must  be  applied. 

(c)  It  may  often  be  convenient  to  refer  to  a 
value  of  kerma  or  of  kerma  rate  for  a  specified 
material  in  free  space  or  at  a  point  inside  a  dif¬ 
ferent  material.  In  such  a  case  the  value  will 
be  that  which  would  be  obtained  if  a  small  quan¬ 
tity  of  the  specified  material  were  placed  at  the 
point  of  interest.  It  is,  however,  permissible  to 
make  a  statement  such  as:  “The  kerma  for  air 
at  the  point  P  inside  a  water  phantom  is  .  . 
recognizing  that  this  is  a  shorthand  version  of  the 
fuller  description  given  above. 

(d)  A  fundamental  physical  description  of  a 
radiation  field  is  the  intensity  (energy  flux  density) 
at  all  relevant  points.  For  the  purpose  of  dosime¬ 
try,  however,  it  may  be  convenient  to  describe 
the  field  of  indirectly  ionizing  particles  in  terms 
of  the  kerma  rate  for  a  specified  material.  A 
suitable  material  would  be  air  for  electromagnetic 
radiation  of  moderate  energies,  tissue  for  all 
radiations  in  medicine  or  biology,  or  any  relevant 
material  for  studies  of  radiation  effects. 

Kerma  can  also  be  a  useful  quantity  in  dosime¬ 
try  when  charged  particle  equilibrium  exists  at 
the  position  and  in  the  material  of  interest,  and 
bremsstrahlung  losses  are  negligible.  It  is  then 
equal  to  the  absorbed  dose  at  that  point.  In 
beams  of  x  or  gamma  rays  or  neutrons,  whose 
energies  are  moderately  high,  transient  charged- 
particle  equilibrium  can  occur;  in  this  condition 
the  kerma  is  just  slightly  less  than  the  absorbed 
dose.  At  very  high  energies  the  difference  be¬ 
comes  appreciable.  In  general,  if  the  range  of 
directly  ionizing  particles  becomes  comparable 
with  the  mean  free  path  of  the  indirectly  ionizing 
particles,  no  equilibrium  will  exist. 

(12)  The  kerma  rate  is  the  quotient  of  AK  bv 
At,  where  A K  is  the  increment  in  kerma  in  time 
At  and  A  lias  the  meaning  indicated  in  section  4. A. 

(13)  The  exposure  ( X )  is  the  quotient  of  AQ 
by  Am,  where  A Q  is  the  sum  of  the  electrical 
charges  on  all  the  ions  of  one  sign  produced  in 
air  when  all  the  electrons  (negatrons  and  posi¬ 
trons),  liberated  by  photons  in  a  volume  element 
of  air  whose  mass  is  Am,  are  completely  stopped 
in  air  and  A  has  the  meaning  indicated  in  section 
4. A. 

Am 

The  special  unit  of  exposure  is  the  roentgen  ( R ). 
li?  =  2.58X  lO~iC/kg 10 

Notes:  (a)  The  words  “charges  on  all  the  ions 
of  one  sign”  should  be  interpreted  in  the  mathe¬ 
matically  absolute  sense. 

(b)  Tire  ionization  arising  from  the  absorption 
of  bremsstrahlung  emitted  by  the  secondary  elec¬ 
trons  is  not  to  be  included  in  A Q.  Except  for 
this  small  difference,  significant  only  at  high 

10  This  unit  is  numerically  identical  with  the  old  one  defined  as  1  e.s.u.  of 
charge  per  .001293  gram  of  air.  C  is  the  abbreviation  for  coulomb. 
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energies,  the  exposure  as  defined  above  is  the 
ionization  equivalent  of  the  kerma  in  air. 

(c)  With  present  techniques  it  is  difficult  to 
measure  exposure  when  the  photon  energies  in¬ 
volved  lie  above  a  few  Mev  or  below  a  few  kev. 

(d)  As  in  the  case  of  kerma  (4D(11),  note  (c)), 
it  may  often  be  convenient  to  refer  to  a  value  of 
exposure  or  of  exposure  rate  in  free  space  or  at 
a  point  inside  a  material  different  from  air.  In 
such  a  case  the  value  will  be  that  which  would 
be  determined  for  a  small  quantity  of  air  placed 
at  the  point  of  interest.  It  is,  however,  per¬ 
missible  to  make  a  statement  such  as:  “The 
exposure  at  the  point  P  inside  a  water  phantom 
is  .  .  . 


(14)  The  exposure  rate  is  the  quotient  of  AW  by 
At,  where  AX  is  the  increment  in  exposure  in  time 
At  and  A  has  the  meaning  indicated  in  section  4. A. 


Exposure  rate= 


AX 
'  At 


A  special  unit  of  exposure  rate  is  any  quotient 
of  the  roentgen  by  a  suitable  unit  of  time  (R/s, 
R/ min,  R/h,  etc.). 


(15)  The  mass  attenuation  coefficient 


of  a 


material  for  indirectly  ionizing  particles  is  the  quo¬ 
tient  of  dN  by  the  product  of  p,  N,  and  dl,  where 
N  is  the  number  of  particles  incident  normally 
upon  a  layer  of  thickness  dl  and  density  p,  and 
dN  is  the  number  of  particles  that  experience 
interactions  in  this  layer. 

d_N 
P  PN  dl 


Notes:  (a)  The  term  “interactions”  refers  to 
processes  whereby  the  energy  or  direction  of  the 
indirectly  ionizing  particles  is  altered. 

(b)  For  x  or  gamma  radiations 


M_T  |  a  |  frcch  |  k 

p  p  p  p  p 


where  -  is  the  mass  photoelectric  attenuation  co- 
P 

efficient,  -  is  the  total  Compton  mass  attenuation 
p 

coefficient,  — h  is  the  mass  attenuation  coefficient 
P 

for  coherent  scattering,  and-  is  the  pair-production 

P 

mass  attenuation  coefficient. 

(16)  The  mass  energy  transfer  coefficient  (7> 

a  material  for  indirectly  ionizing  particles  is  the 
quotient  of  dEK  by  the  product  of  E,  p,  and  dl, 
where  E  is  the  sum  of  the  energies  (excluding  rest 
energies)  of  the  indirectly  ionizing  particles  inci¬ 


dent  normally  upon  a  layer  of  thickness  dl  and 
density  p,  and  dEK  is  the  sum  of  the  kinetic  ener¬ 
gies  of  all  the  charged  particles  liberated  in  this 
laver. 


1  dEK 
Ep  dl 


Notes:  (a)  The  relation  between  fluence  and 
kerma  may  be  written  as 


K=F 


Pk 


(b)  For  x  or  gamma  rays  of  energy  hv 


_ —  — J-  ^ a  |  ^ 


where 


(- 


p  p  \  hv/ 


-—the  photoelectric  mass  attenuation  coeffi- 

vP 

cient,  <5  =  average  energy  emitted  as  fluorescent 


radiation  per  photon  absorbed.^  and 


a  E„ 


hv 


=  total  Compton  mass  attenuation  coefficient, 


A’e  =  average  energy  of  the  Compton  electrons  per 
scattered  photon.^  and 


Ka  =  K  / 

P  P  V 


2mc2\ 
'luT  ) 


unass  attenuation  coefficient  for  pair  pro¬ 


duction,  mc2= rest  energy  of  the  electron.^ 

(17)  The  mass  energy-absorption  coefficient  (t) 


of  a  material  for  indirectly  ionizing  particles  is 


Pk 


—  (1  —G),  where  G  is  the  proportion  of  the  energy 
P 

of  secondary  charged  particles  that  is  lost  to 
bremsstrahlung  in  the  material. 


Notes:  (a)  When  the  material  is  air,  —  is  pro- 

p 

portional  to  the  quotient  of  exposure  by  fluence. 


(b)  and 


do  not  differ  appreciably  unless 

p  P 

the  kinetic  energies  of  the  secondary  particles  are 
comparable  with  or  larger  than  their  rest  energy. 


(18)  The  mass  stopping  power 


of  a  material 


for  charged  particles  is  the  quotient  of  dEs  by  the 
product  of  dl  and  p,  where  dEs  is  the  average 
energy  lost  by  a  charged  particle  of  specified 
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energy  in  traversing  a  path  length  dl,  and  p  is  the 
density  of  the  medium. 

S__  1  dE , 
p  p  dl 


Note:  dEs  denotes  energy  lost  due  to  ionization, 
electronic  excitation  and  radiation.  For  some 
purposes  it  is  desirable  to  consider  stopping  power 
with  the  exclusion  of  bremsstrahlung  losses.  In 
S 

this  case  —  must  be  multiplied  by  an  appropriate 
P 

factor  that  is  less  than  unity. 

(19)  The  linear  energy  transfer  ( L )  of  charged 
particles  in  a  medium  is  the  quotient  of  dEL  by  dl 
where  dEL  is  the  average  energy  locally  imparted 
to  the  medium  by  a  charged  particle  of  specified 
energy  in  traversing  a  distance  of  dl. 

T _ dEL 

L~  dl 

Notes:  (a)  The  term  “locally  imparted”  may  refer 
either  to  a  maximum  distance  from  the  track  or  to 
a  maximum  value  of  discrete  energy  loss  by  the 
particle  beyond  which  losses  are  no  longer  con¬ 
sidered  as  local.  In  either  case  the  limits  chosen 
should  be  specified. 

(b)  The  concept  of  linear  energy  transfer  is 
different  from  that  of  stopping  power.  The  former 
refers  to  energy  imparted  within  a  limited  volume, 
the  latter  to  loss  of  energy  regardless  of  where  this 
energy  is  absorbed. 


(20)  The  average  energy  ( IF)  expended  in  a  gas  per 
ion  pair  formed  is  the  quotient  of  E  by  Nw,  where 
Nw  is  the  average  number  of  ion  pairs  formed  when 
a  charged  particle  of  initial  energy  E  is  completely 
stopped  by  the  gas. 


Notes:  (a)  The  ions  arising  from  the  absorption  of 
bremsstrahlung  emitted  by  the  charged  particles 
are  not  to  be  counted  in  Nw- 

(b)  In  certain  cases  it  may  be  necessary  to  con¬ 
sider  the  variation  in  W  along  the  path  of  the 
particle,  and  a  differential  concept  is  then  required, 
but  is  not  specifically  defined  here. 


(21)  A  nuclide  is  a  species  of  atom  having- 
specified  numbers  of  neutrons  and  protons  in  its 
nucleus. 

(22)  The  activity  (A)  of  a  quantity  of  a  radio¬ 
active  nuclide  is  the  quotient  of  AN  by  At,  where 
AN  is  the  number  of  nuclear  transformations 
which  occur  in  this  quantity  in  time  At  and  A  has 
the  meaning  indicated  in  section  4. A. 


The  special  unit  of  activity  is  the  curie  (c). 
lc=3.7X  1010s-1  (exactly) 


Note:  In  accordance  with  the  former  definition 
of  the  curie  as  a  unit  of  quantity  of  a  radioactive 
nuclide,  it  was  customary  and  correct  to  say: 
“Y  curies  of  P-32  were  administered  .  .  .  .” 
It  is  still  permissible  to  make  such  statements 
rather  than  use  the  longer  form  which  is  now 
correct:  “A  quantity  of  P-32  was  administered 
whose  activity  was  Y  curies.” 

(23)  The  specific  gamma  ray  constant  (F)  of  a 

gamma-emitting  nuclide  is  the  quotient  of 

by  A,  where  is  the  exposure  rate  at  a  distance 

l  from  a  point  source  of  this  nuclide  having  an 
activity  A  and  A  has  the  meaning  indicated  in 
section  4. A. 


_l2AX 

AAt 

Special  units  of  specific  gamma  ray  constant 
are  Rm2h~1c~ 1  or  any  convenient  multiple  of  this. 

N  ote:  It  is  assumed  that  the  attenuation  in  the 
source  and  along  l  is  negligible.  However,  in  the 
case  of  radium  the  value  of  T  is  determined  for  a 
filter  thickness  of  0.5  mm  of  platinum  and  in  this 
case  the  special  units  are  Rm2h~1g~l  or  any  con¬ 
venient  multiple  of  this. 


Table  4.1. —  Table  of  quantities  and  units 


No. 

Name 

Sym¬ 

bol 

Dimen¬ 
sions  a 

MKSA 

Units 

Cgs 

Special 

4 

Energy  im- 

E _ 

j 

erg - 

g.  rad. 

parted  (inte- 

gral  absorbed 

dose). 

5 

Absorbed  dose.._ 

D 

EM- 1.... 

■T  kg-' - 

erg  g-L.  . 

rad. 

6 

Absorbed  dose 

EM-iT-K 

J  kg-is-1. 

erg  g-is-L 

rads_1etc. 

rate. 

7 

Particle  fluence 

<i> 

L-i _ 

m-2 _ 

cm-2 _ 

or  fluence. 

8 

Particle  flux 

<f 

L-2T- 1... 

m-2s-> _ 

cm^S'1... 

density. 

9 

Energy  fluence.. 

F 

EL-2 . 

J  m-2 _ 

erg  cm-2.  _ 

10 

Energy  flux 

/ 

EL-2T- >.. 

J  m-*s-1.. 

erg  cm~2s 

density  or 

-i 

intensity. 

11 

Kerma . 

K 

EM- 1.... 

J  kg-i - 

erg  g-1 — 

12 

EM- 1  T-i 

.1  kg-‘s_l- 

erg  g-'s-1. 

13 

Exposure..  _ 

X 

R  (roent- 

gen). 

14 

Exposure  rate _ 

Qlf-i  T-L 

Ckg~*s“1_. 

esu  g-1s-,_ 

Rs_1  etc. 

15 

Mass  attenua- 

P 

L*M- 1.... 

m2kg-i_. 

cm2g-' _ 

tion  coefficient. 

P 

16 

Mass  energy 

eK 

L2M~i _ 

m2kg-i_._ 

cm2g-‘ — 

transfer  coeffi- 

eient. 

17 

Mass  energy 

lien 

ffflf-L... 

m2kg-'__. 

cm2g-i — 

absorption 

coefficient . 

18 

Mass  stopping 

s 

EL2M-K. 

J  m2kg-h. 

erg  cm2g 

power. 

P 

19 

Linear  energy 

L 

EL-' . 

J  m-' _ 

erg  cm-'. 

kev(nm) 

transfer. 

-1. 

20 

Average  energy 

\V 

E _ 

J _ 

erg - 

ev. 

per  ion  pair. 

22 

A 

T-i _ 

s-1_: _ 

s-1 _ 

c  (curie). 

23 

Specific  gamma- 

r 

QLW-i._ 

Cm2kg-i._ 

esu  cm2g 

Rm2h-i 

ray  constant. 

-1. 

c->  etc. 

Dose  equivalent. 

DE 

rem 

“  It  was  desired  to  present  only  one  set  of  dimensions  for  each  quantity,  a 
set  that  would  be  suitable  in  both  the  MKSA  and  eleetrostatic-egs  systems. 
To  do  this  it  was  necessary  to  use  a  dimension  Q,for  the  electrical  charge,  that 
is  not  a  fundamental  dimension  in  either  system.  In  the  MKSA  system 
(fundamental  dimensions  M,  L,  T,  I)  Q  represents  the  product  IT,  in  the 
electrostatic-cgs  system  (AT,  L,  T)  it  represents  M'WLMT-i. 
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Appendix  II 
Dosage  in  Bone  * 


3.5.  The  special  case  of  bone. 

(a) .  General  considerations.  The  case  of  the 
boundary  region  between  bone  and  soft  tissue  re¬ 
quires  special  consideration  because  of  its  im¬ 
portance  in  clinical  radiotherapy  at  conventional 
peak  potentials  of  200  to  300  kv.  The  presence 
of  bone  in  a  treatment  zone  alters  the  distribution 
of  dose  in  two  ways.  The  macroscopic  distribu¬ 
tion  is  altered,  with  a  reduction  in  the  dose  reach¬ 
ing  soft  tissues  beyond  the  bone  and,  on  a  micro¬ 
scopical  scale,  the  dose  to  soft  tissues  immediately 
adjacent  to  or  enclosed  within  bone  is  raised  by 
the  action  of  secondary  electrons  arising  from 
photoelectric  absorption  in  the  calcium  and 

|  phosphorus  of  the  bone  mineral. 

The  anatomy  of  the  situation  is  indicated  in 
figures  3.3  to  3.5,  and  dose  distributions  are  illus¬ 
trated  purely  qualitatively  in  figures  3.6  and  3.7. 

With  200  to  300  kv  radiations,  the  dose  enhance¬ 
ment  produced  by  secondary  electrons  from  com¬ 
pact  bone  will  occur  only  within  distances  of  the 
order  of  100  microns  or  less  from  the  bone  surface. 
The  tissues  of  interest  in  such  a  case  are,  for 
example,  periosteal  tissues  at  points  BCD  and 
corresponding  endosteal  sites  B/  C'  D'  in  figure 
3.4.  Within  the  bone,  the  tissues  of  interest  such 
as  E  in  figure  3.5a  will  be  the  soft  tissue  com¬ 
ponents  of  the  Haversian  system:  the  osteocytes, 
the  connective  tissues  lining  the  walls  of  the 
Haversian  canals,  and  the  contained  blood  vessels 
(see  fig.  3.5b).  In  all  these  cases  the  absorbed 
dose  depends  upon  the  linear  dimensions  of  the 
tissue  inclusion  relative  to  the  range  of  the  emitted 
photoelectrons. 

The  general  features  of  the  dose  distribution  in 
the  region  of  compact  bone  are  illustrated  in 
figures  3.6  and  3.7.  In  figure  3.6  the  exposure 
dose  is  seen  to  fall  below  that  measured  in  a  homo¬ 
geneous  medium  and  in  figure  3.7  the  absorbed 
dose  is  shown  to  rise  within  the  bone  itself.  The 
condition  at  the  interfaces  between  bone  and  soft 
tissue  are  not  shown  accurately  to  scale  and  the 
linear  extent  of  the  interface  region  is  enlarged  for 
the  sake  of  clarity. 

(b) .  Absorbed  dose  near  an  interface  and  within 
bone.  The  absorbed  dose  in  the  compact  bone 
itself  is  given  by 


Dmineral  bone — JR  rad  (3.1) 

(see  eq  8.6)  where  If  is  the  exposure  dose  at  the 
site  in  question  and  /  is  the  factor  for  compact 
bone  for  the  photon  energy  (table  8.1)  or  averaged 
for  the  appropriate  photon  spectrum  (table  8.2 
and  fig.  8.7).  These  figures  indicate  the  values  of 
the  coefficient  f  averaged  for  some  primary  and 


*  Reprinted  from  National  Bureau  of  Standards  Handbook  78,  Report  of 
the  International  Commission  on  Radiological  Units  and  Measurements 
(ICRU)  1959.  (The  numbers  refer  to  paragraphs  in  the  original  report.) 


scattered  photon  spectra  within  a  water  phantom 
and  also  the  values  of  f  measured  directly  by  the 
method  of  equivalent  gases  (Allisy,  1958).  This 
dose  to  compact  bone,  however,  is  not  of  direct 
clinical  interest  because  dose  levels  sufficient  to 
cause  biological  effects  in  the  living  soft  tissue 
components  of  bone  are  unlikely  to  affect  the 
purely  mineral  parts. 

In  very  small  soft  tissue  inclusions  the  absorbed 
dose  will  approach  that  given  by  eq  (3.1)  because 
it  will  be  produced  mainly  by  secondary  electrons 
generated  in  the  compact  bone.  These  electrons, 
however,  lose  energy  at  different  rates  in  soft 
tissue  and  in  bone,  and  eq  (3.1)  must  be  modified 
to  include  the  ratio  of  the  mass  stopping  powers 
for  bone  and  tissue: 


D„ 


JR 


•'soft  tissue  in  bone  /or  \  //  o  \ 

1  0>m)  bone/  w  m)  tissue 

where 


-FR  rad  (3.2) 


F= 


J 


and 


(S  to)  bone/  (^to)  tissue 

(Sa)  bone/  OS m)  tissue 


is  the  mass  stopping  power  ratio  (bone/tissue)  for 
the  average  secondary  electron  energy.  This  ap¬ 
proximation  is  justified  because  the  (sm) is  a 
slowly  varying  function  of  electron  energy.  The 
value  of  (sm)ti°sue  varies  from  0.914  at  an  electron 
energy  of  10  kev  to  0.931  at  200  kev  (calculated 
from  table  8.3).  Equation  (3.2)  holds  only  for 
soft  tissue  inclusions  which  are  small  compared 
with  the  secondary  electron  range;  this  means  that 
for  most  of  the  energy  range  where  the  photoelec¬ 
tric  effect  in  bone  is  important  the  tissue  dimen¬ 
sions  cannot  be  much  more  than  l/j.  (Spiers,  1951; 
see  also  fig.  3.10). 

In  the  transition  region  near  compact  bone  the 
absorbed  dose  varies  with  distance  from  the  inter¬ 
face;  approximate  calculations  for  a  plane  slab  of 
bone  and  other  simplifying  assumptions  give  values 
of  the  absorbed  dose  as  illustrated  in  figure  3.8 
(Spiers,  1951).  At  the  interface  itself,  the  value 
of  F  is  approximately  the  mean  of  the  values  for 
muscle  and  bone  derived  from  tables  8.1  and  8.2; 
at  distances  from  the  interface  greater  than  the 
pliotoelectron  ranges,  the  value  of  the  factor  falls 
to  that  for  muscle.  In  figure  3.9  the  distances  are 
given  at  which  the  increased  dose  due  to  the  prox¬ 
imity  of  the  calcified  layer  is  reduced  to  10  percent 
of  tlie  value  of  the  soft  tissue  dose. 

If  the  issue  included  within  the  compact  bone 
has  dimensions  greater  than  about  1  m,  the  dose 
received  will  be  less  than  that  given  by  eq  (3.2) 
and  will  vary  from  a  maximum  value  at  the  edge 
of  the  cavity  which  contains  the  tissue  to  a  mini¬ 
mum  at  the  center.  Variations  in  dose  across 


45 


PHOTONS 

JUXAAA-* 


Figure  3.3.  Tissues  of  interest — point  in  soft  tissue  shielded 

by  bone. 
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Figure  3.5a.  Tissues  of  interest — points  within  bone. 
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Figure  3.5b.  Photomicrograph  of  a  ground  portion  of  human  metacarpal  bone  after  staining  with  fuchsin  and  mounting  in 

Canadian  balsam. 

(After  Schaffer  in,  Maximow  and  Bloom:  Textbook  of  histology,  5th  ed.,  W.  B.  Saunders  Co.,  Philadelphia,  Pa.) 
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tissue-filled  cavities  of  different  sizes  for  three 
photon  energies  are  shown  in  figure  3.10.  The 
5-n  cavity  may  be  taken  as  typical  of  one  contain¬ 
ing  an  osteocyte.  The  50-yu  and  100-m  cavities 
correspond  to  the  dimensions  of  many  Haversian 
canals.  These  calculations  assume  that  the  bone 
surrounding  the  tissue-filled  cavities  provides 
equilibrium  numbers  of  photoelectrons;  in  the 
case  of  200-  to  250-kvp  X-rays,  electronic  equilib¬ 
rium  is  nearly  complete  if  the  thickness  of  bone 
is  100  m- 


Figure  3.6.  Exposure  dose  with  bone  present  ( schematic ). 


ABSORBED 

DOSE 


Figure  3.7. 


Absorbed  dose  with  bone  present  ( schematic ) . 


In  the  Haversian  systems  two  classes  of  tissue 
need  to  be  distinguished:  (1)  Fixed  tissues,  and 
(2)  blood  cells  in  transport  through  the  blood 
vessels.  The  latter  group  of  cells,  however,  is 
only  temporarily  exposed  to  the  higher  dose  rate 
in  the  canals  and,  because  these  cells  mix  with 
other  blood  cells,  the  absorbed  dose  they  receive 
will  not  be  significantly  raised  by  the  photo¬ 
electric.  effect  in  bone.  The  fixed  tissues,  on  the 
other  hand,  will  receive  extra  absorbed  dose 
depending  on  their  size  and  location.  They 
include  blood  vessels  having  two  types  of  wall: 

(1)  Endothelial  cells  only — -bone  capillaries;  and 

(2)  mixed  tissues — veins,  arterioles,  and  arteries. 
It  can  be  seen  from  figure  3.8  that  the  endothelium 
of  the  vessels  in  the  second  category  will  not 


Figure  3.9.  Distance  at  which  excess  dose  falls  to  10  percent 
of  soft-tissue  dose. 


Figure  3.8.  Absorbed  dose  factor,  F,  in  rad/r  near  bone. 


Figure  3.10.  Absorbed  dose  in  tissue-filled  cavities. 
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receive  more  than  about  10  percent  excess  ab¬ 
sorbed  dose  at  any  quality  of  radiation,  provided 
they  lie  centrally  in  canals  or  spaces  greater  than 
some  100-m  diameter.  The  endothelial  cells  of 
the  bone  capillaries  in  a  50-m  canal,  however, 
could  receive  a  minimum  dose  of  about  140  rads 
for  every  100  rads  received  in  soft  tissue  remote 
from  bone,  when  irradiated  by  200-  to  250-kvp 
X-  rays.  At  80  kvp  (mean  photon  energy  35 
kev),  the  absorbed  dose  to  the  endothelial  cells 
could  be  as  high  as  280  rads  (fig.  3.10). 

It  is  clearly  difficult  to  specify  exactly  the  ab¬ 
sorbed  dose  to  the  soft  tissues  in  bone  because  of 
their  variability  in  size  and  location.  Never¬ 
theless,  a  useful  indication  of  the  order  of  dose  can 
be  given,  as  in  table  3.1,  by  calculating  the 
absorbed  dose  for  three  types  of  tissue:  (1)  Average 
absorbed  dose  to  an  osteocyte  of  5-y  diameter;  (2) 
the  mean  of  the  average  absorbed  doses  to  two 
sizes  of  Haversian  canal,  one  10-y  and  the  other 
50-y  in  diameter;  and  (3)  the  average  absorbed 
dose  to  tissues  assumed  to  be  10-y  thick  lining  a 
Haversian  canal  of  50-y  diameter. 

The  osteocyte  represents  the  tissue  component 
which  in  all  probability  receives  the  highest  ab¬ 
sorbed  dose,  the  mean  absorbed  dose  in  (2)  is 
intended  as  an  approximate  measure  of  the  aver¬ 
age  throughout  the  soft  tissue  inclusions  in  bone, 


Figure  3.11.  Model  and  dimensions  of  lamellae  and 
marrow  spaces  in  spongy  bone. 


Figure  3.12.  Dose  excess  over  soft-tissue  dose  averaged  over 
marrow  cavities. 


excluding  the  marrow,  (Spiers  1951),  and  the  dose 
to  the  tissues  lining  a  Haversian  canal  is  given  ?] 
as  a  possibly  significant  clinical  point. 

(c) .  Absorbed  dose  in  bone  marrow.  The  spaces  1 
in  trabecular  bone  which  contain  red  marrow  are, 
on  the  average,  considerably  larger  than  the  small 
tissue-filled  spaces  in  the  Haversian  systems  with  I  ’! 
the  result  that  the  mean  marrow  dose  is  probably  , 
not  greatly  raised  by  the  photo-electrons  from  the  ‘  ! 
mineral  bone.  Engstrom  et  al.,  (1958)  give  distri¬ 
butions  of  the  sizes  of  bone  lamellae  in  human  [, 
vertebrae  and  ribs  as  ranging  from  60  to  100  y 
with  the  dimensions  of  the  marrow  spaces  ranging  19 
from  250  to  950  y  in  vertebrae  and  100  to  700  y 
in  ribs.  Robertson  and  Godwin  (1954),  studying  f 
vertebrae  and  ribs,  give  a  range  of  20  to  250  y  j 
for  bone  lamellae  and  200  to  700  y  for  the  marrow  11 
spaces.  Representative  mean  dimensions  might  9 
be  therefore  100  y  for  bone  lamellae  and  400  y  t  11 
for  the  marrow  interspaces.  Regarding  trabecu¬ 
lar  bone  as  a  formalized  lattice  as  in  figure  3.11,  r 
the  marrow  cells  filling  the  spaces  will  receive  a  * 
higher  marrow  dose  depending  on  the  size  of  the  c 
marrow  space.  The  mean  excess  marrow  dose,  s 
for  a  range  of  marrow  spaces,  has  been  calculated  j  9 
to  vary  with  photon  energy  approximately  as  in  f 
figure  3.12.  For  400-m  interspaces,  the  mean 
excess  marrow  doses  are  respectively  5,  13,  7,  and  1 
1  percent  of  the  soft  tissue  dose  at  photon  energies 
of  25,  50,  100,  and  200  kev.  Except  at  the  highest  1 
energy,  where  the  photoelectric  effect  is  in  any  1 
case  small,  the  bone  trabeculae  will  be  mostly  of  j 
sufficient  thickness  to  provide  electron  equilibrium. 

(d)  .  Further  considerations  and  limitations  of  | 
present  analysis.  Tumors  of  bone  have  the  same 
atomic  composition  as  soft  tissues  and  where 
macroscopic  tumors  have  replaced  calcified  bone 
the  absorbed  dose  will  be  the  same  as  for  soft 
tissue  remote  from  bone.  Where  small  extensions 
of  tumor  invade  the  bone  structure,  or  islands  of 
tumor  develop  in  bone  by  metastatic  spread,  the 
absorbed  dose  will  be  governed  by  the  same  con¬ 
siderations  of  tissue  size  and  electron  range  as  in 
the  calculations  already  given. 

The  evaluation  of  absorbed  dose  in  bone  has 
been  made  on  the  basis  of  geometrical  models 
and  simplifying  assumptions  such  as  single  photon 
energies  and  isotropic  emission  of  secondary 
electrons.  More  elaborate  calculations  have  been 
made  in  special  cases,  using  complete  photon 
spectra  and  energy  distributions  of  secondary 
electrons  (Woodward  and  Spiers,  1953).  Further 
refinements  are  desirable  particularly  in  relation 
to  the  degradation  of  the  primary  photon  energy 
spectrum  with  depth  in  tissue.  Although  the 
change  of  quality  with  depth  makes  little  differ¬ 
ence  to  the  rad/roentgen  conversion  factors  in 
soft  tissue,  in  bone  the  effect  can  be  considerable. 
For  example,  the  factor  /=  1.36  for  “average  soft 
tissue”  in  bone  (table  3.1)  irradiated  with  X-rays 
of  proton  energy  100  kev  without  scatter  (as  for 
a  finger),  would  change  to  1.67  if  a  10X10-cm 
beam  were  degraded  by  backseat  ter  at  2  cm  (e.g., 
a  rib)  and  would  increase  to  1.87  if  the  same 
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primary  beam  were  directed  at  a  bone  10  cm  deep. 
(Data  from  Greening  and  Wilson,  1951.)  Other 
data  on  energy  degradation  of  the  spectrum  are 
now  becoming  available  (see  section  8.9(a)). 

Finally,  consideration  of  the  case  of  high-energy 
radiation  is  required.  At  higli-photon  energies 
the  pair-production  process  results  in  greater 
absorbed  dose  in  compact  bone  than  in  soft  tissues. 
The  magnitude  of  the  effect  can  be  estimated,  for 
example,  for  a  photon  energy  of  10  Mev  at  which 
the  energy  absorption  per  gram  in  compact  bone 
is  about  15  percent  greater  than  in  soft  tissue  and 
the  positron  and  electron  ranges  are  some  2  to  3 
cm  in  soft  tissue.  For  equilibrium  the  bone  would 
have  to  be  more  than  1-cm  thick  and  the  tissues 
adjacent  to  it  would  then  receive  an  additional 
absorbed  dose  of  the  order  of  15  percent.  In 
many  cases  the  bone  would  be  insufficiently  thick 
to  give  this  equilibrium  dose,  as  bony  structures 
represent  only  a  part  of  the  thickness  of  the 
anatomical  bone;  in  such  cases  an  average  bony 
composition  and  density  would  have  to  be  con¬ 
sidered  and  the  additional  absorbed  dose  to 
adjacent  tissues  would  be  in  fact  less  than  15 
percent. 

(e)  Shielding  effect  (at  distances  greater  than  t  he 
range  of  secondary  electrons  from  bone). 

When  bone  is  present  in  soft  tissue  between  the 
radiation  source  and  some  position  A,  the  dose 
rate  at  A  is  lower  than  if  the  bone  is  replaced  by 
soft  tissue.  It  is  convenient  to  consider  this 
lowering  in  terms  of  the  relative  reduction, 
(Di—D2)/Du  where  D2  is  the  dose  rate  when  the 
bone  is  in  place  and  f)x  is  the  dose  rate  when  the 
bone  is  replaced  by  soft  tissue. 

The  dose  rate  at  position  A  results  from  the 
radiation  (a)  that  is  transmitted  directly  to  it  from 
the  source  plus  radiation,  (6)  which  reaches  A  after 
one  or  more  scatterings.  For  D2  the  latter  radia¬ 
tion  may  or  may  not  have  passed  through  the  bone 
while  the  former  has  passed  through  the  bone. 

The  contribution  to  the  relative  reduction  for 
radiation  (a)  depends  on  the  relative  attenuation 
of  the  radiation  in  the  bone  and  in  the  same  thick- 


Table  3.1. — Mean  doses  to  soft  tissue  components  of  bone 


Mean  dose  factor  F=rad/r 


Photon 

energy 

Osteocyte 

5-ii  diam. 

“Average  soft 
tissue”  in  bone 

10-m  lining 
of  50-#i 
Haversian 
Canal 

kec 

25 

2.80  (3.  49) a 

1.73  (1.94)o 

1.  50 

35 

3.12  (3.75)» 

2.05  (2.42)o 

1.  76 

50 

3.25  (3.65)o 

2.27  (2.71)« 

1.89 

75 

2.40  (2.55)o 

1.85  (2.10)o 

1.60 

100 

1.52  (1.57)o 

1.36  (1.47)o 

1.26 

200 

1.05  (1.06)o 

1.  035  (1.05)o 

1.02 

*  Kononenko  (1957)  has  derived  analytical  expressions  for  the  dose  in 
cavities  bounded  by  plane,  spherical  and  cylindrical  surfaces  in  a  medium 
containing  a-emitters.  The  solution  for  the  case  of  the  plane  boundary  is 
the  same  as  that  in  which  the  numerical  data  in  this  section  are  based,  includ¬ 
ing  the  approximate  solution  for  cylindrical  geometry  to  the  photo-electric 
component  of  the  X-ray  dose.  No  solution  was  given  which  would  enable 
the  dose  to  the  lining  of  the  Haversian  canal  to  the  derived,  but  approximate 
calculation  suggests  that  the  differences  between  the  “plane”  and  “cylin¬ 
drical”  geometries  would  be  rather  less  than  those  in  column  3. 


ness  of  soft  tissue.  The  relative  attenuation  of  the 
radiation  depends  on  the  density  of  the  bone  com¬ 
pared  to  soft  tissue  and  for  low  and  very,  very  high 
(a  few  Mev)  energy  photons  upon  the  chemical 
composition  of  the  bone  compared  to  soft  tissue. 

The  density  of  bone  varies.  Spiers  (1946)  indi¬ 
cates  a  density  of  1.85  for  compact  bone,  Failla 
(1921),  and  Jacobson  and  Knauer  (1956)  found 
1.15  for  spongy  bone.  Haas  and  Sandberg  (1957) 
found  in  12  autopsy  specimens  of  skull  caps 
densities  ranging  from  1.53  to  1.92,  8  of  them  being 
between  1.6  and  1.69  and  the  average  for  the  entire 
group  being  approximately  1.65.  They  found  the 
same  value  of  1 .65  in  one  specimen  of  the  man¬ 
dibular  angle.  Gest  (1959)  found  1.65  for  a  man¬ 
dible,  1.45  for  cervical-vertebrae  (Atlas  and  7th) 
and  1.3  for  the  wing  of  the  iliac  bone.  Ellis  and 
Jones  (1957)  found  in  adult  post  mortem  vertebral 
bodies  a  density  of  1.1  for  the  bulk  of  this  bone, 
while  the  more  anterior  portion  had  an  average 
density  of  about  1.4. 

The  problem  is  thus  very  complex  and  when 
high  precision  is  required  the  attenuation  coeffi¬ 
cient  must  be  calculated  in  each  case  considering: 
the  characteristic  of  the  bone,  the  energy  of  the 
primary  X-rays  and  the  characteristics  of  the 
scattered  radiations  which  vary  with  area  of  the 
beam  and  the  depth  of  the  bone  layer  in  the  tissue. 
Furthermore,  the  change  of  the  scatter  contribu¬ 
tion  due  to  interposed  bone  has  to  be  considered. 
A  few  examples  of  this  type  of  calculation  have 
appeared  in  the  literature  (Spiers,  1946;  Meredith, 
1951). 

The  actual  magnitude  of  the  shielding  effect 
progressively  decreases  as  the  beam  employed 
becomes  harder.  For  high-energy  X  and  y  radia¬ 
tion  the  variations  of  the  mass  attenuation  coeffi¬ 
cient  with  the  composition  of  the  bone  and  its 
depth  in  tissue  are  small  and  often  can  be  neglec  ted, 
and  any  change  in  the  scatter  contribution  may 
also  be  neglected.  For  all  field  sizes  the  effective 
mass  attenuation  coefficient  of  bone  is,  to  a  first 
approximation  with  high-energy  photons,  equal  to 
the  effective  mass  attenuation  coefficient  of  water 
or  of  soft  tissue.  Knowledge  of  the  thickness  of  the 
bone  and  of  its  density  makes  possible  the  evalua¬ 
tion  of  the  relative  reduction  of  the  dose  beyond 
the  bone. 

At  200  kvp  the  relative  reduction  of  the  dose  due 
to  the  interposition  of  bone  varies  between  10 
percent  and  30  percent  for  bones  of  thickness  vary¬ 
ing  between  1  and  3  cm  (table  3.2). 


Table  3.2. — Dose  reduction  due  to  bone  shielding 


Reference 

Bone 

den¬ 

sity 

Bone 

thick¬ 

ness 

Depth 

of 

bone 

Tube 

poten¬ 

tial 

HVL 

Field 

area 

Rela¬ 

tive 

dose 

reduc¬ 

tion 

g/cm3 

cm 

cm 

kvp 

mm  Cu 

cm3 

% 

Haas  and  Sandberg. 

1.65 

1 

0 

400 

2. 12 

48 

11.4 

Jones  _ 

1.  65 

0.  9 

0 

2 

100 

10 

Spiers  . . 

Institiit  Gustave- 

1.85 

3 

6 

200 

1.  5 

100 

27 

Roussy  (Dutreix)--. 

1.  7 

4 

0 

220 

2 

100 

33 
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For  a  given  quality  of  radiation  t  lie  relative 
reduction  of  the  dose  varies  slightly  with  the 
geometry  as  follows: 

1.  Beam  area — The  larger  the  field  area,  the 
smaller  is  the  relative  reduction.  This  is  due  to 
the  fact  that  in  any  tissue  the  effective  attenuation 
coefficient  decreases  when  the  field  area  increases. 
Furthermore,  in  the  case  of  bone  the  relative 
scatter  contribution  originating  in  the  bone  layer 
increases  with  the  size  of  the  field.  For  instance, 
at  200  kvp,  HVL  1.2  mm  of  Cu,  and  for  a  bone 
layer  of  4  cm  of  thickness  and  1.7  density,  the 
relative  reduction  at  a  depth  of  15  cm  beyond  the 
bone  is  42  percent  for  a  3X3  cm  field,  40  percent 
for  a  5X5  cm  field  and,  for  a  HVL  of  2.0  mm  of 
Cu,  the  relative  reduction  is,  for  the  same-fields, 
37  percent,  35  percent. 

As  this  variation  is  so  small,  it  may  often  be 
neglected  (see  A.  Dutreix  et  ah,  1959). 

2.  Bone  depth — there  is  no  variation  with  the 
depth  of  the  bone  in  the  tissue  at  200  kv,  but  a 
small  variation  occurs  at  lower  energies. 

3.  Distance  between  bone  and  position  A — 
The  way  the  relative  reduction  of  the  dose  varies 
with  the  distance  between  the  bone  layer  and 
position  A  is  a  function  of  the  area  of  the  field 


Figure  3.13.  Relative  dose  reduction  due  to  a  4  cm  thick 
bone  at  different  distances  beyond  bone  for  various  qualities 
of  radiation. 


and  the  HVL,  sometimes  decreasing,  sometimes 
increasing  with  the  distance.  For  X-ray  beams 
of  HVL  equal  to  or  less  than  about  0.5  mm  Cu, 
the  relative  reduction  decreases  with  increasing 
distance  between  the  bone  layer  and  the  point 
considered,  the  rate  of  decrease  being  augmented  1 
as  the  primary  radiation  becomes  softer.  For  a  : 
2.0  mm  Cu  HVL  X-ray  beam  the  opposite  effect 
is  observed  (see  fig.  3.13). 

The  processes  responsible  for  these  effects  are  g 
very  complex.  These  are: 

(a)  A  filtration  effect  which  changes  the  X-ray 
quality  and  increases  the  relative  depth  dose. 
This  effect  is  small  and  negligible  at  200  kvp. 

It  is  greater  at  lower  energies. 

(b)  An  increase  of  the  forward  scatter  contribu-  g 
tion  originating  in  the  bone  layer  due  to  the  sub-  n 
stitution  of  bone  for  water  and  the  consequent  i  K 
increased  density  of  electrons  to  act  as  scattering  i  ^ 
centers. 
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Appendix  III 

Estimation  of  Integral  Absorbed  Dose 
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Though  integral  absorbed  dose  may  not  be 
regarded  as  of  great  importance  in  clinical  radio¬ 
therapy,  there  are  occasions  when  a  knowledge  of 
it  may  be  of  considerable  value.  Therefore  it  is 
useful  to  have  a  simple  and  generally  accepted 
method  for  its  determination.  Of  the  methods 
described  in  the  radiological  literature  (Happey, 
1940;  Mayneord,  1940;  Grimmett,  1942;  Meredith 
and  Neary,  1944;  Mayneord  and  Clarkson,  1944; 
Boag,  1945),  those  based  on  calculation  seem  to 
be  of  the  most  general  and  the  most  straightfor¬ 
ward  application.  Furthermore,  much  of  the 
information  required  for  the  calculations  may  be 
tabulated  as  standard  constants. 

As  the  report  has  outlined,  various  integral 
dose  values  may  be  considered  but  the  most 
informative  appear  to  be  2S,  the  integral  ab¬ 
sorbed  dose  within  the  confines  of  the  beam,  and 
2K,  the  integral  absorbed  dose  to  the  rest  of  the 
patient. 

Meredith  and  Neary  (1944)  give  formula  for 
the  calculation  of  integral  absorbed  dose  (per  100 
r  “in  air”)  under  a  variety  of  conditions  and  one 
of  these  formulae  can  be  used  for  the  determina¬ 
tion  of  both  2S  and  2*..  For  a  medium  irradiated 
by  a  field  of  surface  radius  “a”,  the  formula 
enables  one  to  calculate  the  integral  absorbed 
dose  within  a  coaxial,  confocal  cone  of  surface 
radius  “ka”.  If  k=  1,  the  formula  gives  2B 
directly.  The  evaluation  of  2iJ(  =  2A-— 2B)  is 
more  difficult  because  the  variation  in  size  and 
shape  of  the  body  makes  it  difficult  to  decide  on 
the  value  of  k  which  should  be  chosen. 

An  extreme  would  be  to  calculate  2A-  for  k=  c° 
which  would  give  an  upper  limit  of  2B  though  a 
rather  unrealistic  value  since  a  patient  can  seldom 
be  regarded  as  an  infinite  phantom  even  for  the 
smallest  field.  A  better  approach  would  be  to 
formalize  the  patient  as  being  a  cylinder  of  20-cm 
radius  coaxial  with  the  beam  axis  for  all  trunk 
treatments  and  possibly  of  10-cm  radius  for  all 
head  treatments.  2A-  could  then  be  calculated 
out  to  t his  distance.  The  value  of  k  would,  of 
course,  vary  for  each  field  size  but  this  should 
not  introduce  any  difficulty  in  calculation  or 
tabulation. 

The  general  formula  for  k>  1  is 


2^  to  a  depth  z'=A ^ 

[P+M[  1  - 2 klx ( \*a)K , (k\*a) }}dz.  ( 1 1 1 . 1 ) 

When  k=  1  2a;=1  is  the  same  as  2B 


’Taken  from  National  Bureau  of  Standards  Handbook  78,  Report  of  the 
International  Commission  on  Radiological  Units  and  Measurements 
(ICRU)  1959. 


{P+M[l—2li(\*a)Ki{\*a)]}dz.  (1 1 1.2) 

If  k=c°,  i.e.,  we  consider  an  infinite  phantom, 

2 U=A§'  (^J(P+M)dz.  (III. 3) 

In  these  formula  the  symbols  used  stand  for 
the  following: 

A  =  Field  surface  area  in  sq  cm 
a= Field  surface  radius  in  cm 
d= Focus  skin  distance  in  cm 
2= Depth  in  cm 
z'  —  Depth  of  phantom 
F  =  Primary  percentage  depth  dose  at 
depth  2 

M  and  A  =  Meredith-Neary  constants  for  the 
radiation  conditions  being  used 


A(x)  and  Kx(x)  are  respectively  the  modified 
Bessel  functions  of  the  first  and  second  kinds  of 
order  one. 

It  will  be  noted  that  each  of  the  above  formulas 
may  be  expressed  in  the  form 

2  K=Ad>  (111-4) 

where  rf>  is  the  integral  of  eq  (III.  1) . 

Thus  T  may  be  tabulated  for  different  sets  of 
conditions  and  the  evaluation  of  the  integral 
absorbed  dose  for  any  treatment  reduces  to  the 
multiplication  of  the  surface  area  by  the  value  of 
4>  appropriately  selected. 

An  example  of  such  a  table  is  given  below 
(table  1 1 1 . 1 ) ,  together  with  an  example  of  its  use. 
In  this  connection,  it  must  be  stressed  that  the 
quoted  factors  allow  the  calculation  of  the  integral 
absorbed  dose  per  100  r  delivered  “in  air.”  To 
calculate  the  values  for  100  r  “with  backscatter,” 
the  above  calculated  values  of  IK  must  be  multi¬ 
plied  by  (lOO/lOO  +  N),  where  S  is  the  percentage 
surface  backscatter  for  the  field  in  question. 


Table  III.  1. —  Typical  table  of  <t> 
2.0  mm  Cu  HVL.  50  cm  F.S.D. 


z' 

k=  1 

k=  oo 

Field  area  in  sq  em 

All 

areas 

20 

50 

100 

150 

200 

300 

400 

10 _ 

680 

800 

890 

940 

980 

1030 

1070 

1300 

15 _ 

810 

990 

1120 

1200 

1250 

1330 

1390 

1800 

20 _ 

890 

1090 

1260 

1350 

1420 

1530 

1(310 

2200 

Example.  To  find  the  values  of  2B  and  2m  to  15 
cm  deep  for  a  10-cin  diameter  (80  cm2)  field 
delivering  4000  r  with  backscatter. 

(a)  To  evaluate  2B  and  2„  per  100  r  “in  air.” 
From  the  above  table,  by  interpolation 
where  necessary 

for  &  =  1  4?  =1068 

and  for  k=  °°  4>  =  1800 

Hence  2B  =  80X1068  and  2^  =  80X1800 
=  85,440  =144,000 


(b)  To  allow  j or  backscatter. 

Now  the  percentage  backscatter  for  this  field 
is  approximately  25. 

2 B  and  2m  per  100  r  with  backscatter  will  be: 


2b=85,440X 
=  68,400 


100 

100  +  25 


,  =  144,000X 
=  115,000 


100 


100+25 


For  4000  r  with  backscatter 


2  „  =  2 . 7 4  megagram  rads 
and  200=4.6  megagram  rads. 

Hence  an  estimate  of  2B  =  2„  — 2 B  —  1.86  Mg 
rads. 

The  formulas  presented  can  only  be  applied,  of 
course,  where  values  of  M  and  A  exist;  i.e.,  to 
those  radiation  conditions  to  which  the  Meredith- 
Neary  formula  has  been  found  to  fit.  For  some 
published  data  this  basic  formula  does  not  provide 
good  agreement  and  is  inappropriate  to  the  cal¬ 
culation  of  central  depth  dose  data  and  isodose 
curves.  The  accuracy,  however,  required  for 
integral  absorbed  dose  calculations  is  considerably 
less  than  for  percentage  depth  dose  data,  and 
therefore  constants  which  give  only  a  moderate 
agreement  between  experimental  and  calculated 
data  could  be  used  satisfactorily  in  this  work. 

A  test  for  the  accuracy  of  the  method  being- 
proposed  is  not  easy  to  apply  since  there  is  com¬ 


paratively  little  comparable  information  in  the  J 
literature.  However,  Mayneord  (1940),  using  ;y 
the  equivalent  wavelength,  calculated  that  the  b 
incident  flux  per  1  r  in  air  and  per  sq  cm  of  field  * 
surface  when  an  infinite  phantom  is  irradiated  by 
a  10-cin  diameter  field  at  1.5  mm  Cu  HVL  would 
be  3200  ergs.  The  Meredith-Neary  calculation  of 
the  total  energy  absorbed  for  such  circumstances 
gives  an  answer  of  3290  ergs.  This  agreement  to 
within  3  percent  must  be  regarded  as  most  satis-  ” 
factory,  especially  when  one  remembers  that  ' 
Mayneord’s  computational  method  for  similar  11 
circumstances  only  accounts  for  about  50  percent  ? 
of  the  incident  energy. 

Though  the  formula  specifically  deal  with  the  j  ! 
integral  doses  for  treatments  with  circular  fields,  ;  11 
they  may  easily  be  applied  to  rectangular  fields  by 
the  use  in  the  formula  of  the  radius  and  area  of  1 
the  “equivalent  circles,”  as  evaluated  by  Jones 
(1949)  and  by  Day  (1950). 

In  conclusion,  therefore,  it  may  be  claimed  that  j  1 
the  method  which  is  most  suited  for  general  ;■  1 
acceptance  as  the  method  for  integral  absorbed  I' 
dose  determinations  is  that  of  Meredith  and*8 
Neary,  because  it  is  probably  the  most  flexible  yet  1 
described.  Further,  the  necessary  constants  can  >  1 
readily  be  tabulated  and  with  them  the  computa¬ 
tions  are  extremely  simple. 
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Appendix  IV 


Techniques  for  Measuring  Radioactivity  in  Samples 
and  Living  Subjects* 


4.1.  Introduction 

This  chapter  deals  with  preferred  methods  of 
measurement  of  radionuclides  for  clinical  and 
biological  purposes.  Most  of  the  methods  for 
which  data  are  given  are  well  established  and  are 
of  satisfactory  accuracy,  particularly  for  sample 
counting.  However,  in  the  important  field  of 
in-vivo  measurement  the  accuracy  which  must  be 
accepted  is  lower,  and  it  is  more  difficult  to  recom¬ 
mend  standardized  procedures.  Three  aspects  of 
in-vivo  measurement  are  discussed:  estimation  of 
the  radioactivity  in  the  body  as  a  whole,  estima¬ 
tion  of  the  radioactivity  in  an  organ  (such  as  the 
thyroid  gland)  and  determination  of  the  distribu¬ 
tion  of  radioactivity  within  the  body  (scanning). 
These  subjects  are  not  treated  in  detail  but 
wherever  possible  recommendations  or  guidance 
are  attempted. 

Useful  sources  of  information  on  these  matters 
include  the  recent  “Manual  of  Radioactivity 
Procedures”,  NCRP-NBS  Handbook  80  (1961), 
and  several  important  symposia  reports  published 
by  the  International  Atomic  Energy  Agency, 
Vienna.  These  and  other  general  references 
cited  in  the  text  should  be  consulted  by  the 
reader  for  more  detailed  discussions  of  these 
subjects  and  for  extensive  bibliographies. 

4.2.  Sensitivity 


where  S  is  the  sample  counting  rate  corrected  for 
background,  B  is  the  background  counting  rate, 
and  e  is  the  quotient  of  the  standard  deviation 
of  S'  by  S.  It  will  be  noted  that  the  ratio  of 
minimum  combined  times  with  two  instruments 
will  be  a  function  of  S'  and  B,  so  that  the  better 
of  two  instruments  for  measuring  weak  samples 
may  not  be  the  better  with  strong  samples. 
When  S  is  small  compared  with  B 


2y[B 

eS 


and  hence,  since  S  is  proportional  to  the  counter 
sensitivity,  j  (the  quotient  of  sample  counting 
rate  by  activity),  it  follows  that  with  very  small 
values  of  S/B  the  shortest  combined  counting 
time  is  obtained  with  an  instrument  for  which 
yB/j  is  smallest. 

The  minimum  combined  time  is  somewhat 
complicated,  and  it  is  often  usefnl  to  consider  two 
simpler  quantities:  the  background  equivalent  ac¬ 
tivity,  and  the  minimum  detectable  activity. 

The  background  equivalent  activity,  in  the  par¬ 
ticular  geometry  used,  is  that  activity  of  a  radionu¬ 
clide  which  'produces  a  reading  of  the  instrument 
equal  to  its  background  reading.  (NCRP-NBS 
Handbook  80,  section  2.5.4.) 


In  selecting  the  instruments  most  suitable  for  a 
particular  measurement,  many  factors  such  as 
convenience  and  reliability  enter  into  the  choice, 
in  addition  to  sensitivity.  Various  statistical 
methods  of  analyzing  data  obtained  with  counting 
systems  are  available  and  may  be  applied  in 
considering  their  relative  merits.  However,  sta¬ 
bility  in  the  counting  system  is  essential  if  such 
criteria  are  to  be  valid. 

One  valuable  quantity  is  the  minimum  combined 
time,  Loevinger  and  Berman  (1951).  The  total 
time  which  must  be  spent  counting  the  sample  and 
also  the  background  in  order  to  attain  a  specified 
precision  will  be  a  minimum  if 


Ts+b  IS+B 
Tb  V  B 

Then,  the  minimum  combined  time, 
T(=  Ts+s-j-  T B) 

is  given  by 

^(vs+l+vi) 


•Taken  from  Radioactivity,  International  Commission  on  Radiological 
Units  and  Measurements,  Report  10c,  National  Bureau  of  Standards  Hand¬ 
book  86.  (Numbers  refer  to  paragraphs  in  the  original  report.) 


Background  equivalent  activity —B/f 

Minimum  detectable  activity  is  defined  as  that 
activity  of  a  radionuclide  concerned  which,  in  a  given 
counting  time,  increases  the  reading  of  the  instrument 
by  an  amount  equal  to  three  times  the  standard 
deviation  of  the  background  recorded  in  that  time. 
(NCRP-NBS  Handbook  80,  section  2.5.3.) 

Background  and  background  equivalent  activ¬ 
ity  for  typical  detectors  in  four  classes  of  measure¬ 
ment  are  given  later  in  table  4.1. 

The  minimum  detectable  activity  is  most  easily 
computed  for  a  counter  in  which  the  only  fluctua¬ 
tions  are  those  due  to  the  random  character  of 
radioactive  events.  For  that  case 


Minimum  detectable  activity= 


lB_  3 B 

V  t  ffN 


where  t  is  the  time  spent  in  counting  the  back¬ 
ground  and  N(  =  Bt)  is  the  number  of  counts  ac¬ 
cumulated  in  determining  B.  It  will  be  seen  that, 
as  deduced  previously,  the  best  counter  at  very 

f  B 

low  activities  is  that  with  the  smallest  value  of 


The  maximum  measurable  activities  vary  greatly 
with  the  apparatus,  and  are  less  clearly  defined. 
For  Geiger-Muller  and  scintillation  counters  the 


53 


maximum  measurable  activity  is  in  the  range  of 
103  to  104  times  the  background  equivalent  activ¬ 
ity,  the  upper  limit  being  set  by  the  acceptable 
dead-time  correction.  For  large  ionization  cham¬ 
bers  the  maximum  measurable  activity  may  be 
about  108  times  the  background  equivalent  activ¬ 
ity,  the  upper  limit  being  set  by  the  acceptable 
recombination  loss.  In  practice  the  working- 
range  is  usually  limited  by  the  associated  current¬ 
measuring  device  (NCRP-NBS  Handbook  SO, 
footnote  to  table  7.1-1). 

4.3.  Preferred  Methods  of  Measurement  of 
Radionuclides 

Techniques  of  measuring  radioactivity  in  hos¬ 
pitals  and  biological  laboratories  are  under  con¬ 
tinuous  improvement  with  regard  to  sensitivity, 
accuracy,  and  convenience.  The  latter  is  particu¬ 
larly  important  in  studies  involving  large  numbers 
of  samples.  Improvements  are  generally  accom¬ 
panied  by  increasing  complexity  of  the  apparatus, 
the  subtleties  of  which  can  result  in  erroneous 
measurements  if  their  operation  is  not  fully  under¬ 
stood.  Table  4.1  and  the  accompanying  notes 
present  detailed  information  on  the  more  impor¬ 
tant  measurement  techniques  which  may  assist 
users  to  choose  the  methods  most  suitable  for 
their  purposes. 

In  table  4.1  the  measurements  are  grouped  into 
the  following  four  classes: 

I.  High-level  sources.  Measurement  of  samples 
before  administration  to  patients  or  animals. 

II.  In-vivo  activity.  Measurement  of  activity 
in  the  patient  or  animal  (quantity  or  distribution). 

III.  Low-level  samples.  Measurement  of  sam¬ 
ples  or  specimens  from  the  patient  or  animal.  . 

IV.  Monitoring.  Ancillary  measurements  con¬ 
cerned  with  laboratory  monitoring  and  waste 
disposal. 

About  half  the  data  quoted  in  table  4.1  has 
been  taken  from  NCRP-NBS  Handbook  80, 
tables  7.1-1,  7.1-2,  7.2-1,  7.6-1,  and  appendix  B. 
The  remainder  has  been  assembled  from  various 
sources  and  then  checked  against  current  values 
in  at  least  one  radioisotope  laboratory  (Depart¬ 
ment  of  Radiology,  Stanford  Medical  School). 
The  data  are  intended  to  represent  values  which 
are  reasonable  at  the  present  time,  but  not 
necessarily  the  best  that  can  be  accomplished  with 
each  technique. 

(b)  The  visual  field  at  the  working  distance 
(20-30  cm)  should  be  preferably  12  cm  and  cer¬ 
tainly  not  greater  than  15  cm  in  diameter  (fig.  4.1). 

(c)  Collimation  and  shielding  should  be  such 
that,  if  a  point  source  of  1 131  is  moved  at  the  work¬ 
ing  distance,  the  counting  rate  falls  to  50  percent 
or  less  as  the  distance  from  the  axis  increases  by 
20  percent,  and  to  5  percent  or  less  as  this  distance 
increases  by  a  further  20  percent.  With  a  further 
movement  of  the  source  away  from  the  axis,  the 
counting  rate  should  fall  rapidly  and  remain  below 
1  percent  of  the  maximum  value  (fig.  4.1).  Figure 
4.2  shows  the  upper  limits  of  counting  rate  outside 
the  field  as  a  fraction  of  that  in  the  field. 


(d)  The  contribution  of  scattered  radiation  from 
the  patient  to  the  total  counting  rate  should  be 
reduced  to  a  minimum.  This  could  be  done  either 
by  placing  in  front  of  the  detector  a  lead  filter  of 
1.5-mm  thickness  or  by  setting  the  electrical 
threshold  at  a  suitable  level,  such  as  280  kev. 
Electrical  thresholds  should  be  carefully  checked. 

(e)  The  volume  of  the  solution  to  be  used  as( 
the  “standard”  should  be  similar  to  that  of  thyroid 
glands  frequently  measured,  e.g.,  a  polyethylene 
bottle  approximately  30  mm  in  diameter  and  filled; 
with  30  ml  of  solution  will  be  satisfactory.  This 
bottle  should  be  placed  in  a  cylindrical  neck 
phantom  of  15  cm  in  diameter  and  of  15  cm  in 
height,  made  preferably  of  lucite  or  persper.  The 
recommended  position  within  the  phantom  of  the 


or  LESS 


Figure  4.1.  Relative  counting  rate  of  detector  vs  distance 
between  the  axis  of  the  collimator  and  a  point  source  at  the 
working  distance  ( see  fig.  J^.2)  for  an  adequately  designed 
collimator. 


Figure  4.2.  Schematic  drawing  of  crystal  and  collimator 
and  of  upper  limits  of  counting  rates  outside  the  field  of 
vision. 
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Table  4.1  .—Data  on  preferred,  methods  of  measurement  and  radionuclides  for  clinical  and  biological  use 


Class 

Purpose 

Foot¬ 

note 

Detector 

Backgrc 

Beta-gamma 

mnd  equivalent  activity  (pc 

Pure  beta 

) 

Brems- 

strah- 

lung 

Back¬ 

ground 

B 

(cpm) 

1131 

Co«° 

H3 

C14 

p32 

P32 

Calibration  of  bulk 

1 

Calibrated  well-type  ion  cham- 

1. 

0.2 

0.04 

100 

(10-n 

shipments  &  ther- 

ber. 

amp) 

apy  quantities. 

(2 

Simple,  fixed  geometry  G-M 

4. 

1. 

— 

— 

— 

200 

40 

I.  Highlevel 

Checking  of  aliquot 

counter. 

sources. 

for  administration. 

3 

Simple,  fixed  geometry  scintil- 

0.1 

0.2 

— 

— 

— 

10 

200 

lation  counter. 

Dose-rate  measure- 

I4 

Fixed  geometry  ion  chamber _ 

100 

100 

— 

— 

— 

* 

(leakage) 

ment  on  sealed 

5 

Extrapolation  ion  chamber _ 

— 

— 

— 

100 

100 

— 

(noise) 

sources. 

l 

Uptake  in  tissue _ _ 

6 

Fixed  geometry  scintillation 

0.2 

0.3 

— 

_ 

— 

20 

900 

counter. 

Whole-body  counting. 

7 

One  or  more  liquid  or  solid 

* 

* 

— 

— 

— 

— 

* 

scintillation  counters. 

f8 

Scintillation  counter  and  me- 

0.  04 

— 

— 

— 

— 

— 

60 

In  vivo  Distribution _ 

1 

chanical  scan. 

I9 

2  scintillation  counters  in  coin- 

— 

— 

— 

— 

— 

— 

* 

II.  In  vivo 

l 

cidence. 

Activity. 

I10 

Small,  hand-held  scintillation 

0.01 

0.02 

— 

— 

— 

0.6 

100 

Relative  surface 

1 

counter. 

activity. 

Small,  end-window  G-M  count- 

* 

* 

— 

— 

* 

— 

10 

l 

( 12 

er. 

Needle-probe  G-M  counter . 

10 

* 

_ 

_ 

MC 

_ 

12 

Relative  activity 

1 

3X10-1  ml 

within  tissue. 

13 

Needle-probe  scintillation 

* 

* 

— 

— 

* 

— 

* 

l 

counter. 

Unprocessed  excreta 

IH 

Scintillation  counter. . 

0.07 

0.05 

_ 

_ 

_ 

30 

1400 

and  other  large 

15 

Ring  of  large  G-M  tubes . 

0. 1 

0.1 

— 

— 

— 

20 

1000 

samples. 

ll6 

Well-type  ion  chamber . 

3 

1 

— 

— 

— 

300 

(10-13 

amp) 

17 

Well- type  7-scintillation 

2X10-< 

2X10-1 

— 

— 

— 

9X10-3 

200 

counter. 

III.  Lowlevel 

Blood  and  other  small 

18 

Well-type  ^-scintillation 

— 

— 

— 

— 

4X10-5 

— 

10 

samples. 

samples. 

counter. 

19 

Liquid  scintillator _  .  _ 

— 

— 

1X10-3 

4X10-5 

— 

— 

100,  40 

20 

Thin-wall  liquid  G-M  counter.  _ 

5X10-1 

8X10-* 

— 

— 

4X10-5 

— 

10 

Dry  Samples.. . 

(21 

End-window  G-M  counter _ 

5X10-5 

5X10-5 

8XIO-1 

5X10-5 

— 

20 

122 

Gas-flow  G-M  counter _ 

1X10-5 

1X10-5 

1X10-1 

1X10-1 

1X10-5 

— 

10 

Chromatographic  and 

123 

End-window  G-M  counter . 

5X10-5 

5X10-5 

— 

8XIO-1 

5X10-5 

— 

20 

autoradiographic 

samples. 

124 

Gas-flow  G-M . 

1X10-5 

1X10-5 

* 

1x10-1 

1X10-5 

— 

10 

Routine  laboratory 

125 

End-window  G-M  counter . . 

1X10-1 

1X10-1 

_ 

O 

X 

1x10-1 

_ 

40 

monitoring. 

126 

Scintillation  counter . 

0.02 

0.03 

— 

— 

— 

2 

700 

f27 

Simple,  fixed-geometry  G-M 

4 

1 

— 

200 

40 

counter. 

IV.  Monitoring. 

Disposal-  . 

I28 

Simple,  fixed-geometry  scintil- 

0. 1 

.02 

— 

— 

— 

10 

200 

lation  counter. 

[29 

Calibrated  ion  chamber.  .  .  . 

3 

1 

— 

— 

— 

300 

(10-13 

amp) 

—not  applicable. 

•no  suitable  data  available. 


hole  for  the  bottle  is  illustrated  in  figure  4.3. 

For  the  detailed  version  of  these  and  other 
recommendations  of  the  IAEA  group,  as  well  as 
for  some  comments  intended  to  show  the  reasons 
behind  some  of  the  points  made,  the  original  text 
of  the  recommendations  should  be  consulted. 

Notes  on  Table  4.1 

1 .  The  data  are  for  one  design  of  well-type 
ionization  chamber  which  has  been  developed  by 
the  National  Physical  Laboratory,  Teddington, 
England,  and  is  commercially  available  (Dale, 
Perry,  Pulfer,  1961,  Dale,  1961).  These  chambers 
are  manufactured  to  close  tolerances  and  are  all 
of  equal  sensitivity  to  within  1  percent  for  y  rays 
and  3  percent  for  /3  rays.  Calibration  factors 
are  available  for  a  number  of  radionuclides. 
Activities  up  to  several  hundred  millicuries  can 
be  measured,  and  with  conventional  electrometers 
the  minimum  detectable  activity  corresponds  to 
approximately  10“ 14  ampere,  hence  the  minimum 
detectable  activity  is  comparable  with  the  back¬ 
ground  equivalent  activity.  Another  well-type 
chamber  for  this  purpose  is  commercially  available 
in  France  (Engelman,  1960). 

2  and  3.  Any  reproducible  system  is  satisfac¬ 
tory,  provided  source-detector  distance  is  not  so 
short  that  positioning  errors  are  important.  If 
previous  measurements  are  made  by  the  supplier, 
the  accuracy  required  is  not  high  as  the  purpose 
is  to  check  for  order-of-magnitude  errors  and 
sample  identity.  (A  well-type  ion  chamber  (notes 
1  and  16)  can  be  conveniently  used  for  this  purpose 
also).  The  quoted  sensitivities  refer  to  distances 
of  20  cm. 


Figure  4.3.  Schematic  views  of  the  neck  phantom  and 
source  bottle. 


3.  The  data  apply  to  a  scintillation  crystal, 

2. 5x2. 5  cm.  used  with  discriminator  at  50  kev,  P 
distance  20  cm. 

4.  The  data  apply  to  an  R-meter  ionization 

chamber  which  gives  exposure  rate  directly,  but  I ' 
the  chamber-source  distance  should  not  usually  j 
be  less  than  5  times  the  largest  ion-chamber ! 1 
dimension.  The  well-type  ion  chambers  (notes  1  0 
and  16)  can  be  very  conveniently  used  for  relative  1 
measurement  of  gamma-emitting  sources  of  the  i 11 
same  radionuclides,  or  of  different  radionuclides  , 1 
if  the  chambers  are  effectively  “air  equivalent”  e 
or  are  properly  calibrated.  1 s 

5.  The  extrapolation  chamber  is  an  absolute  i 11 
instrument,  in  the  sense  that  exposure  rate  is  deter-  j 1 
mined  directly  in  terms  of  geometrical  and  current 
measurements  only.  It  is  a  specialized  instrument,  Is 
and  its  use  requires  special  care  and  experience.  r 

6.  The  sensitivities  refer  to  a  5x5-cm  crystal,  ( 
at  25  cm  with  discriminator  at  50  kev.  A  larger-  j 
diameter  crystal  reduces  the  minimum  detectable  ( 
activity,  but  does  not  appreciably  change  the  1 
background  equivalent  activity.  A  pulse-height  1 
analyser  allows  rejection  of  scattered  and  back-  ; 1 
ground  radiation,  and  improves  the  sensitivity,  1 
no  matter  how  this  is  specified.  Either  a  scaler  : 
or  a  precision  count-rate  meter  can  be  used  for  1 
straight  uptake  measurements.  For  measure-  1 
ment  of  rapidly  changing  activity  (e.g.,  cardiac 
output)  a  count-rate  meter  with  a  linear  or  loga¬ 
rithmic  recorder  may  be  used.  It  is  necessary  that  | 
both  instruments  have  a  fast  time  response,  in  1 
order  not  to  distort  the  response  curve. 

7.  A  variety  of  scintillation  systems  is  used.  1 
See  section  4. 

8.  The  sensitivity  for  I131  refers  to  a  5x5-cm  j 
crystal  with  a  19-hole  focusing  collimator,  and  a  j 
100-kev  window  centered  at  364  kev;  however, 
window  widths  for  scanning  with  I131  may  be  as 
small  as  40  kev. 

9.  Measurement  of  the  coincidences  of  the  pho¬ 
tons  of  P+  annihilation  requires  2  scintillation 
crystals  and  suitable  coincidence  circuity.  See 
section  4.5. 

10.  The  sensitivity  refers  to  a  1.25xl.25-cm 
crystal  at  2  cm  without  discrimination.  The 
relative  7-ray  activity  of  two  superficial  regions 
(e.g.,  palpable  thyroid  nodules)  is  best  examined 
with  a  small  scintillation  crystal  with  minimal  1 
shielding  placed  directly  in  contact  with  the 
areas.  A  simple  power  supply  and  either  scaler 
or  count-rate  meter  is  adequate. 

11.  The  relative  /3-particle  surface  activity  of  J 
two  regions  (e.g.,  the  anterior  surfaces  of  the  eyes) 
is  best  measured  with  a  small  end-window  G-M  j 
counter.  No  shielding  is  necessary.  A  simple 
scaler  or  count-rate  meter  is  adequate.  The  I 
absorption  of  /3  particles  is  so  great  by  even  thin  J 
layers  of  over-lying  tissue  that  it  is  difficult  to  j 
give  meaningful  figures  for  the  background  1 
equivalent  activity. 

12  and  13.  The  relative  in-vivo  /3-particle  activ- 
ity  inside  a  tissue  (e.g.,  brain)  is  best  measured  i 
with  a  fine  probe.  Both  G-M  and  scintillation 
probes  are  commercially  available.  A  simple 
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power  supply  and  either  scaler  or  rate  meter  is 
adequate. 

12.  The  figure  for  I131  is  for  a  distance  of  10 
cm,  while  that  for  P32  is  in  nc/ml. 

14.  The  sensitivities  refer  to  a  4.4x5. 0-cm 
crystal,  without  a  pulse-height  analyzer,  and  a 
one-liter  sample  placed  directly  on  top  of  the 
crystal.  With  this  technique  the  reproducibility 
of  the  geometry,  including  the  sample  volume,  is 
very  important.  A  discriminator  is  useful  to 
eliminate  low-energy  background  counts,  but  it 
should  not  be  used  to  eliminate  radiation  scattered 
in  the  sample  or  detector.  A  discriminator  setting 
of  about  50  kev  is  usually  satisfactory. 

15.  This  technique  has  the  advantage  of  being- 
simple,  stable,  inexpensive,  and  insensitive  to 
variations  in  source  position.  The  G-M  tubes 
can  be  connected  in  parallel. 

16.  The  sensitivities  refer  to  a  well-type  ion 
chamber  constructed  to  accept  a  sample  volume  up 
to  4  liters  (1  gal)  at  a  time.  While  less  sensitive 
than  the  preceding  method,  it  is  simple,  stable, 
and  insensitive  to  source  position.  It  has  the 
advantage  of  a  very  wide  range  of  response,  being 
suitable  for  sources  up  to  several  hundred  milli- 
curies.  With  conventional  electrometers  the  min¬ 
imum  detectable  activity  corresponds  to  approxi¬ 
mately  10-14  ampere,  hence  the  M.D.A.— 


B.E.A./10. 


17.  The  sensitivities  refer  to  a  4. 4x5. 0-cm 
crystal,  containing  a  well  1.9-cm  diameter  and 
3.8-cm  deep,  with  discriminator  set  just  above 
phototube  noise.  A  discriminator  is  adequate  for 
single  radionuclide  counting.  The  discriminator 
should  be  set  well  below  the  photopeak,  e.g.,  200 
kev  for  I131  and  Cr51,  and  S00  kev  for  Co60  and  Fe59 
are  reasonable  settings.  For  bremsstrahlung 
counting,  the  discriminator  should  be  set  just 
above  the  phototube  noise.  For  multiple-tracer 
measurements,  a  pulse-height  analyzer  is  almost 
essential. 

18.  The  data  apply  to  a  5-ml  sample  in  a 
plastic  test  tube.  Due  to  absorption  of  the  3 
particles  the  results  are  very  sensitive  to  sample 
volume  and  container-wall  thickness.  The  advan¬ 
tage  of  an  organic  /3-sensitive  phosphor  is  its  low 
7-ray  sensitivity  and,  as  a  result,  its  very  low 
background.  It  is  essential  to  eliminate  low- 
energy  background  pulses  with  a  discriminator. 
Since  no  peaks  are  found,  it  is  very  difficult  to 
calibrate  this  detector  in  terms  of  energy. 

19.  This  is  a  very  sensitive  method  of  counting, 
expecially  useful  for  the  very  low-energy  3  parti¬ 
cles  of  tritium.  The  method  requires  elaborate 
counting  apparatus  and  refrigeration.  The  liquid 
phosphor  is  easily  poisoned  (quenched)  by  an 
incompatible  sample,  so  careful  use  of  control 
samples,  with  and  without  activity,  is  necessary. 
The  higher  background  applies  to  the  counting 
conditions  for  tritium. 

20.  The  data  refer  to  a  counter  with  glass  walls 
30  mg/cm2  thick.  This  detector  is  usually  a  thin, 
jacketed,  glass-wall  tube  for  active  liquids.  These 
are  stable  and  inexpensive  G-M  tubes  and  are 
particularly  suitable  for  beta  particles  of  higher 


energy.  They  are,  however,  also  very  useful  for 
lower  energy  (3-y  emitters  such  as  I131  and  even  for 
Co60  where  the  y  rays  alone  are  recorded.  Thin- 
wall  metal  G-M  tubes  are  also  available  for 
“wrap-around”  sources. 

21.  The  sensitivities  refer  to  a  counter  with  a 
1.4  mg/cm2  window.  This  detector  is  simple, 
stable,  inexpensive  and  is  outstanding  for  those 
techniques  for  which  it  is  suitable.  Halogen- 
filled  tubes  offer  indefinite  life,  and  a  simple  scaler 
and  power  supply  are  adequate.  Reproducible 
geometry,  including  mass  of  sample,  is  essential. 

22.  The  sensitivities  refer  to  a  windowless 
counter.  This  method  is  stable  and  reproducible 
and  has  the  advantage  of  high  geometrical  effi¬ 
ciency,  as  a  result  of  placing  the  sample  inside  the 
counter.  Contamination  of  the  detector  is  some¬ 
times  a  problem.  Special  gases  are  usually  used, 
but  many  counters  will  operate  satisfactorily  at 
higher  voltages  with  natural  gas  (i.e.,  illuminating 
gas) . 

23.  Comments  on  the  detector  in  note  21  apply 
here.  Chromatograms  and  autoradiograms  can 
be  examined  manually,  using  a  large  detector  with 
an  aperture,  or  a  small  detector.  Automatic 
paper  chromatogram  scanning  is  provided  by 
commercial  equipment  which  moves  an  active 
strip  past  the  detector  slit  synchronously  with  the 
chart  motion  on  a  linear  recorder,  the  latter 
receiving  the  output  of  a  count-rate  meter.  The 
linkage  between  the  active  strip  and  the  chart 
must  be  very  reliable,  or  interpretation  will  be 
difficult.  It  is  desirable  that  the  recorder  should 
periodically  indicate  fixed  points  on  the  chromat¬ 
ogram  strip. 

24.  Comments  on  the  detector  in  note  22  and 
on  the  automatic  scanner  in  note  23  apply  here. 
For  very  low-energy  3  particles,  especially  tritium, 
it  is  necessary  to  have  the  active  paper  inside  the 
counting  gas.  A  convenient  form  of  automatic 
gas-flow  chromatogram  scanner  moves  the  paper 
through  a  narrow  gap  between  two  opposed 
counters,  thus  counting  both  sides  of  the  paper. 

25  and  26.  A  very  simple  scaler  or  count-rate 
meter  is  adequate  for  laboratory  monitoring, 
though  it  is  very  desirable  that  it  have  an  audible 
signal.  It  is  generally  most  convenient  if  this 
equipment  is  a  portable  survey  meter.  For 
monitoring  laboratory  benches  and  glassware  for 
/3-particle  contamination,  the  end-window  G-M 
tube  with  a  window  of  about  1.5  mg/cm2  is  best 
for  all  /3-particle  emitters  except  tritium.  For 
monitoring  y  rays  alone,  a  G-M  counter  may  be 
used,  but  a  scintillation  crystal  is  much  more 
sensitive. 

25.  The  data  apply  to  the  same  detector  as  in 
notes  21  and  23,  but  for  laboratory  monitoring 
the  detector  is  assumed  to  be  lightly  shielded,  so 
the  background  is  taken  to  be  twice  as  large. 

26.  The  data  apply  to  the  same  detector  as  in 
note  3,  but  the  discriminator  is  set  just  above  the 
phototube  noise,  the  distance  to  the  source  is  2  cm 
and  the  detector  is  assumed  to  be  lightly  shielded 
so  that  the  background  is  taken  to  be  four  times 
as  large. 
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27  to  29.  For  waste-disposal  monitoring,  it  is 
only  necessary  to  make  an  estimate  of  the  activity. 
For  this  purpose  a  relatively  insensitive,  fixed- 
geometry  detector  is  suitable. 

27.  The  data  apply  to  the  same  detector  as  in 
note  2. 

28.  The  data  apply  to  the  same  detector  as  in 
note  3  but  the  discriminator  is  set  just  above  the 
phototube  noise. 

29.  The  detector  is  the  same  as  in  note  16  and 
is  larger  than  the  detector  described  in  note  1. 

4.4.  Thyroid  1 131  Uptake  Procedure 

The  measurement  of  radioactivity  within  the 
body  of  a  patient  or  animal,  class  II  in  table  4.1, 
is  much  more  difficult  than  the  measurement  of 
the  discrete  samples  encountered  in  classes  I,  111, 
and  IV.  In  general  lower  accuracy  must  be 
tolerated  and  it  is  more  difficult  to  recommend 
detailed  procedures  that  might  be  acceptable  to 
everyone.  However,  in  measurement  of  thyroid 
uptake  which  is  a  very  widely  practiced  medical 
procedure,  some  degree  of  standardization  of  pro¬ 
cedures  would  be  highly  desirable  in  order  that 
uptake  values  may  be  compared  from  laboratory 
to  laboratory. 

In  recent  years,  several  groups  have  considered 
the  various  factors  which  determine  the  accuracy 
of  an  uptake  measurement  and  some  have  made 
recommendations  concerning  procedure  (Brucer, 
1960;  NCRP-NBS  Handbook  80,  1961;  IAEA, 
1962).  The  most  recent  recommendations  are 
those  of  a  group  convened  by  the  International 
Atomic  Energy  Agency  which  met  in  Vienna  in 
November  1960  and  considered  primarily  uptake 
measurements  with  I131  carried  out  24  hours  after 
the  administration  of  the  dose  (IAEA,  1962). 
The  group  recommended  a  method  of  measure¬ 
ment  which  would  ensure  that  the  results  obtained 
would  be  comparable  with  those  reached  at  other 
institutions  using  the  same  method,  yet  still  pro¬ 
vide  adequate  accuracy,  even  under  rather  primi¬ 
tive  conditions.  These  recommendations  are 
endorsed  because  it  may  be  preferable  to  achieve 
agreement  among  laboratories  than  to  strive  for 
the  highest  accuracy. 

The  recommendations  of  the  IAEA  group,  which 
deal  with  the  physical  aspects  of  the  procedure, 
may  be  summarized  as  follows: 

(a)  In  order  to  minimise  the  quantity  of  I131  to 
be  administered  to  the  patient,  a  scintillation 
counter  with  a  crystal  size  of  not  less  than  2. 5x2. 5 
cm  should  be  the  instrument  normally  used. 

4.5.  In-vivo  Distribution  Studies  (Scanning) 


4.5.1.  Introduction 

The  determination  of  distribution  of  radioactive 
material  in  vivo  by  automatic  scanning  is  a 
rapidly  growing  field  and  it  is  as  yet  too  early  to 
recommend  standardized  procedures.  However, 
it  is  possible  to  consider  some  aspects  of  scanning, 
including  some  of  the  features  that  good  scanning 
equipment  should  possess. 


Scanning  is  performed  with  gamma-ray-emitting 
or  bremsstrahlung-producing  radionuclides  anc 
conventional  circuitry,  or  with  positron-emitting 
radionuclides  and  coincidence  circuitry.  These 
various  techniques  of  scanning  are  reviewed  irj 
NCRP-NBS  Handbook  80  (1961),  and  in  IAEA-1' 
WHO  “Medical  Radioisotope  Scanning”  (1959). 
The  present  discussion  is  limited  to  automatic  - 
gamma-ray  area  scanning  with  a  moving  detector. 


Gamma-ray  emitters  of  low  energy  are  com¬ 
monly  employed  in  scanning  and  for  these  sodium 
iodide  crystals  are  the  detectors  of  choice.  The 
diameter  of  the  crystal  is  limited  by  practical 
considerations  of  shielding  weight,  and  the  thick¬ 
ness  is  limited  by  the  consideration  that  there  is 
little  gain  in  sensitivity  beyond  about  5-cm 
thickness  (for  I131),  while  the  background  increases 
in  proportion  to  thickness.  Crystals  5x5  cm  are 
a  good  compromise,  although  both  larger  and 
smaller  crystals  have  been  used  successfully. 


4.5.3.  Collimators  and  Shielding 


The  design  of  the  collimator  controls  the  region 
seen  by  the  detector.  Since  collimators  generally 
provide  improved  resolution  at  the  expense  of 
sensitivity,  at  least  three  interchangeable  colli¬ 
mators  covering  a  range  of  resolutions  and  sensi¬ 
tivities  will  be  found  useful.  For  example, 
Dewey  and  Sinclair  (1961)  have  shown  that, 
under  certain  well  defined  conditions,  a  colli¬ 
mator  having  a  very  high  resolution  (e.g.,  a 
91-hole  focussing  collimator)  offers  the  best  chance 
of  detecting  radiation  from  a  region  of  less  than 
0.5  cm  in  diameter  (and  high  activity  is  necessary) ; 
for  regions  between  0.5  cm  and  1.5  cm  in  diameter 
a  lower-resolution  and  higher-sensitivity  colli¬ 
mator  (e.g.,  a  19-hole  focussing  collimator)  is  best; 
for  regions  between  1.5  cm  and  3.0  cm  in  diameter 
a  more  modest  resolution  and  higher  sensitivity 
collimator  (e.g.,  a  7-hole  focussing  collimator)  is 
best;  and  above  3.0-cm  diameter  the  lowest- 
resolution  and  highest-sensitivity  collimator  (a 
single-bore  collimator)  provides  the  best  chance 
of  detection.  The  properties  of  a  focussing  colli¬ 
mator  are  that  it  has  a  sharp  resolution  and  high 
sensitivity  for  small  sources  at  the  focal  distance; 
therefore  the  distance  between  the  collimator  and 
the  region  to  be  detected  is  critical.  These  prop¬ 
erties,  however,  lose  their  advantage  in  practice 
when  the  source  is  large.  A  slit  collimator  has 
advantages  for  profile  scanning.  Definitions  and 
data  on  the  resolution  of  collimators  are  given  in 
NCRP-NBS  Handbook  80  (1961),  Brownell 

(1958),  Dewey  and  Sinclair  (1961),  and  Beck 
(1961). 

In  collimators  of  small  angle  of  acceptance  it  is 
of  the  utmost  importance  that  shielding  of  the 
remainder  of  the  field  should  be  of  ample  thickness; 
otherwise  radiation  penetrating  the  shield  may 
destroy  the  resolving  power.  Some  commercially 
available  collimators  are  deficient  in  this  respect. 
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4.5.4.  Mechanical  Features 

A  variety  of  mechanical  means  of  moving  the 
detector  relative  to  the  subject  have  been  devised. 
The  most  widely  used  type  of  area  scanner  em¬ 
ploys  a  detector  which  is  moved  over  a  region  of 

{the  subject  in  a  series  of  equally  spaced  parallel 
lines. 

A  versatile  scanner  should  have  the  following 
mechanical  characteristics : 

(1)  variable-scanning  area  up  to  about  40x70 
cm; 

(2)  facilities  for  interchanging  collimators; 

(3)  means  of  identifying  the  detector  position 
with  respect  to  the  patient; 

(4)  variable  line  spacing; 

(5)  variable  speed  covering  at  least  the  range 
0.1  to  1  cm/sec.  Control  over  scan  speed  and  line 
spacing  makes  the  scanner  useful  for  large  areas, 
where  with  higher  speed  and  wider  spacing  it 
should  be  possible  to  complete  a  scan  on  a  patient 
in  no  more  than  30  minutes.  The  line  spacing 
chosen  also  depends  on  the  resolution  of  the  colli¬ 
mators  used.  Experience  has  shown  that  the 
speeds  indicated  cover  the  most  practical  range. 
However,  the  influence  of  scan  speed  on  resolution 
and  detectability  has  not  been  thoroughly  studied. 
In  certain  situations,  it  might  be  found  useful  to 
scan  the  region  of  interest  in  a  second  plane  at 
right  angles. 

4.5.5.  Electronic  Features 

The  detector  is  followed  by  the  usual  preampli¬ 
fier  and  scaler.  A  rate  meter  may  also  be  useful 
for  rapid  selection  of  recording  characteristics. 
Binary  scalers  are  preferable  to  decade  because 
they  provide  a  finer  choice  of  scale  factors.  Me¬ 
chanical  recording  methods  generally  use  scale 
factors  of  4  to  1  and  higher  due  to  the  limited 
stylus  response  speed  and  the  limited  response 
range  of  the  recording  method.  Scale  factors 
should  increase  in  steps  up  to  a  ratio  of  perhaps 
1000  to  1  to  allow  for  all  levels  of  activity  up  to 
large  therapeutic  doses.  The  use  of  a  discrimina- 
■  tor  or  a  single-channel  analyser  is  valuable  in  ex¬ 
cluding  scattered  radiation  and  thus  improving 
contrast  in  the  final  display. 

4.5.6.  Recording  Systems 

The  recording  method  plays  an  important  role 
in  defining  the  limitations  of  scanning  techniques. 
In  addition  to  the  conventional  solenoid-operated 
punch  method  of  recording,  many  techniques 
have  been  developed  for  giving  improved  visi¬ 
bility  to  small  areas  of  increased  or  decreased 
count  rate.  One  method  is  the  “background 
erase”  technique,  in  which  the  counts  are  re¬ 
corded  only  if  the  count  rate  exceeds  a  preset 
level,  but  great  care  is  needed  to  avoid  being 
misled  by  an  unsuitable  choice  of  the  preset  level. 
A  variation  of  this  technique  involves  the  use  of 
a  “backgroung  subtract”  circuit,  whereby  a  uni¬ 
form  pre-set  count  rate  is  subtracted  from  the 
entire  scan  pattern.  In  photoscanning,  the 


counter  signal  actuates  a  flashing  light  to  which 
photographic  film  is  exposed.  If  conditions  are 
properly  chosen  so  that  a  modest  increase  in  the 
original  signal  produces  a  great  increase  in  the 
density  on  the  photographic  film,  the  contrast 
of  the  original  record  is  enhanced  on  the  photo¬ 
scan.  Photocopying  methods  may  also  be  used 
to  erase  background  and  increase  contrast  on 
scan  recordings  without  destroying  the  original 
recording.  One  scanner  has  been  developed  using 
a  multi-colored  ribbon  between  the  solenoid  op¬ 
erated  punch  and  the  recording  paper,  the  color 
selection  depending  on  count  rate. 

All  of  these  methods  involve  loss  of  some  of  the 
information  originally  received  by  the  detector. 
The  best  use  of  the  equipment  is  achieved  in 
systems  such  as  that  in  which  each  impulse  is 
stored  on  magnetic  tape.  This  can  then  be 
played  back  with  various  levels  of  background 
suppression  or  contrast  enhancement  until  op¬ 
timum  conditions  are  found. 

4.6.  Whole-Body  Counting 
4.6.1.  Introduction 

This  procedure  has  so  far  found  two  main 
applications,  (a)  the  identification  and  quanti¬ 
tative  estimation  of  radionuclides  present  in  the 
body  and  (b)  the  study  of  absorption  and  re¬ 
tention  in  the  body  of  intentionally  administered 
radionuclides  or  labelled  compounds  (Radio¬ 
activity  in  Man,  1961;  Whole  Body  Counting, 
IAEA,  1961 ;  Spiers,  1957).  The  choice  of  the 
method  of  measurement  and  of  the  equipment 
depends  on  the  application. 

4.6.2.  Methods  of  Measurement 

Identification  of  an  unknown  radionuclide  re¬ 
quires  spectral  analysis  of  the  radiations  emitted 
from  the  subject  under  study.  These  are  best 
detected  by  a  scintillation  material  with  high 
spectral  resolution,  usually  a  sodium  iodide  crystal. 
Spectra  so  obtained  are  distorted  by  self  ab¬ 
sorption  and  scattering,  within  the  body  tissues, 
of  the  gamma  rays  (or,  in  the  case  of  beta-ray 
emitters,  of  the  bremsstrahlung).  The  extent  of 
this  distortion  depends  on  the  location  of  the 
activity  within  the  body  and  on  the  energy  of 
the  radiations  emitted.  The  spectrum  is  also 
affected  by  the  presence  of  other  radionuclides 
in  the  body  such  as  the  naturally  occurring 
K40  and  the  fallout  component  Cs137. 

Once  the  radionuclide  is  identified,  quantitative 
estimation  of  the  amount  present  requires  calibra¬ 
tion  of  the  detecting  device  against  known  amounts 
of  the  radionuclide  in  question  using  a  phantom, 
or  of  a  short-lived  radionuclide  with  similar  meta¬ 
bolic  and  radiation  characteristics  as  that  adminis¬ 
tered  to  the  subject  (e.g.,  K42  has  been  used  for 
calibration  of  K40  measurements  and  Cs132  is  likely 
to  be  equally  useful  for  calibration  in  Cs137  meas¬ 
urements).  The  volume  and  shape  of  the  phan¬ 
tom  should  resemble  that  of  the  subject  studied. 
Some  attempts  are  being  made  to  simulate  uneven 
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distribution  of  the  radionuclide  within  the  body 
by  using  compartmentalised  phantoms.  A  further 
reduction  of  the  effects  of  uneven  distribution  can 
be  achieved  by  placing  both  the  subject  and  the 
phantom  in  such  a  counting  position  that  sensi¬ 
tivity  of  the  detecting  device  is  similar  for  nearly 
all  parts  of  the  body.  This  is  attempted  either  by 
arranging  a  number  of  crystals  symmetrically 
around  the  body  (or  even  by  completely  surround¬ 
ing  it  by  a  liquid  scintillation  material)  or  by 
placing  the  subject  in  an  arc  with  a  single  crystal 
at  its  center. 

Calibration  of  other  radionuclides  is  complicated 
by  the  presence  of  K40  and  Cs137  in  the  body.  Their 
contribution  to  the  counting  rate  depends  on  their 
amount,  on  body  build,  and  on  the  energy  of  the 
radiations  emitted  by  the  radionuclides  studied  in 
cases  where  the  characteristic  spectra  overlap.  If 
corrections  for  the  presence  of  K40  and  Cs137  in  the 
subject  are  made  using  calibrations  obtained  with 
phantoms,  it  is  necessary  to  make  some  rather 
crude  assumptions  based  on  data  obtained  in  a 
large  number  of  normal  subjects  counted  under 
identical  conditions. 

The  detection  and  quantitative  estimation  of 
naturally  occurring  radionuclides  in  human  sub¬ 
jects  is  particularly  important  at  low  levels  and 
has  been  primarily  responsible  for  the  development 
of  whole-body  counting  techniques.  In  this  type 
of  study,  for  example  the  study  of  natural  K40 
body  burdens,  shielding  is  of  paramount  impor¬ 
tance  in  order  to  achieve  the  lowest  possible  back¬ 
ground.  Shielding  of  the  detector  itself,  leaving 
an  aperture  for  viewing  the  patient,  is  not  sufficient 
because  the  patient’s  body  will  cause  some  net 
background  alteration.  This  alteration  may  be  a 
reduction,  or  in  some  circumstances,  an  increase 
due  to  scattering  with  a  resultant  change  in  spec¬ 
tral  distribution.  A  shielded  room  or  enclosure 
constructed  of  low-activity  materials  is  therefore 
very  desirable. 

In  studies  with  intentionally  administered  radi¬ 
onuclides  the  situation  is  somewhat  less  difficult, 
since  a  “background”  spectrum  for  the  subject  can 
be  obtained  before  the  radionuclide  is  given.  In 
such  studies  it  is  usually  desired  to  follow  the 
retention  of  the  radionuclide  in  the  body  and  to 
express  the  amount  retained  as  a  fraction  of  the 
initial  burden.  However,  during  the  first  few 
hours  or  even  days  after  administration,  the  pat¬ 
tern  of  distribution  of  the  radionuclide  may 
undergo  considerable  change  due  to  repartition 
between  different  body  compartments  and  to  spe¬ 
cific  accumulation  in  certain  tissues.  Thus,  due 
to  variations  in  geometry  and  self  absorption,  the 
spectrum  changes,  and  the  total  counting  rate  may 
even  increase  despite  an  actual  loss  of  radioactivity 
from  the  body.  Unless  very  careful  attention  is 
paid  to  positioning  the  subject  so  as  to  minimize 
these  effects,  data  for  body  retention  may  be 
meaningless. 

4.6.3.  Equipment  Requirements 

The  amount  of  radioactivity  involved  in  the 
measurement  of  body  burdens  is  usually  quite 

60 


small  and  the  sensitivity  of  the  detecting  device 
should  therefore  be  high.  Scintillation  detectors 
are  the  instrument  of  choice.  If  high  spectra) 
resolution  is  also  required  to  identify  one  01 
several  unknown  radionuclides,  sodium  iodide 
crystals  are  to  be  preferred.  Some  workers  favoi 
a  single  large  crystal  because  resolution  is  bettei 
and  calibration  problems  are  perhaps  less  trouble¬ 
some;  others  prefer  multi-crystal  systems,  which 
are  advantageous  in  permitting  simultaneous 
partial  body  analysis  (International  Directory. 
IAEA,  1962). 

Most  shielding  rooms  or  enclosures  are  con¬ 
structed  of  lead-lined  iron ;  other  shielding  materials 
such  as  talc,  chalk,  and  other  minerals  with  low 
K40,  thorium  and  radium  content  are  also  in  use. 
Care  should  be  taken  to  avoid  the  use  of  steel 
which,  during  its  production,  has  been  contami¬ 
nated  with  Co60.  The  counting  room  should  be 
well  ventilated  with  filtered  air  to  maintain  a  low 
level  of  radon  daughter  products  within  the  en¬ 
closed  volume.  Aged  air  from  storage  tanks  has 
occasionally  been  used  to  reduce  the  level  of  radon 
daughters  or  of  A41  given  off  by  nearby  gas-cooled 
reactors.  The  room  must  be  kept  scrupulously 
clean  and  it  is  helpful  to  line  the  surface  with  a 
low  activity  synthetic  plastic;  subjects  to  bei 
counted  should  be  showered  and  scrubbed  to 
remove  surface  contamination,  and  provided  with 
monitored  clothing.  With  small  body  burdens,; 
counting  times  of  30-60  min.  may  be  required  to 
arrive  at  reasonable  counting  statistics;  claustro¬ 
phobia  of  the  subject  may  be  a  problem. 

The  spectrum  obtained  is  recorded  by  a  multi¬ 
channel  analyzer.  Channel  stability  is  most  im¬ 
portant.  Fully  transistorized  instruments  are 
now  available  which  require  little  attention  and 
can  be  coupled  with  various  automatic  devices, 
such  as  tape  recorders,  computers  and  data 
printers,  which  may  greatly  ease  the  task  of 
processing  the  wealth  of  information  obtained. 
If  it  is  desired  to  subtract  one  spectrum  from 
another  automatically,  special  techniques  may  be 
needed  to  keep  energy  discrimination  very  stable; 
a  gain  shift  of  more  than  one-half  per  cent  might 
introduce  gross  errors  in  the  analysis. 

If  the  radionuclide  present  in  the  body  is 
known,  then  good  energy  resolution  is  no  longer 
essential  and  can  be  sacrificed  in  favor  of  sen¬ 
sitivity  or  simplicity.  Several  institutions  use 
liquid-scintillation  counters  made  in  the  form  of  a 
pipe  which  surrounds  the  body  and  to  which  a 
large  number  of  multiplier  phototubes  is  attached; 
a  distinct  advantage  of  this  arrangement  is  the 
short  counting  period.  The  use  of  a  multi-  ! 
channel  analyzer  is  no  longer  required. 

In  metabolic  work,  knowledge  of  retention  data 
alone  is  of  little  value  unless  supplemented  by 
other  measurements  on  rates  of  distribution  or 
organ  uptake.  This  usually  requires  blood- 
plasma-assay  procedures,  and  hence  the  sensitivity 
of  additional  apparatus  for  small  sample  measure¬ 
ment  determines  the  amount  of  radionuclide  to  be 
administered.  Thus  the  high  sensitivity  of  the 
devices  for  whole-body  counting  described  above 


may  be  of  little  advantage  in  metabolic  work 
unless  sample-counting  equipment  of  adequate 
sensitivity  and  stability  is  provided.  Simple 
whole-body  counters  can  frequently  be  used,  and 
useful  results  have  already  been  obtained  without 
an  iron  room,  employing  a  single-channel  analyzer 
{only. 

4.6.4.  Some  Applications 

In  monitoring  radiation  workers,  whole-body 
counting  is  a  useful  technique  for  assaying  con¬ 
tamination  relative  to  the  permissible  body  burden; 
likewise  the  effectiveness  of  various  decontamina¬ 
tion  procedures  can  be  ascertained  with  high 
sensitivity.  On  various  occasions,  routine  surveys 
of  workers  have  revealed  the  presence  of  minute 
amounts  of  such  radionuclides  as  Zn65,  Cs137,  Pu239 
and  others  to  which  the  subjects  have  unknowingly 
been  exposed  under  normal  and,  presumably,  safe 
working  conditions.  Another  application  involves 
the  assay  of  total  body  Na24  induced  by  accidental 
exposure  of  a  subject  to  a  neutron  beam,  although 
much  information  on  the  neutron  dose  can  also  be 
obtained  by  simply  analyzing  a  plasma  sample  for 
its  Na24  content. 

The  technique  has  also  been  used  for  estimation 
of  contamination  (with  radium  and  its  daughter 
products)  of  watch-dial  painters  and,  other  radium 
workers,  as  well  as  with  thorium  and  its  daughter 
products  of  patients  who  had  received  a  colloidal 
compound  of  thorium  for  diagnostic  pin-poses. 
Such  measurements  can  be  usefully  combined 
with  analyses  of  exhaled  breath  for  radon  or 
thoron  content  respectively.  It  has  recently 
been  found  that  various  groups  of  dial  painters 
have  become  contaminated  with  substantial 
amounts  of  Sr90;  these  cases  are  at  present  being 
[Carefully  studied  and  attempts  are  being  made  to 
use  whole-body  counting  of  bremsstrahlung  to 
assay  total  body  burdens. 

Whole-body-counting  techniques  are  growing- 
in  use  in  clinical  research  work.  Here  their  main 


advantage  lies  in  effectively  replacing  the  trouble¬ 
some  and  invariably  incomplete  collection  of  ex¬ 
creta  over  long  periods  of  time.  Na22,  Cs47,  Fe59, 
Sr85,  I131,  I131-labelled  proteins  and  vitamin  B12 
labelled  with  various  radioactive  cobalt  isotopes 
have  been  used  to  study  retention  in  the  body. 
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